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Executive  Summary 


Costs  for  environmental  analysis  and  monitoring  are  increasing  at  a  rapid  rate  and 
represent  a  significant  percentage  of  the  total  and  future  remedial  expenses  at  many  U.S. 
Department  of  Defense  (DoD)  contaminated  sites.  It  has  been  reported  that  about  30  to 
40%  of  the  remediation  budget  is  usually  spent  on  long-tenn  monitoring  (LTM),  of  which 
a  large  percentage  represents  laboratory  analytical  costs.  Energetics  such  as  perchlorate 
(CIO4'),  trinitrotoluene  (TNT),  and  cyclotrimethylene-trinitramine  (RDX)  are  among  the 
most  frequently  detected  in  soils  and  groundwater  at  or  near  military  installations  due  to 
their  persistence  and  mobility.  The  US  Army  alone  has  reported  to  have  >583  sites  at  82 
installations  with  energetics  in  groundwater,  and  87  additional  locations  with  suspected 
contamination.  Currently,  the  standard  protocol  entails  collecting  samples  in  the  field, 
packaging  them,  and  shipping  them  overnight  to  a  designated  laboratory  for  analysis. 
This  process  requires  significant  sample  preparation  and  handling,  and  analytical  results 
may  not  be  available  for  several  days  to  weeks. 

Objectives:  The  goal  of  this  project  was  to  develop  a  cost-effective,  miniaturized 
sensor  for  rapid  field  detection  and  monitoring  of  CIO4',  TNT,  and  RDX  in  contaminated 
groundwater  or  surface  water  via  fiber-optic  surface  enhanced  Raman  spectroscopy 
(SERS)  techniques.  Miniaturized  sensors  have  the  potential  to  significantly  reduce 
analytical  costs  for  LTM  and  to  provide  real-time  results  during  field  assessment  and 
remediation  activities.  Our  specific  objectives  were  to  (1)  Construct  an  integrated  field- 
portable  SERS-based  Raman  sensor;  (2)  Design  and  develop  sensitive  and  reproducible 
SERS  substrates  for  energetics  detection  and  analysis;  (3)  Develop  and  optimize 
methodologies  for  detecting  energetics  in  contaminated  groundwater  or  surface  water; 
and  (4)  Evaluate  the  performance  and  cost  effectiveness  of  the  SERS  technique  for  rapid 
field  screening  and  monitoring  of  energetics  at  selected  DoD  sites. 

Approach  and  Results:  Using  wet-chemical  synthesis  method,  we  successfully 
developed  sensitive  gold  nanoparticle-based  SERS  substrates  and  demonstrated  their 
applicability  to  detect  CIO4',  TNT  and  RDX  at  concentrations  as  low  as  10"9  M  (~  0.1 
pg/L),  10'8  M  (~  2.3  pg/L),  and  5xl0'7  M  (~  0.12  mg/L),  respectively.  Using  a  process 
combining  nanofabrication  steps  of  pattern  definition  by  electron  beam  lithography 
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(EBL),  metal  deposition,  and  reactive  ion  etching,  we  further  developed  and 
demonstrated  large  SERS  enhancement  factors  exceeding  1011  resulting  from  a  new 
configuration  of  elevated  gold  bowtie  arrays  with  controllable  gap  sizes  to  <  8  mn.  These 
new  EBL-fabricated  SERS  substrates  showed  superior  reproducibility  and  potential  to  be 
utilized  for  sensitive  detection  of  energetics  and  other  co-contaminants  in  groundwater 
and  surface  water.  We  subsequently  developed  and  constructed  a  miniaturized,  field- 
deployable  sensor  by  integrating  the  SERS  with  a  portable  Raman  analyzer  equipped 
with  a  300-mW  near  infrared  laser  and  a  fiber-optic  probe.  The  performance  of  the 
potable  Raman  sensor  was  evaluated  for  detection  and  analysis  of  energetics  both  in 
laboratory  and  field.  We  showed  the  detection  of  CIO4’,  TNT,  and  RDX  at  ppb  to  sub- 
ppm  concentration  levels  in  groundwater  from  a  number  of  contaminated  monitoring 
wells  at  several  selected  DoD  military  sites. 

Benefits:  Our  results  represent  the  first  step  in  developing  a  SERS/Raman  based 
field  sensor  that  combines  a  portable  Raman  spectrometer  with  novel  elevated  gold 
bowtie  arrays.  The  technology  shows  the  potential  to  provide  a  tool  for  rapid,  in-situ 
screening  and  analysis  of  energetics  that  are  both  important  for  environmental  monitoring 
and  of  interest  for  national  security.  Future  work  can  be  directed  to  optimize  the 
sensitivity  and  mass-production  of  SERS  substrates  and,  through  further  technology 
validation  and  commercialization,  a  cost  reduction  of  up  to  50%  may  be  realized  using 
the  portable  Raman  sensor  because  sample  shipping  and  typical  costs  associated  with 
laboratory  analysis  can  be  eliminated.  The  new  technology  also  allows  rapid  turn-around 
of  information  to  decision  makers  for  site  characterization  and  remediation. 
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1.0  Project  Objectives 


The  overall  goal  of  this  project  was  to  develop  a  cost-effective,  miniaturized  sensor 
for  rapid  quantification  and  monitoring  of  energetics  such  as  perchlorate  (CKV),  RDX  and 
TNT  in  contaminated  groundwater  or  surface  water  via  fiber-optic  surface  enhanced 
Raman  scattering  (SERS)  techniques.  Our  specific  objectives  were  to: 

1)  Fabricate  sensitive  and  reproducible  SERS  substrates  using  the  state-of-the-art  nano¬ 

fabrication  techniques; 

2)  Construct  a  prototype  fiber-optic  SERS  probe  that  is  interfaced  with  a  portable  Raman 

spectrometer  for  field  analysis; 

3)  Develop  and  optimize  methodologies  by  incorporating  molecular  recognition 
techniques  with  improved  selectivity  and  sensitivity  for  detecting  energetics  and  other 
contaminants  of  concern;  and 

4)  Evaluate  the  performance  and  cost  effectiveness  of  the  SERS  technique  for  rapid  field 

screening  and  monitoring  of  perchlorate  and  energetics  at  selected  DoD  sites. 
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2.0  Background 


2.1  Problem  Statement  and  Contaminants  of  Concern 

Rapid  and  real-time  detection  for  environmental  monitoring  and  security  screening 
is  a  rapidly  evolving  field  that  is  important  for  both  environmental  safety  and  national 
security.  In  particular,  there  is  a  significant  need  for  compact  and  portable  instruments  that 
can  perform  on-site,  sensitive,  and  accurate  detection  and  identification  of  toxic  and 
energetic  chemicals,  such  as  perchlorate  (CIO4'),  trinitrotoluene  (TNT),  cyclotrimethylene- 
trinitramine  (RDX),  and  other  chemical  warfare  agents  and  pollutants  (Clausen  et  ah, 
2006;  Kneipp  et  ah,  1995;  Sylvia  et  ah,  2000;  Wani  et  ah,  2003).  Currently,  the 
established  detection  and  analysis  methods  for  perchlorate  in  water  are  ion  chromatography 
(IC)  (EPA  Method  314)  and  IC  with  electrospray  ionization  and  mass  spectrometry 
(IC/ESI/MS;  EPA  Method  6860)  or  high  performance  liquid  chromatography  with  ESI  and 
MS  (HPLC/ESI/MS;  EPA  Method  6850),  whereas  TNT  and  RDX  are  analyzed  primarily 
via  HPLC  with  UV  detection  (EPA  Method  8330b).  All  these  conventional  methodologies 
require  sample  collection  and  shipping  as  well  as  laboratory  handling  and,  in  the  case  of 
EPA  Method  8330,  a  time-consuming  pre-concentration  step  via  solid-phase  extraction  is 
also  needed.  Each  of  these  analytical  techniques  requires  expensive  analytical  equipment 
and  significant  time  for  sample  preparation  and  analysis.  Moreover,  typical  turnaround 
times  for  explosives  analysis  by  commercial  laboratories  are  two  weeks  or  longer. 
Therefore,  costs  for  environmental  analysis  and  monitoring  represent  a  significant 
percentage  of  the  total  and  future  remedial  expenses  at  many  of  the  U.S.  Department  of 
Defense  (DoD)  contaminated  sites.  It  has  been  reported  that  about  30  to  40%  of  the 
remediation  budget  is  usually  spent  on  long-term  monitoring  (LTM),  of  which  a  large 
percentage  represents  laboratory  analytical  costs.  Rapid  field  detection  and  monitoring 
using  miniaturized  sensors  thus  has  the  potential  to  significantly  reduce  analytical  costs  for 
LTM,  and  to  provide  real-time  results  during  site  assessment  work  and  other  field 
remediation  activities. 

Among  various  contaminants  found  at  DoD  installations,  perchlorate,  TNT,  and 
RDX  are  widely  found  in  groundwater  and  surface  water  and  are  the  focus  of  this  study. 
Perchlorate  is  one  of  the  most  widespread  contaminants  in  groundwater  and  surface  water 


2 


at  DoD  military  testing  and  training  ranges  (Clausen  et  al.,  2009;  Gu  and  Coates,  2006; 
Sass,  2004;  Suidan  et  al.,  2008).  It  is  a  key  component  of  explosives  and  solid  rocket 
fuels,  although  it  is  also  present  in  a  number  of  commercial  products  such  as  fireworks, 
road  flares  and  Chilean  nitrate  fertilizers  (Bohlke  et  al.,  2005;  Gu  and  COATES,  2006). 
Perchlorate  affects  human  thyroid  function  by  inhibiting  iodide  uptake  and  may 
subsequently  impact  fetal  development,  which  depends  on  hormones  produced  by  the 
thyroid  gland.  Similarly  TNT  and  RDX  are  among  the  most  commonly  used  explosives, 
and  each  is  frequently  detected  in  soils  and  groundwater  at  or  near  military  installations  due 
to  their  persistence  and  high  mobility  (Clausen  et  al.,  2009;  Suidan  et  al.,  2008;  Wani  et 
al.,  2003).  For  example,  the  US  Army  is  reported  to  have  583  sites  at  82  installations  with 
explosives  in  groundwater,  and  87  additional  locations  with  suspected  groundwater 
contamination  (Wani  et  al.,  2003).  In  addition,  studies  have  shown  that  munitions 
compounds  on  many  testing  and  training  ranges  are  often  heterogeneously  distributed  in 
surface  soils,  with  localized  concentrations  ranging  from  0.5  up  to  10,000  mg/kg  for 
samples  collected  only  a  few  feet  from  each  other  (Crockett  et  al.,  1998;  Mina  et  al., 
2003). 

2.2  Surface  Enhanced  Raman  Spectroscopy  (SERS)  Technology 

Surface  enhanced  Raman  scattering  or  spectroscopy  (SERS)  is  a  technique  that 
provides  orders  of  magnitude  higher  (104— 1014)  enhanced  Raman  signal  from  analyte 
molecules  that  are  either  adsorbed  onto  or  at  the  close  proximity  of  specially  prepared 
noble  metal  surfaces  (Gu  et  al.,  2009;  Hatab  et  al.,  2010b;  Kneipp  et  al.,  1997;  Nie  and 
Emory,  1997;  Ruan  et  al.,  2007a;  Ruan  et  al.,  2006).  Such  surfaces  are  usually  made 
with  nanostructured  gold  (Au)  or  silver  (Ag)  arrays  with  nanometer  gap  sizes.  Two 
mechanisms  are  known  to  account  for  the  SERS  effect  (Hatab  et  al.,  2010b;  Nie  and 
Emory,  1997;  Zhao  et  al.,  2006).  The  electromagnetic  mechanism  is  believed  to  be 
responsible  for  the  main  enhancement  that  occurs  as  a  result  of  the  excitation  of  surface 
plasmons  localized  on  roughened  noble  metal  surfaces  when  illuminated  by  a  laser  light 
(Figure  1).  The  second  mechanism  is  related  to  an  increased  polarizability  of  adsorbed 
analyte  molecules  due  to  specific  interactions  or  coupling  effects  between  the  metal  surface 
and  the  adsorbed  molecule,  although  this  mechanism  has  a  smaller  contribution  to  the 
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overall  SERS  enhancement.  First  demonstrated  in  1974  (Fleischmann  et  al.,  1974),  SERS 
has  developed  into  a  highly  sensitive  technique  for  detecting  and  analyzing  a  variety  of 
chemical  and  biological  agents.  As  a  result,  the  SERS  technique  allows  the  detection  of 
analyte  molecules  at  ultra-trace  to  single  molecular  concentration  levels  (Gu  et  al.,  2009; 
Hatab  et  al.,  2010b;  Kneipp  et  al.,  1997;  Nie  and  Emory,  1997;  Ruan  et  al.,  2007a;  Ruan 
et  al.,  2006).  Thus,  in  comparison  with  fluorescence  and  optical  absorption  spectroscopic 
techniques,  SERS  is  much  more  sensitive  with  greater  molecular  selectivity  due  to  the 
molecular  vibrational  information  provided  by  the  Raman  methodology.  This  is  a 
significant  advantage  by  using  SERS  since  the  surface  selectivity  and  sensitivity  extends 
Raman  spectroscopy  utility  to  a  wide  variety  of  applications  previously  impossible  to 
achieve  with  normal  Raman  techniques. 


Electromagnetic  (E)  Field  Enhancement 


Enhanced  SERS  signal 


Figure  1 .  Schematic  illustration  of  surface  enhanced  Raman  scattering  that  occurs  as  a  result  of 
the  excitation  of  surface  plasmons  localized  on  roughened  noble  metal  surfaces  when 
illuminated  by  a  laser  light. 


The  potential  of  SERS  for  trace  analysis  of  explosives  has  been  explored  in  recent 
years  (Kneipp  et  al.,  1995;  Primera-Pedrozo  et  al.,  2008;  Sylvia  et  al.,  2000).  In  an 
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early  study,  Kneipp  and  colleagues  reported  a  minimum  detection  limit  of  10'  M  for  TNT 
adsorbed  on  gold  and  silver  nanoparticles  in  laboratory  prepared  solutions  (Kneipp  et  al., 
1995).  More  recently,  a  detection  limit  of  10'  M  for  TNT  was  achieved  by  using 
synthesized  Ag  nanoparticles  as  a  SERS  substrate  and  by  adjusting  the  pH  of  TNT  aqueous 
solution  (Primera-Pedrozo  et  al.,  2008).  SERS  was  also  found  to  be  applicable  for 
detecting  the  chemical  vapor  signature  emanating  from  buried  TNT-based  landmines  at 
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concentration  level  of  5  pg/L  using  a  flow-through  probe  head  design  and 
electrochemically  etched  gold  substrates  (Sylvia  et  ah,  2000).  Gold  substrates  produced  by 
a  nanosphere  imprinting  technique  were  also  observed  to  be  applicable  for  SERS  detection 
of  TNT  as  well  as  RDX  and  HMX  but  at  relatively  high  concentrations  (4.5xl0  4  M)  for 
both  nitramines  (Primera-Pedrozo  et  ah,  2008).  Similarly,  using  Ag  or  Au-nanoparticles 
or  ordered,  Au-nanopillar  substrates,  we  found  that  the  methodology  is  sensitive  for 
detecting  perchlorate  at  trace  concentrations  in  both  laboratory  synthesized  and  simulated 
groundwater  (Gu  et  ah,  2004;  Ruan  et  ah,  2007b;  Ruan  et  ah,  2006;  Wang  and  Gu,  2005). 
In  addition  to  the  measurement  of  CIO4',  these  Ag  or  Au  substrate  materials  were  found  to 
be  sensitive  for  the  detection  of  nitrate,  sulfate  and  radioactive  uranium  and  technetium 
(Gu  and  Ruan,  2007;  Ruan  et  ah,  2007c),  potentially  allowing  multiple  detection  and 
analysis  in  a  single  measurement. 

The  vibrational  spectrum  generated  using  the  Raman/SERS  technique  provides  a 
“fingerprint”  of  the  chemical  composition  of  each  agent.  For  example,  perchlorate,  RDX, 
and  TNT  all  exhibit  characteristic  Raman  scattering  bands  (or  frequency  shifts)  due  to  their 
inherent  chemical  and  structural  features.  The  scattering  bands  of  these  energetics  can  thus 
be  used  for  their  identification  and  quantification  (Docherty  et  ah,  2005).  The  strongest 
Raman  frequency  for  perchlorate  occurs  at  about  935  cm'1.  For  RDX,  the  important  -N- 
NO2  vibrational  frequencies  are  observed  at  about  1312  cm’1  (for  symmetric  stretch  of  NCU) 
and  885  cm’1  (for  symmetric  ring  stretch  of  RDX).  For  TNT,  they  are  located  at  about 
1367  cm’1  (for  symmetric  NO2  stretch)  and  829  cm’1  (for  NO2  bending  vibration) 
(Docherty  et  ah,  2005;  Kneipp  et  ah,  1995).  Therefore,  unlike  conventional  techniques 
such  as  ion  or  gas  chromatography,  SERS  Raman  analysis  is  specific  because  each 
compound  of  interest  has  unique  molecular  vibrational  frequencies  or  fingerprints,  as  stated 
earlier.  Simultaneous  multi-component  analysis  is  possible  provided  that  the  spectral 
overlap  among  different  compounds  is  negligible  or  can  be  resolved.  Furthermore,  SERS 
is  nondestructive  and  can  be  performed  in  aqueous  solution  under  ambient  conditions, 
thereby  allowing  direct  analysis  of  environmental  samples  such  as  groundwater  and  surface 
water.  The  SERS  technique  also  requires  little  or  no  sample  preparation  or  pre-treatment 
and  a  small  sample  volume  (usually  microliters).  It  is  rapid  and  virtually  nondestructive. 
The  availability  of  portable  Raman  spectrometers  makes  it  possible  to  interface  it  with  a 
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SERS  probe,  permitting  rapid,  in-situ  field  detection  and  analysis  (Moore  and  Scharff, 
2009).  Therefore,  SERS  based  methods  have  the  potential  to  reduce  time,  operational  costs, 
and  waste  generated  during  the  analysis  while  providing  discriminative  quantification  of 
analytes  in  a  single  measurement. 
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3.0  Technical  Approach 


3.1  Wet-Chemical  Synthesis  and  Fabrication  of  SERS  Substrates 

Wet-chemical  synthesis  and  fabrication  of  noble  metal  nanoparticles  and  particle 
aggregates  are  among  the  most  commonly  used  techniques  for  producing  active  SERS 
substrate  surfaces.  Using  this  method,  either  silver  (Ag)  or  gold  (Au)  nanoparticles  are 
synthesized  using  a  series  of  chemical  reactions  such  as  reduction  in  an  appropriate  solvent 
solution,  as  illustrated  in  Figure  2 A.  Details  about  the  synthesis  methodology  are  given  in 
Sections  4.1  and  4.2.  Figure  2B  shows  some  examples  of  as-synthesized  Au  nanoparticles 
[images  taken  by  either  transmission  (TEM)  or  scanning  electron  microscopy  (SEM)]. 
These  nanoparticles  are  then  used  to  form  thin  films  (Figure  2C)  through  sedimentation  or 
appropriate  surface  modification  followed  by  self-assembly  (detailed  in  Section  4.1),  and 
the  thin  films  are  subsequently  used  as  SERS  substrates  for  measurements.  Our  initial 
studies  were  focused  on  the  use  of  gold  nanoparticles  because  gold  shows  superior 
chemical  stability  as  compared  with  silver. 


Figure  2.  Illustration  of  wet-chemical  synthesis  of  gold  or  silver  nanoparticles,  which  are 
subsequently  used  to  form  nanoparticle  thin  fdms  as  SERS  substrates  for  chemical  analysis. 


3.2  Electron  Beam  Lithography  (EBL)  and  SERS  Substrate  Fabrication 

One  of  the  key  challenges  for  SERS  is  the  fabrication  of  noble  metallic 
nanostructures  that  are  highly  reproducible  and  sensitive  to  target  molecules. 
Unfortunately,  the  high  enhancement  (up  to  single  molecule  detection  sensitivity)  is  usually 
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observed  with  randomly  oriented  metallic  nanoparticles,  from  which  only  a  minute  fraction 
exhibits  high  SERS  activity  (often  referred  to  as  “hot  spots”)  at  the  nanogap  regions  of 
nanoparticles  (Hatab  et  ah,  2010b;  Zhao  et  ah,  2006).  Additionally,  these  nanoparticle 
substrates  are  usually  prepared  by  wet-chemical  techniques  and  often  have  high  sample  to 
sample  variability.  It  is  difficult  to  achieve  acceptable  reproducibility  for  materials 
prepared  from  different  batches  or  by  different  laboratories.  For  practical  applications,  it  is 
imperative  to  develop  SERS  active  substrates  with  reproducible  and  controllable  SERS 
enhancement.  To  this  end,  substrates  that  show  better  reproducibility  are  prepared  by 
physical  means  such  as  nanosphere  lithography,  laser  ablation,  dip  pen  nanolithography, 
and  atomic  force  microscopy  (Calzzani  et  ah,  2007;  Moore  and  Scharff,  2009). 
Advanced  lithographic  techniques  such  as  focused  ion  beam  and  electron  beam  lithography 
(EBL)  thus  have  been  applied  for  precision  nanofabrication  (Fromm  et  ah,  2004; 
Kinkhabwala  et  ah,  2009;  Qin  et  ah,  2006)  although  these  techniques  also  suffer  from  an 
inability  to  controllably  fabricate  the  small  gap  sizes  (e.g.,  <20  nm)  that  are  necessary  to 
achieve  maximal  SERS  enhancement  or  sensitivity.  It  is  thus  one  of  our  major  objectives 
to  develop,  fabricate  and  optimize  the  sensitive  and  reproducible  SERS  substrates  using  the 
state-of-the-art  nano -fabrication  techniques. 

As  stated,  the  extreme  sensitivity  of  SERS  is  dominated  by  the  electromagnetic  ( E) 
enhancement,  referring  to  the  intense,  spatially  varying  E  fields  produced  by  plasmonic 
coupling  between  closely  spaced  metal  nanoparticles.  A  particularly  intriguing  feature  of 
the  electromagnetic  enhancement  is  associated  with  the  presence  of  the  so-called  “nanogap” 
effect  where  local  SERS  enhancement  factors  (EF)  sufficient  for  detection  of  single 
molecules  have  been  observed.  Theoretical  analysis  using  model  systems  consisting  of 
closely  spaced  metal  nanostructures  have  identified  the  size,  shape,  gap  distance,  the 
wavelength  and  polarization  of  the  incident  laser  light  as  key  factors  that  govern  the  overall 
EF  within  the  nanogap.  These  advances  in  understanding  the  nanogap  effect  motivated 
new  experimental  approaches  that,  instead  of  searching  for  isolated  hot  spots  or  nanogaps 
in  random  nanoparticle  aggregates,  use  EBL  or  physically  fabricated  periodic 
nanostructures. 

EBL  is  among  the  most  promising  for  fabricating  SERS  substrates  with  precisely 
defined  shape  and  systematically  variable  nanogap  size  necessary  for  gaining  insight  into 
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the  underlying  enhancement  mechanisms  and  for  achieving  maximal  enhancement.  Recent 
compelling  examples  include  the  demonstration  of  a  strong  polarization  and  gap  size 
dependent  response  from  single  gold  nanobowties  fabricated  by  EBL,  and  the  high 
harmonic  generation  by  resonant  plasmon  field  enhancement  from  a  closely  packed  gold 
bowtie  arrays.  However,  the  large  enhancement  factors  expected  to  occur  for  gap  sizes  on 
the  order  of  a  few  nanometers  remain  difficult  to  achieve  primarily  because  the  resolution 
necessary  for  generating  such  features  is  beyond  the  capabilities  of  conventional  EBL. 
Overcoming  these  technical  hurdles  promises  advances  in  fundamental  understanding  of 
gap  dependent  E  field  coupling  that  enable  design,  fabrication,  and  practical  application  of 
a  new  generation  of  nanostructures  that  are  capable  of  reliably  and  reproducibly  performing 
sensitive  molecule  detection  and  spectroscopy. 

The  EBL  equipment  at  the  Center  for  Nanophase  Materials  Science  (CNMS)  at  Oak 
Ridge  National  Laboratory  (ORNL) 
was  used  as  the  primary  tool  for 
patterning  and  subsequent  etching 
and  deposition  of  SERS  functional 
thin  films.  Figure  3  illustrates  an 
EBL  system  with  a  field  emission 
scanning  electron  microscope  (SEM), 

Hitachi  model  S4700,  interfaced  with 
a  pattern  generator,  Nanometer 
Pattern  Generation  System  (NPGS) 
by  JC  Nabity  Lithography  Systems. 

EBL  using  an  electron  beam  writer 
was  also  used  for  writing  patterns  on 
up  to  10-cm  silicon  wafers. 

During  this  project,  a  variety  of  highly  ordered  SERS  substrates  were  developed 
using  EBL  and  Lift-off  techniques  (detailed  in  Section  4.3).  These  substrates  include  a 
series  of  two-dimensional  models  of  squares,  hexagonal,  bowties  (consisting  of  a  pair  of 
triangular  prisms),  and  elliptical  nano-arrays  with  varying  sizes,  heights,  and  nano-gap 
distances.  In  particular,  novel  elevated  gold  bowtie  nanostructural  array  substrates  were 


Figure  3.  A  SEM  based  electron  beam  lithography 
(EBL)  system  at  ORNL.  It  is  interfaced  with  a  pattern 
generator  and  nanometer  pattern  generation  systems. 
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found  to  be  among  the  most  effective  in  enhancing  the  SERS  detection  of  energetics  of 
interest  to  this  work. 


3.3  Sample  characterization  and  Raman  spectroscopic  analysis 

The  fabrication  of  SERS  substrate  materials  is  complemented  with  imaging  and 
surface  characterization  including  scanning  and  transmission  electron  microscopy  (TEM) 
and  a  wide  array  of  scanning  probe  techniques.  Scanning  electron  microscope  (SEM) 
imaging  of  gold  bowtie  arrays  was  performed  either  with  a  JEOL  JSM-7400F  field 
emission  SEM  operated  at  10  kV,  or  a  FEI  Nova  600  SEM  focused  ion  beam  system 
equipped  with  both  a  secondary  electron  detector  and  a  backscattered  electron  detector. 
Lower  resolution  backscattered  electron  imaging  was  used  in  order  to  distinguish  between 
Au  and  Si  to  show  that  the  Au  layer  is  present  on  gold  nanoparticle  arrays,  and  that  the 
silicon  posts  are  not  coated  with  Au.  This  is  because  the  contrast  in  the  backscattered 
electron  images  is  a  function  of  the  atomic  number  (Z)  of  the  elements. 

For  the  initial  laboratory  evaluation,  the  SERS  spectra  were  measured  using  a 
desktop  micro-Raman  system  equipped  with  a  300-mW  near- infrared  diode  laser  at  an 
excitation  wavelength  of  785  nm  (Renishaw  Inc,  New  Mills,  UK).  Typical  SERS  spectra 
were  collected  at  optical  polarization  of  either  parallel  or  perpendicular  to  the  nanoparticle 
array.  The  laser  beam  was  set  in  position  with  a  50x,  0.5-NA  (numerical  aperture)  Leica 
microscope  objective  at  a  spatial  resolution  of  about  2  pm.  For  all  bowtie  substrates,  the 
polarization  was  set  parallel  to  the  bowtie  axis  with  an  output  power  of  about  1  mW  at  the 
exit  of  the  objective.  Following  the  initial  laboratory  studies,  SERS  substrate  samples  were 
evaluated  using  a  custom-made  portable  Raman  spectrometer  equipped  with  a  fiber  optic 
SERS  probe  (detailed  in  Section  4.4). 


3,4  Theoretical  Calculations  and  Model  Simulation 

Lumerical  finite  difference  time  domain  (FDTD)  Solutions  software  was  used  to 
calculate  the  electromagnetic  field  ( E)  intensity.  A  graphical  representation  of  the  E  field 
intensity  versus  location  in  the  plane  of  a  periodic  array  of  elevated  gold  bowtie  structures 
(Figure  4),  as  an  example,  was  used  to  calculate  the  location  of  the  maximum  enhancement. 
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Because  a  perfectly  sharp  tip  at  the  apex  of  the  triangular  prism  cannot  be  achieved 
experimentally,  simulations  of  finite  sharpness  bowtie  structures  have  been  perfonned 
following  previously  established  methods  by  either  truncating  the  tips  of  the  triangle  or 
assuming  a  curvature  at  the  apex.  A  simple  geometry  of  the  bowtie  structure  with 
truncated  apexes  is  considered  in  the  present  study  to  elucidate  the  essential  trends  of  how 
the  near-field  plasmon  resonance  varies  with  the  gap  size,  d,  and  the  truncation  width,  w. 
The  Si  post  has  a  smaller  x-y  cross-section  than  the  bowtie  structure  with  edges  also 
truncated.  For  simplicity,  the  Si  post  is  assumed  to  be  a  cylinder  in  the  simulations,  and  the 
central  line  of  the  cylindrical  post  is  assumed  to  align  with  the  centroid  of  the  triangle  with 
a  size  of  100  mn  and  a  gold  thickness  of  40  mn.  The  diameter  of  the  Si  post  is  40  mn,  and  a 
sorbed  layer  of  the  /Mnercaptoaniline  (pMA)  analyte  of  0.5  mn  on  the  exposed  gold 
surfaces  is  also  assumed.  The  x-y  dimensions  of  the  unit  cell  adopted  in  simulations 
correspond  to  experimentally  used  center-to-center  distance  ( ccd)  and  row-to-row  distance 
(rrd)  values  of  bowtie  arrays.  The  dielectric  properties  of  Au,  Cr,  and  Si  were  taken  from 
Palik’s  handbook,  and  the  dielectric  constant  of  /?MA  is  7.  A  plane  wave  (at  500  to  1000 
mn  wavelength)  polarized  across  the  junctions  between  triangles  (i.e.,  along  the  x-direction) 
is  illuminated  in  the  negative  z-direction  of  the  bowtie.  Because  the  laser  illumination  is 
polarized  along  the  x-dircction  and  the  bowtie  structure  is  periodic,  anti-symmetric 
boundary  condition  is  used  at  x  =  0  and  the  upper  boundary  of  x  in  the  unit  cell,  whereas 
symmetric  boundary  condition  is  used  at  y  =  0  and  the  upper  boundary  ofy.  Using  these 
symmetric  and  anti-symmetric  boundary  conditions,  only  a  quarter  of  the  unit  cell  is 
required  in  simulations.  Various  simulation  domains  in  the  z-direction  have  been  adopted  to 
ensure  the  convergence  of  the  simulation  results,  and  the  top  and  the  bottom  of  the 
simulation  domain  are  defined,  respectively,  at  360  mn  above  the  Au  bowtie  and  100  mn 
below  the  Si  post  so  that  the  total  z-dimension  of  the  simulation  domain  is  700  mn.  The 
perfectly  matched  layers  are  used  at  the  top  and  the  bottom  of  the  simulation  domain  to 
completely  absorb  waves  leaving  the  simulation  domain  in  the  wave  propagation  direction. 
The  mesh  sizes  in  the  bowtie  region  (including  analyte,  gap,  and  Cr  layer)  vary  from  0.25 
to  1  mn,  and  automatic  graded  mesh  with  a  mesh  accuracy  of  4  is  used  in  the  region  outside 
the  bowtie. 
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Figure  4.  Schematic  illustration  (not  to  scale)  of  the  top  view  of  a  bowtie  structure  in  the  x-y 
plane  (a)  and  the  cross-section  in  the  x-z  plane  (b).  The  height  of  the  gold  bowtie  is  40  nm  with 
a  sorbed  analyte  layer  of  0.5  nm  of p-mcrcaptoanilinc  (pMA).  The  Cr  adhesion  layer  is  8  nm,  the 
Si  post  diameter  is  40  nm,  and  the  post  height  is  200  nm. 

3.5  Determination  of  SERS  enhancement  factors 

For  the  evaluation  of  the  sensitivity  and  performance  of  as-prepared  SERS 
substrates,  thionine  or  /?-mcrcaptoanilinc  (/?MA)  were  initially  utilized  as  probing 
molecules  for  the  determination  of  Raman  enhancement  factors  because  these  molecules 
can  form  a  monolayer  on  Au  or  Ag  surfaces  (Haynes  and  Van  Duyne,  2003;  Jackson 
and  Halas,  2004).  For  example,  the  self-assembled  monolayer  of  /?MA  was  prepared  by 
exposing  the  Au  bowtie  arrays  to  an  aliquot  of  freshly  prepared  aqueous  solution  of  /;MA  at 
10‘5  M  (1.5  mL)  in  a  plastic  petri-dish  for  12  hours  at  room  temperature.  Samples  were  then 
rinsed  in  a  solution  containing  10%  ethanol  and  90%  deionized  water  (18.2  M£2)  to  remove 
unbound  pMA  and  dried  with  a  flow  of  N2.  The  maximum  SERS  signal  was  obtained  by 

focusing  the  laser  beam  on  the  substrate,  and  the  spectral  data  (N  =  8-13)  were  collected  by 

2 

moving  the  stage  at  ~10  pm  intervals  (one  spectral  acquisition  per  step)  over  ~  1600  pm 
area.  Spectral  data  were  analyzed  using  the  Galactic  GRAMS  software  for  each  substrate 

pattern  with  different  gap  sizes  and  inter-bowtie  distances.  Using  Au  bowtie  arrays  as  an 

2 

example,  a  typical  set  of  spectra  was  collected  from  13  different  spots  on  a  1600  pm 
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bowtie  array  in  order  to  evaluate  the  reproducibility  of  the  substrate  arrays.  The  SERS 
enhancement  factor  ( EF)  was  then  calculated  based  on  Eq.  1  below: 

I  N 

—  lSERS  ^ "  bulk 

/  N 

‘  bulk  1 '  SERS 

where  the  SERS  integrated  band  area  at  1588  cm"1  (/sers)  (one  of  the  strongest  Raman  band 
for  /;MA)  is  divided  with  that  of  the  nonenhanced  Raman  signal  of  the  same  band  ( hulk )• 
N/juik  and  Nsers  are  the  number  of  molecules  for  the  neat  bulk  sample  (without  SERS 
enhancement)  and  that  excited  by  the  localized  field  between  the  two  triangles  making  up 
the  bowties  in  the  SERS  measurement.  An  Nb„ik  of  3 . 1  x  1 0 1 3  in  the  laser  spot  was  estimated 
based  on  the  focusing  volume  and  a  density  of  /?MA  of  1.06  g/cm  .  Asers  was  calculated 
according  to  a  previously  established  method  where  it  was  assumed  that  the  E  field 
enhancement  that  contributes  to  the  SERS  signal  is  at  the  tips  of  the  triangles  that  form  the 
bowtie  gap.  Since  the  two  triangles  have  the  same  area  of  field  enhancement  and  the  pMA 
molecules  uniformly  cover  the  Au  surfaces  of  the  bowtie,  the  area  is  calculated  as  a 
cylinder  with  the  Au  film  thickness  of  40  nm  being  the  height  of  the  cylinder.  The  area  of 
the  cylinder  consists  of  two  cylindrical  halves  with  a  radius  of  curvature  of  15  nm 
representing  the  sides  of  the  gold  bowties  as  a  conservative  estimate,  and  two  circles  with 
the  same  radius  representing  the  top  (at  the  tip  area)  of  the  bowties.  Accordingly,  the 
estimated  Nsers  is  l.lxlO6  for  ccd  =  rrd  =  300  nm,  2.2x1 04  for  ccd  =  rrd  =  2  pm,  and 
6.7x  104,  for  ccd  =  785  nm  and  rrd  =  2  pm  bowtie  arrays  based  on  a  packing  density  of  0.20 
nm  /molecule  of /?MA. 


3.6  Portable  Raman  Sensor  and  Field  Sample  Analysis 

During  the  course  of  this  SERDP  project,  we  developed  a  portable  Raman  sensor  by 
integrating  the  SERS  substrate  developed  in  our  laboratory  and  a  commercial  Raman 
analyser  (Figure  5).  The  initial  configuration  of  the  portable  Raman  sensor  included  a 
EZRaman-M  system  equipped  with  a  fiber  optic  probe  (Figure  5  a).  However,  this  portable 
Raman  system  was  found  lacking  the  required  sensitivity  and  rigidity  (due  to  its  optical 
fiber  broken  down  during  transportation).  An  improved  portable  Raman  sensor  was  later 
developed  by  integrating  an  EZRaman-I  system  equipped  with  a  cooled  charge-coupled 
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device  (CCD)  detector  (up  to  -50°C  for  improved  sensitivity)  and  stainless  steel-encased 
optic  fiber.  The  entire  sensor  system  was  also  fitted  in  a  6x1 2x1 8-inch  casing  for  improved 
rigidity  and  portability  (Figure  5b).  However,  both  of  these  portable  Raman  systems  are 
equipped  with  a  diode  laser  operating  at  785  mn  as  the  excitation  source.  The  fiber  optic 
probe  serves  three  purposes:  (1)  transmission  of  the  incident  laser  to  excite  the  sample,  (2) 
collection  of  the  scattered  Raman  signal  to  the  spectrometer  detector,  and  (3)  removal  of 
unwanted  background  signals  through  an  optical  filtering  device.  Each  spectrum  was 
accumulated  over  a  period  of  60  s  and  analyzed  by  ThennoGalactic  GRAMS  software. 
Additional  details  in  the  design  and  evaluation  of  the  portable  Raman  sensor  are  provided 
in  Section  4.4. 


Figure  5.  An  integrated  portable  Raman  sensor  by  coupling  a  fiber-optic  SERS  probe  with  a 
commercial  Raman  analyser:  (a)  EZRaman-M  system  or  (b)  EZRaman-I  system. 
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4.0  Methods,  Results,  and  Technical  Accomplishments 

4. 1  Evaluation  of  SERS  Technology  for  Perchlorate  Detection 

For  the  initial  evaluation  of  the  applicability  of  SERS  technology  for  energetics 
detection,  we  first  used  colloidal  gold  nanoparticles  or  particle  aggregates  as  SERS 
substrates  according  to  our  previously  established  methodologies  (Gu  and  Ruan,  2007; 
Olson  et  ah,  2001).  This  part  of  the  work  fonns  the  basis  for  further  developing  SERS 
substrates  using  EBL  techniques  since  relatively  few  studies  have  used  SERS  for  energetics 
detection  and  analysis.  We  first  used  self-assembled  Au  nanoparticles  for  the  detection  and 
analysis  of  perchlorate  in  both  simulated  and  field  groundwater  samples  as  described 
below. 


4.1.1  Materials  and  Methods:  Perchlorate  Detection 

All  chemicals  used  in  this  experiment  were  of  reagent  grade  or  better.  Gold  chloride 
trihydrate  (HAuC’F'3FFO),  nitric  acid  (HNO3)  (70%),  2-(dimethylamino)-ethanethiol 
hydrochloride  (DMAE)  [(CH3)2NCH2CH2SH-HC1]  (98%),  sodium  citrate  (Na3C6H507) 
(98%),  sodium  borohydride  (NaBEfi)  (98%),  and  hydrochloric  acid  (HC1)  (36.5%)  were 
obtained  from  Aldrich  (St.  Louis,  Missouri).  Sodium  perchlorate  (NaClCfi-FEO)  was 
purchased  from  EM  Science  (Cherry  Hill,  New  Jersey).  Micro-glass  slides  were  from 
Corning  Glass  Works  (Corning,  New  York).  For  substrate  and  solution  preparations, 
deionized  water  (18.2  MQ  cm"1)  was  used  throughout  the  experiment.  All  glassware  was 
cleaned  in  a  freshly  prepared  acid  bath  and  rinsed  thoroughly  with  deionized  water  prior  to 
use. 

Colloidal  Au  nanoparticles  were  prepared  according  to  previously  published 
methods  (Gu  and  Ruan,  2007;  Olson  et  ah,  2001).  In  brief,  a  “seed”  colloidal  suspension 
of  Au  was  first  prepared  by  mixing  1  mL  of  1%  aqueous  HAuCUOFFO  in  100  mL  of  H20 
with  vigorous  stirring  for  about  1  min,  followed  by  sequential  additions  of  1  mL  of  1% 
trisodium  citrate  and  1  mL  of  0.075%  NaBH4  in  1%  trisodium  citrate.  This  seed  Au 
suspension  was  stirred  continuously  for  an  additional  5  min  and  then  stored  at  4°C.  Au 
nanoparticles  of  -54  nrn  in  diameter  were  then  prepared  by  heating  900  mL  of  dilute 
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HAuCLt  solution  (-0.004%)  to  boiling,  followed  by  the  addition  of  1  mL  of  the  “seed”  Au 
nanoparticles  and  3.6  mL  of  a  1%  trisodium  citrate  solution.  The  solution  mixture  was 
refluxed  for  an  additional  10  min  before  it  was  cooled  under  stirring.  The  average  size  of 
synthesized  Au  nanoparticles  (-54  nm)  was  determined  by  means  of  dynamic  light 
scattering  using  a  ZetaPlus  particle  size  analyzer  (Brookhaven  Instruments,  Holtsville,  New 
York).  Data  were  collected  for  every  batch  of  the  Au  colloid  at  room  temperature. 

DMAE-modified  Au  nanoparticles  were  prepared  by  adding  0.28  g  DMAE  into  400 
mL  of  the  above  prepared  Au  colloid  suspension,  upon  which  the  color  of  Au  colloids 
immediately  turned  from  red  to  deep  purple,  suggesting  the  aggregation  of  Au 
nanoparticles  by  interacting  with  DMAE.  The  UV-visible  spectrum  showed  a  red  shift  in 
its  primary  absorption  maxima  from  525  to  790  nm,  the  latter  of  which  is  attributed  to 
multipolar  resonances  of  Au  nanoparticles  in  higher-order  coupled  spheres  (Weisbecker  et 
ah,  1996;  Zhong  et  al.,  2004).  After  mixing  for  approximate  5  h,  the  suspension  was 
centrifuged  at  14,000  rpm,  and  the  concentrated  Au  nanoparticles  were  collected,  washed 
with  deionized  water,  re-suspended  in  0.01  M  HC1  solution  (pH  -2),  and  then  used  as 
SERS  substrates  for  perchlorate  detection.  This  concentrated  Au  nanoparticle  suspension 
was  found  to  be  stable  for  at  least  8  months,  although  ultrasonilication  was  necessary  to 
ensure  well  dispersed  Au  colloids  before  use. 

For  SERS  analysis,  the  analyte  CKV  solution  in  the  concentration  range  of  10'9  to 
10‘4  M  was  prepared  by  dilution  in  series  (lOx)  from  a  stock  solution  of  10'3  M  in 
deionized  water.  To  evaluate  potential  matrix  interferences  from  competing  ions, 
measurements  were  also  performed  in  a  synthetic  groundwater  (SGW)  consisted  of  a 
mixture  of  SO42',  P043',  and  N03‘  each  at  1CT4  M  and  Cl  at  10"'  M,  respectively.  In 
addition,  two  contaminated  groundwater  samples  (GW-1  and  GW-2)  were  obtained  from  a 
DoD  field  site  and  used  for  testing.  Table  1  lists  major  anionic  compositions  and  pH  of  the 
site  groundwater  samples  and  SGW.  The  analyte  and  SGW  or  GW  samples  (0.1  mL)  were 
then  mixed  with  0.1  mL  of  the  modified  Au  nanoparticle  concentrate  and  0.8  mL  of  water 
for  analysis.  A  small  drop  (-10  pL)  of  the  mixed  suspension  was  placed  on  a  glass  slide, 
air-dried,  and  SERS  spectra  were  collected  after  about  30  min. 
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Table  1.  Major  anionic  composition  of  two  field  contaminated  groundwater  samples 
(GW-1  and  GW-2)  and  a  simulated  groundwater  (SGW). 


Property 

SGW 

GW-1 

GW-2 

Perchlorate  (pM) 

0-1 

8.3 

0.01 

Chloride  (mM) 

1.0 

0.28 

3.0 

Sulfate  (mM) 

0.1 

0.16 

0.49 

Nitrate  (mM) 

0.1 

0.16 

0.52 

Phosphate  (mM) 

0.1 

ND 

ND 

Bicarbonate  (mM) 

0 

2.8 

3.1 

pH 

6.5 

7.3 

8 

ND  =  not  detected. 


As  described  earlier,  Raman  spectra  were  obtained  using  the  Renishaw  micro- 
Raman  system  equipped  with  a  near- infrared  diode  laser  at  a  wavelength  of  785  nm  for 
excitation  (Renishaw  Inc,  New  Mills,  UK)  (Gu  and  Ruan,  2007;  Gu  et  al.,  2004;  Ruan  et 
ah,  2006).  The  laser  beam  was  set  in  position  with  a  Leica  Raman  imaging  microscope 
equipped  with  a  50x  objective  lens  (0.5  numerical  aperture)  at  a  lateral  spatial  resolution  of 
~2  pm.  The  optics  polarization  was  set  perpendicular  to  the  laser,  and  its  intensity  at  the 
exit  of  the  objective  lens  was  ~1  mW  by  using  a  set  of  neutral  density  filters.  A  CCD  array 
detector  was  used  to  achieve  signal  detection  from  a  1200  grooves/mm  grating  light  path 
controlled  by  Renishaw  WiRE  software  and  analyzed  by  Galactic  GRAMS  software. 


4.1.2  Results  and  Discussion:  Perchlorate  Detection 

Quantitative  Analysis  of  Perchlorate:  SERS  spectra  of  perchlorate  were  first 
examined  at  concentrations  ranging  from  I  O'10  to  10"6  M  in  purified  water  (Figure  6A). 
Each  spectrum  in  Figure  6 A  was  offset  for  the  clarity  of  presentation.  The  primary  Raman 
scattering  peak  (due  to  symmetric  stretching  vibration)  of  CIO4'  occurred  at  about  934  cm"1, 
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which  is  consistent  with  literature  data  using  both  nonnal  and  surface  enhanced  Raman 
spectroscopic  techniques  (Gu  et  ah,  2004;  Mosier-Boss  and  Lieberman,  2003a;  Ruan  et 
ah,  2006;  Tan  et  ah,  2007).  The  lowest  CIO4"  concentration  detected  was  about  10'10  M  (~ 
10  ng/L),  and  a  small  C104‘  peak  was  visible  (spectrum  b).  However,  the  detection  limit 
was  estimated  at  10"9  M  (or  -  1 00  ng/L)  with  a  signal  to  noise  ratio  >3.  These  results 
suggest  that  the  SERS  technique  is  highly  sensitive  for  CIO4'  detection  using  DMAE- 
modified  Au  nanoparticle  substrates.  This  detection  limit  is  about  two  orders  of  magnitude 
lower  than  those  reported  by  using  either  cystamine-modified  gold  nanoparticles  (Ruan  et 
ah,  2006)  or  positively  charged  silver  nanoparticles  sorbed  with  polyethyleneimine 
fragments  (containing  primary  amino  and  amide  functional  groups)  (Tan  et  ah,  2007). 
These  previous  techniques  give  a  relatively  high  background  scattering  as  a  result  of  the 
complicated  molecular  structures  of  the  organic  modifiers  (both  cystamine  and 
polyethyleneimine  or  its  fragments)  (Ruan  et  ah,  2006;  Tan  et  ah,  2007).  The  background 
scattering  in  the  spectral  region  between  900  and  950  cm"1  could  interfere  with  the 
detection  of  CIO4"  or  overlap  with  the  Raman  band  of  CIO4",  especially  at  sub-micromolar 
concentrations.  On  the  other  hand,  no  significant  background  Raman  scattering  was 
observed  in  the  spectral  region  of  -890-960  cm"1  using  DMAE-modified  Au  nanoparticles 
as  SERS  substrates. 

The  rationale  for  using  DMAE  as  a  modifier  or  a  molecular  recognition  agent  is 
based  on  the  development  of  selective  ion-exchangers  for  CIO4"  sorption,  in  which  the 
selectivity  is  found  to  strongly  depend  on  the  charge  and  size  of  the  quaternary  alkyl- 
ammonium  functional  groups  (Gu  and  Brown,  2006;  Gu  et  ah,  2007).  The  electrostatic 
attraction  between  CIO4"  anions  and  positively  charged,  DMAE  modified  Au 
nanoparticles,  enables  a  close  contact  and  the  concentration  of  CIO4"  onto  Au-nanoparticle 
surfaces  (Gu  et  ah,  2004;  Ruan  et  al.,  2006).  Additionally,  the  amine  functional  groups 
could  have  facilitated  the  aggregation  of  Au  nanoparticles,  which  is  necessary  to  obtain 
strong  electromagnetic  plasmon  enhancement  on  gold  metal  surfaces  (Kneipp  et  al.,  1999; 
Nie  and  Emory,  1997;  Zhao  et  al.,  2006).  Theoretical  calculations  have  shown  that  the 
maximal  SERS  signal  could  be  obtained  when  the  analyte  molecule  is  situated  within  the 
nanoneck  regions  of  adjacent  metal  nanoparticles,  where  maximal  electromagnetic  field 
enhancement  is  achieved  upon  laser  excitation  (Xu  et  al.,  2000;  Zhao  et  al.,  2006). 
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Therefore,  the  use  of  DMAE-modified  Au  SERS  substrates  offers  advantages  in  sensitive 
detection  of  CIO4'  in  aqueous  media.  It  yielded  an  enhancement  factor  of  about  10-10 
because,  by  using  normal  Raman  spectroscopy  (or  without  using  Au  nanoparticles),  no 
Raman  signal  could  be  detected  directly  from  the  aqueous  solution  at  CIO4'  concentrations 
below  10‘2  M  (Ruan  et  ah,  2006). 

Analysis  of  the  spectra  (Figure  6A)  also  showed  that  the  Raman  band  at  934  cm'1 
increased  consistently  with  an  increase  of  aqueous  CIO4'  concentrations.  A  logarithmic  plot 
between  the  peak  intensity  and  the  CIO4'  concentration  yielded  a  linear  relationship  over  a 
wide  concentration  range  between  10' 10  and  10'6  M  (Figure  6B).  This  observation  is 
consistent  with  that  observed  for  the  detection  of  pertechnetate  (TcCV)  ions  using  similar 
techniques  (Gu  and  Ruan,  2007).  Sackmann  and  Materby  (2006)  also  reported  that  the 
SERS  intensity  of  adenine  increased  exponentially  with  its  concentration  when  silver 
colloids  were  used  as  a  SERS  substrate.  These  observations  suggest  that  the  technique 
could  potentially  be  used  as  a  quantitative  or  semi-quantitative  tool  for  the  analysis  or  rapid 
screening  of  perchlorate  in  aqueous  media. 


Wavenumber  (cm)  C104  Concentration  (M) 


Figure  6.  (A)  Raman  spectroscopic  analysis  of  CIO4'  at  concentrations  of  a:  0,  b:  10  10,  c:  10'9,  d: 
10'8,  e:  1  O'7,  and  f:  10'6  M  using  DMAE-modified  Au  nanoparticles  as  a  SERS  substrate;  (B)  a 
log-log  plot  of  the  peak  intensity  at  934  cm'1  against  the  CIO4'  concentration. 
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Figure  7.  SERS  spectra  of  CIO4'  (lxl O'5  M)  obtained  from  six  randomly  selected  spots  (inset) 
on  a  substrate  made  of  DMAE-modified  Au  nanoparticles.  Each  spectrum  was  offseted  for  the 
clarity  of  presentation,  and  the  error  bar  represents  a  standard  deviation  of  about  16%  at  peak 
position  934  cm'1. 

The  surface  modification  of  Au  nanoparticles  with  DMAE  enabled  not  only  a  high 
sensitivity  but  also  a  fairly  good  reproducibility  in  detecting  CIO4’  in  aqueous  solution.  The 
spot-to-spot  reproducibility  of  Raman  signal  at  934  cm’1  was  evaluated  by  randomly 
selecting  about  6  spots  under  the  microscope  and  measuring  their  corresponding  SERS 
spectra  (Figure  7).  Results  indicate  that  the  standard  deviation  of  the  peak  intensity  at  934 
cm’1  was  about  16%  from  six  different  spots.  Similarly,  the  batch-to-batch  variations  were 
found  to  be  about  ±15%  when  different  batches  of  the  modified  Au  nanoparticles  were 
used.  These  observations  are  attributed  to  the  fact  that  the  positively-charged  amine 
functional  groups  result  in  the  sorption  and  thus  a  good  distribution  of  C104‘  on  Au 
nanoparticles.  Also  as  indicated  earlier,  the  amine  functional  groups  could  have  facilitated 
the  aggregation  of  Au  colloids,  as  evidenced  by  the  self-assembly  of  DMAE-modified  Au 
nanoparticles  (Figure  7,  inset).  Without  surface  modification,  the  analyte  would  be 
distributed  unevenly  after  drying  or  crystallization  on  metal  nanoparticle  surfaces  (one  of 
the  contributing  factors  to  observations  of  so-called  “hot  spots”).  The  probability  of  finding 
such  hot  spots  is  usually  extremely  low  for  detecting  the  target  analyte  (Kneipp  et  ah,  1999; 
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Nie  and  Emory,  1997).  Nie  and  Emory  have  shown  that  about  one  in  100-1,000  silver 
colloids  are  perhaps  “hot”  or  SERS-active  (Nie  and  Emory,  1997).  This  has  been  a  major 
limiting  factor  for  the  use  of  SERS  as  a  routine  analytical  tool. 

Analysis  of  Perchlorate  in  Contaminated  Groundwater  Samples.  To  assess  the 
potential  interferences  in  the  quantitative  analysis  of  CIO4"  in  realistic  contaminated  water 
samples,  we  further  examined  the  detection  of  CIOT  in  the  presence  of  background 
electrolytes  including  SO42',  PO43',  and  NO3'  at  ~  10"4  M  and  Cl"  at  10"3  M.  In  initial 
studies,  test  water  was  prepared  with  these  competing  anions.  These  anion  concentrations 
are  orders  of  magnitude  higher  than  those  expected  for  CIO4"  in  groundwater.  The  resulting 
SERS  spectra  are  shown  in  Figure  8A  at  perchlorate  concentrations  of  10  9  to  10"6  M  (0. 1  to 
100  pg/L).  In  comparison  with  those  shown  in  Figure  6A,  the  general  features  of  the 
spectra  remain  unchanged  with  exception  of  the  band  at  1045  cm  1  (Figure  8A),  which  was 
assigned  to  the  stretching  vibration  of  the  NO3"  ion.  However,  we  note  that  the  peak 
intensity  at  1045  cm  1  decreased  with  increasing  concentrations  of  CIO4"  in  solution, 
especially  at  concentrations  of  10"  and  10"  M.  These  observations  suggest  possible 


C104  Concentration  (M) 


Figure  8.  (A)  SERS  spectroscopic  analysis  of  CIO4’  in  the  presence  of  background 
electrolytes  of  SO42",  PO43",  and  NO3"  at  10"4  M  each  and  Cl  at  10"3  M.  Perchlorate 
concentrations  varied  from  a:  0,  b:  10'9,  c:  10'8,  d:  10"7,  to  e:  10"6  M.  (B)  A  log-log  plot 
of  the  peak  intensity  at  934  cm"1  against  the  CIO4"  concentration. 
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competitive  interactions  between  CIO4"  and  NO3"  ions  for  sorption  onto  the  Au  nanoparticle 
substrate.  The  fact  that  the  nitrate  band  at  1045  cm  1  was  substantially  suppressed  could  be 
attributed  to  the  preferential  sorption  of  CIO4'  ions  because  of  limited  sorption  sites  on 
DMAE-modified  Au  nanoparticles.  Similar  observations  have  been  reported  when 
cystamine-modified  Au  nanoparticles  were  used  for  the  detection  of  CIO4'  and  NO3'  (Ruan 
et  ah,  2006). 

2  3  1 

Although  SO4  '  and  PO4  '  show  vibrational  bands  at  about  980  and  925  cm'  , 
respectively  (Niaura  and  Jakubenas,  2001),  their  Raman  scattering  apparently  was  not 
enhanced  by  using  DMAE-modified  Au  nanoparticles  as  a  SERS  substrate  and  thus  did  not 
significantly  interfere  with  the  detection  of  CIO4'  ions  (Figure  8).  These  results  suggest  that 
the  SERS  substrate  enhanced  the  Raman  scattering  only  for  some  selected  anionic  species, 
although  exact  mechanisms  by  which  the  Raman  scattering  of  different  ions  or  molecules  is 
selectively  enhanced  remain  a  subject  of  intensive  investigation  (Kneipp  et  ah,  1999; 
Niaura  and  Jakubenas,  2001;  Nie  and  Emory,  1997;  Ruan  et  ah,  2006;  Ruan  et  ah, 
2007c;  Zhao  et  al.,  2006).  One  possible  explanation  is  that  SO4  '  and  PO4  '  ions  are  only 
weakly  sorbed  on  the  SERS  substrate  because  of  their  relatively  high  hydration  energy  as 
compared  with  that  of  the  CIO4'  ion  (Gu  and  Brown,  2006).  However,  we  note  that  the 
presence  of  these  background  ionic  species  caused  an  overall  decrease  in  peak  intensity  at 
934  cm'1  for  perchlorate.  For  example,  at  the  CIO4'  concentration  of  10‘6  M,  its  peak 
intensity  decreased  about  35%  as  compared  with  that  measured  in  deionized  water  (Figure 
6A).  Such  a  decrease  in  peak  intensity  of  CIO4’  can  be  expected  because  of  the  presence  of 
2-5  orders  of  magnitude  higher  concentrations  of  background  ionic  species  (NO3",  SO4  ', 
PO4  ’,  Cl"),  which  may  compete  for  interactions  with  the  SERS  substrate  and  thus  reduce 
the  scattering  signal  of  CIO4'.  On  the  other  hand,  the  presence  of  these  background 
electrolytes  did  not  appear  to  significantly  impact  on  the  quantitative  analysis  of  CIO4'.  A 
plot  of  the  peak  intensity  (at  934  cm'1)  and  the  CIO4'  concentration  yielded  a  fairly  linear 
relationship  on  a  log  scale  (Figure  8B).  These  results  again  indicate  that  the  DMAE- 
modified  Au  SERS  substrates  could  be  used  for  quantitative  or  semi-quantitative  analysis 
of  CIO4'  in  aqueous  media.  Thus,  the  technique  has  significant  potential  to  be  used  as  a 
screening  tool  for  environmental  analysis  under  real  world  conditions. 
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We  further  analyzed  two  contaminated  groundwater  samples  obtained  from  a  field 
site.  The  groundwater  GW-1  contained  ClOfi  at  a  concentration  of  8.3xl0'6  M,  which  is 
about  3  orders  of  magnitude  lower  than  those  of  competing  ions.  The  other  sample  (GW-2) 

o 

had  a  CIO4"  concentration  of  1x10'  M,  which  is  5-6  orders  of  magnitude  lower  than  those 
of  competing  ions  in  the  water.  These  samples  were  analyzed  as  is  or  diluted  10  times  with 
deionized  water,  and  the  results  are  shown  in  Figure  9.  Using  Figure  8B  as  the  standard 
calibration  curve,  the  calculated  CIO4'  concentrations  were  7.86x10'  and  1.02x10'  M  for 
undiluted  GW-1  and  GW-2  samples,  respectively.  These  data  are  in  general  agreement  with 
those  analyzed  by  ion  chromatography  (EPA  Method  314.0),  which  were  8.3xl0'6  and 

o 

1x10'  M,  respectively.  However,  for  lOx  diluted  samples,  the  SERS  analysis  substantially 
overestimated  the  CIO4'  concentrations,  which  were  3.43x10'  and  1.15x10'  M  for  the 
GW-1  and  GW-2  samples.  This  observation  is  not  surprising  because  the  background 
electrolyte  concentrations  in  diluted  samples  were  substantially  lower  than  those  used  in 
the  calibration  “standards”  (Figure  8B).  As  a  result,  an  increased  SERS  signal  was 
observed  for  CIO4'  because  of  less  matrix  interference  in  diluted  samples.  However,  by 


Figure  9.  SERS  spectra  of  two  contaminated  groundwater  samples  (GW-1  and  GW-2)  without 
dilution  (a)  or  with  a  lOx  dilution  (b). 


23 


using  the  calibration  curve  in  Figure  6B  (in  deionized  water),  the  calculated  ClOF 
concentration  in  GW-1  was  1.08xl0'5  M,  which  is  close  to  its  true  value  measured  by  the 
ion  chromatography.  These  results  thus  emphasize  the  need  to  prepare  samples  and 
reference  standards  in  the  same  or  similar  matrixes,  as  a  common  practice  used  in  any 
quantitative  analysis.  For  practical  applications,  standard  addition  techniques  may  be  used 
to  correct  matrix  interferences  and  thus  to  ensure  good  reproducibility  in  quantitative 
analysis. 


4.2  Evaluation  of  SERS  Technology  for  Cyclotrimethylenetrinitramine  (RDX)  Detection 

4.2.1  Materials  and  Methods:  RDX  Detection 

Similar  to  CIOT  detection,  we  initially  used  colloidal  Au  nanoparticles  as  a  SERS 
substrate  for  detecting  cyclotrimethylenetrinitramine  (RDX).  RDX  reference  standard  (1 
mg/mL  in  acetonitrile)  was  purchased  from  AccuStandard,  Inc.  Thionine,  HAuCl4,  CTAB, 
trisodium  citrate  hydrate,  and  sodium  borohydride  were  obtained  from  Aldrich.  The  Au 
nanoparticles  were  prepared  similarly  as  described  above.  In  brief,  Au  seeds  were  first 
prepared  and  used  to  grow  larger  nanoparticles  in  the  presence  of  CTAB,  additional 
HAuCfi,  and  ascorbic  acid  as  a  reducing  agent.  Citrate  was  used  as  a  capping  agent,  and  the 
gold  seeds  were  observed  to  be  stable  for  at  least  one  month  in  aqueous  solution.  Gold 
nanoparticles  with  different  sizes  were  subsequently  synthesized  as  follows.  A  100  mL  vial 
and  four  45-mL  vials  were  labeled  “Vial  1”  through  “Vial  5”.  To  each  of  these  vials,  8  mL 
of  2.5xl0'3  M  HAuCfi  and  0.5  mL  lxlO'3  M  CTAB  were  added,  followed  by  the  addition 
of  70  pL  of  freshly  prepared  ascorbic  acid  solution  (0.10  M)  under  gentle  stirring.  The 
seed  solution  (3  mL)  was  then  added  to  Vial  1  and,  after  1  min,  the  Vial  1  suspension  (1 1.5 
mL)  was  drawn  and  added  to  Vial  2  with  gentle  stirring.  This  procedure  was  repeated  from 
Vial  2  to  Vial  5,  and  the  ending  Au  nanoparticle  suspension  (Vial  5)  was  stored  in  the 
refrigerator  for  48  h  before  use.  Excess  CTAB  was  removed  by  centrifugation  and  washing 
with  deionized  water  three  times. 

RDX  working  standard  solutions  of  10'7  to  10'4  M  (~  0.022  mg/L  to  22  mg/L)  were 
prepared  from  a  stock  solution  of  8x10  4  M  by  diluting  the  reference  standard  in  DI  water. 
SERS  samples  were  prepared  by  mixing  0.5  mL  of  the  Au  nanoparticle  suspension  with 
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250  pL  of  RDX  standard  solutions  at  different  concentrations.  This  mixed  RDX  and  Au 
nanoparticle  suspension  (50  pL)  was  then  placed  on  a  glass  slide  for  SERS  analysis  after 
the  droplet  was  air-dried.  The  calibration  curves  and  the  reproducibility  studies  were 
performed  on  the  same  day  to  minimize  error  associated  with  instrument  variability.  SERS 
spectra  were  obtained  using  a  Renishaw  micro-Raman  system  as  described  earlier. 

To  evaluate  the  applicability  of  SERS  technique  to  detect  RDX  in  the  environment, 
a  contaminated  groundwater  sample  was  obtained  from  a  US  Navy  facility  in  Virginia  and 
used  as  received.  This  sample  had  mildly  acidic  pH  and  contained  18  mg/L  of  total  organic 
carbon  (TOC).  Major  cations  and  anions  included  sulfate  (21.5  mg/L),  chloride  (18.0 
mg/L),  sodium  (39.7  mg/L),  magnesium  (7.65  mg/L),  calcium  (19.7  mg/L)  and  potassium 
(7.5  mg/L).  The  analysis  was  performed  by  the  standard  addition  method,  in  which  15  mL 
volumes  of  the  groundwater  sample  (with  an  unknown  concentration  of  RDX)  were  spiked 
with  0,  50,  70,  175,  or  300  pL  of  a  stock  solution  of  RDX  (at  177.7  mg/L).  The  final 
volume  was  made  up  to  25  mL  with  DI  water.  The  characteristic  Raman  band  intensity  at 
874  cm'1  for  RDX  for  each  sample  was  plotted  against  the  final  added  concentration  of 
RDX,  and  a  linear  regression  routine  was  used  to  calculate  the  absolute  value  of  the  X- 
intercept,  which  is  equal  to  the  concentration  of  RDX  in  groundwater. 


4.2.2  Results  and  Discussion:  RDX  Detection 

The  detection  of  RDX  explosive  using  Au  nanoparticles  was  first  performed  at 
varying  RDX  concentrations  ranging  from  10  4  to  10'6  M.  The  resulting  SERS  spectra  are 
shown  in  Figure  10a.  All  spectra  were  collected  in  the  range  from  300  to  2000  cm  1  to 
cover  most  Raman  bands  of  RDX  along  with  the  conventional  Raman  spectrum  of  pure 
RDX  for  comparison.  Since  only  the  vibrational  modes  of  analyte  moieties  adsorbed  on  the 
Au  surface  are  enhanced,  there  are  typically  fewer  peaks  in  the  SERS  spectrum  than  in  the 
conventional  Raman  spectrum  (without  using  Au  as  a  SERS  substrate).  This  observation  is 
consistent  with  those  reported  in  literature  (Karpowicz  and  Brill,  1984;  Torres  et  ah, 
2004).  The  typical  Raman  band  assignments  for  RDX  are  as  follows:  the  band  at  874  cm'1 
is  attributed  to  the  symmetric  ring  vibration  mode;  the  band  at  930  cm’1  is  assigned  to  ring 
stretching  and  N-0  deformation;  the  band  at  1258  cm'1  is  due  to  CH2  scissoring  and  N-N 
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stretching  vibration  (Karpowicz  and  Brill,  1984);  the  band  at  1312  cm'1  results  from 
CHi  bending;  the  band  at  1370  cm'1  is  uNO?  symmetric  stretching  vibration  and  (SCFE 
scissoring;  finally,  the  band  at  1560  cm'1  is  attributed  to  the  uNCF  asymmetric  stretch  in 
nitro  amines  (Karpowicz  and  Brill,  1984;  Torres  et  ah,  2004). 


- 5X1  O'5  M  RDX 


Figure  10.  (A)  SERS  spectra  of  RDX  at  concentrations  ranging  from  lxlO'6  M  to  5x10°  M. 
Laser  power  was  ~1  mW  at  the  exit  of  the  microscope  objective,  and  the  scan  time  was  ~10s. 
(B)  Peak  area  at  873  cm'1  as  a  function  of  RDX  concentration. 


The  strongest  SERS  Raman  band  for  RDX  occurred  at  874  cm'1  and  its  intensity 
increased  with  an  increase  in  the  aqueous  RDX  concentration  (Figure  10A).  SERS  spectra 
of  RDX  at  different  concentrations  showed  that  most  of  the  bands  can  be  identified  at  the 
lowest  concentration  of  lxlO'6  M  RDX  with  the  background  being  negligible.  On  the  basis 
of  previously  established  techniques  (Section  3.5),  the  calculated  EF  for  SERS  detection  of 
RDX  explosive  was  about  6xl04,  based  on  the  maximum  adsorbed  RDX  molecules  of 
approximately  4.65xl06  per  Au  particle  (Ding  et  ah,  2006).  This  EF  is  higher  than  that 
previously  observed  for  thionine  by  our  group  (Ruan  et  ah,  2007d).  The  enhancement, 
which  can  be  attributed  to  an  enhanced  electromagnetic  field  upon  laser  excitation,  is 
consistent  with  many  theoretical  and  experimental  studies  showing  that  a  large  SERS 
enhancement  occurs  when  the  analyte  is  situated  at  the  junction  or  nanoneck  of  two 
adjacent  Au  nanoparticles  (Freeman  et  ah,  1995;  Jiang  et  ah,  2003;  Michaels  et  ah, 
2000). 
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Quantitative  SERS  analysis  of  RDX  at  different  concentrations  was  evaluated 
(Figure  10B).  The  characteristic  peak  area  at  874  cm'1  was  integrated  through  the 
instrument  software  and  plotted  as  a  function  of  the  RDX  concentration.  The  linear 
dynamic  range  for  SERS  analysis  of  RDX  was  found  from  the  lower  detection  limit  of 
lxlO'6  M  to  5x1  O’5  M.  The  band  area  increased  linearly  with  RDX  concentration 
throughout  this  range,  but  linearity  was  lost  when  the  RDX  concentration  exceeded  5x1  O'5 
M.  This  detection  limit  (lxl O'6  M  or  0.22  mg/L)  is  more  than  two  orders  of  magnitude 
lower  than  that  previously  reported  in  literature  (4.5x1  O'4  M  or  100  mg/L)  using  SERS 
analysis  (Calzzani  et  ah,  2008).  However,  we  note  that  the  previous  study  used  a  Au 
coated  polystyrene  nanosphere  film  as  the  SERS  substrate  and  data  were  recorded  using  a 
portable  Raman  spectrometer.  The  reported  differences  in  sensitivity  are  partially  attributed 
to  the  use  of  different  SERS  substrates  and  instrumentation. 


Figure  11.  SERS  spectra  of  5x1  O  '  M  RDX  using  different  batches  of  Au  nanoparticles 
as  SERS  substrates  for  reproducibility  evaluation. 
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The  reproducibility  of  SERS  measurements  of  RDX  from  a  given  substrate  is 
important  especially  for  trace  level  detections.  We  thus  evaluated  sample  to  sample 
variations  using  different  batches  of  Au  nanoparticles  at  a  fixed  concentration  of  5xl0'5  M 
RDX  (Figure  11).  Results  indicate  a  standard  deviation  of  about  21%  for  the  band  area 
centered  at  874  cm'1.  This  standard  deviation  is  not  unexpected  for  SERS  measurements 
using  self-assembled  nanoparticles,  and  our  results  suggest  that  the  SERS  technique  may 
have  the  potential  as  a  quantitative  and  qualitative  tool  for  rapid  screening  of  RDX  in 
groundwater. 


Wavenumber  /  cm'1 


Figure  12.  (A)  SERS  spectra  of  a  contaminated  groundwater  sample  using  the  standard 
addition  method.  (B)  Standard  addition  curve  for  determining  the  RDX  concentration 
(0.12  mg/L  analyzed  by  HPLC)  in  groundwater. 


The  SERS  technique  for  detecting  RDX  was  further  validated  using  a  contaminated 
groundwater  sample  obtained  from  a  ETS  Navy  site  (Figure  12A,B).  Rapid  detection  and 
screening  of  explosives  in  the  environment  represents  a  significant  challenge  because 
current  analytical  techniques  involve  lengthy  laboratory  preparations  and  the  use  of 
expensive  instrumentation  (e.g.,  EPA  Method  8330  with  SPE).  Moreover,  groundwater 
can  contain  organic  impurities  which  can  interfere  with  the  detection  and  identification  of 
explosives  such  as  RDX,  since  the  EPA  method  relies  on  HPLC  with  analyte  detection  via 
retention  time  only,  and  is  potentially  susceptible  to  false  positives.  The  SERS  Raman 
technique  is  useful  because  the  vibrational  mode  of  SERS  spectrum  of  a  given  molecule  is 
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specific  and  can  provide  unique  fingerprinting  for  various  organic  or  inorganic  molecules. 
We  show  that  SERS  can  be  used  for  detection  of  RDX  in  environmental  samples  and  could 
potentially  serve  as  a  valuable  tool  for  rapid  screening  and  characterization  of  energetics  in 
the  environment  (Figure  12A,B).  Using  the  standard  addition  technique,  SERS  analysis 
revealed  that  the  groundwater  from  the  US  Navy  site  contained  0.15±0.12  mg/L  RDX.  The 
concentration  determined  by  SERS  compared  favorably  with  that  detennined  by  HPLC  via 
EPA  Method  8330  (0.12±0.4  mg/L)  for  the  same  sample.  The  standard  addition  technique 
was  used  to  correct  for  matrix  interferences  because  of  the  presence  of  unknown 
constituents  in  the  groundwater.  Results  showed  that  the  peak  intensity  at  about  874  cm'1 
increased  consistently  by  spiking  the  groundwater  sample  with  increasing  concentrations  of 
RDX.  The  error  reported  in  the  RDX  concentration  represents  the  standard  deviation. 

Our  results  are  the  first  to  use  SERS  to  detect  RDX  in  a  contaminated  groundwater 
at  an  environmentally  relevant  concentration.  Using  the  same  technique,  we  also  were  able 
to  detect  TNT  at  trace  concentrations  (up  to  10'9  M  by  using  the  desktop  micro-Raman 
system).  Figure  13  shows  the  spectra  of  TNT  at  different  concentrations.  These  results 
again  demonstrate  the  potential  of  the  SERS  technology  and  the  need  to  develop  a  field 
portable  SERS  sensor  for  environmental  detection  and  analysis.  The  tool  could  provide 
environmental  professionals  with  the  ability  to  rapidly  screen  samples  and/or  identify  a 
range  of  pollutants  in  the  field. 

4.2.3  Molecular  Simulation  of  RDX  Interactions 

Additional  literature  search,  molecular  simulation,  and  experiments  were  conducted 
at  Navy  SPAWAR  in  an  attempt  to  improve  the  design  of  SERS  substrates  for  RDX 
detection.  Previous  studies  have  shown  that  RDX  can  effectively  be  extracted  from 
aqueous  samples  using  fluoroalkylated  polysilane  films  (Saxena  et  al.,  2005).  We 
therefore  selected  nitrocyclohexane  and  l,3,5-triacryloylhexahydro-l,3,5-triazine  (as  a 
simulant  of  RDX)  for  the  initial  study.  Thiols  with  trifluoromethyl  groups  were  purchased, 
and  SERS  substrates  were  prepared.  Of  these  substrates,  it  was  observed  that  only  SERS 
substrates  coated  with  2,2,2-trifluoroethanethiol  and  S-ethyl  trifluorothioacetate  interacted 
with  simulants.  However,  the  peaks  due  to  the  simulants  were  very  weak  indicating  that  the 
interaction  was  not  particularly  strong. 


29 


Figure  13.  SERS  detection  of  TNT  at  varying  concentrations  (from  about  0.23  to  23  gig/ L) 
using  Au  nanoparticles  as  a  SERS  substrate. 


Figure  14.  Calculated  structure  of  the  RDX  complex  with  pyrrolidone.  RDX  shows  a  bowl-like 
shape  (upper  right  of  the  figure). 
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Additional  literature  searches  indicated  that  polyvinylpyrrolidone  strongly  adsorbs 
RDX  (Freeman  et  ah,  1976).  Molecular  simulations  show  that  the  oxygens  of  the 
pyrrolidone  moiety  interact  with  the  hydrogens  of  RDX  (Figure  14).  An  attempt  was  thus 
made  to  coat  a  SERS  substrate  with  polyvinylpyrrolidone  (average  molecular  weight  of 
1,300,000).  However,  it  was  found  that  the  polymer  was  water  soluble  and  thus  unsuitable 
to  be  used  for  SERS  measurements. 

Molecular  simulation  also  shows  that  the  RDX  molecule  has  a  bowl-like  shape 
suggesting  that  it  could  potentially  interact  with  cavitand  compounds.  Modeling  of 
calixarene  compounds  suggest  that  RDX  can  fit  inside  the  cavity  of  calix[6]arene.  Cahill 
and  Bulusu  (1993)  reported  that  RDX  formed  complexes  with  cyclodextrins,  another  class 
of  cavitands.  Molecular  modeling  of  gamma  cyclodextrin  (CD),  RDX,  and  the  1 : 1  complex 
were  thus  performed  using  the  semi-empirical  (SE)  molecular  orbital  model  with  AMI 
basis  sets  on  supercomputer  Spartan  06.  While  not  as  accurate  as  the  density  function 
models,  the  SE  model  requires  less  computational  time.  This  is  especially  significant  when 
modeling  molecules  as  large  as  gamma-CD.  Results  show  that  RDX  has  the  right 
dimensions  to  fit  inside  the  cavity  of  CD.  Our  calculations  also  show  that,  for  RDX,  the 
methylene  groups  present  in  the  ring  are  positively  charged  while  the  nitro  groups  are 
negatively  charged.  Both  the  methylene  and  nitro  groups  of  RDX  could  interact  with  the 
exterior  ring  hydroxyl  groups  of  CD  through  hydrogen  bonding.  However,  proton  NMR 
spin-lattice  relaxation  times  obtained  by  Cahill  and  Bulusu  (1993)  suggest  that  the 
methylene  protons  of  RDX  are  involved  in  interactions  with  CD.  Spartan  06  is  able  to 
calculate  the  infrared  spectra  of  the  modeled  molecules.  Results  (Figure  15)  indicate  that 
there  are  significant  changes  in  the  OH  stretching  region  of  CD.  There  are  also  changes  in 
the  methylene  stretching  regions  of  both  CD  and  RDX.  In  the  absence  of  RDX,  the 
methylene  stretching  region  of  CD  appears  as  a  broad  band  between  3100-3000  cm'1 
consisting  of  multiple  overlapping  peaks.  Upon  complexation  with  RDX,  this  band  splits 
into  two  distinct  bands  at  3100-3000  and  3000-2970  cm'1.  For  RDX,  the  symmetric  and 
asymmetric  C-H  stretches  occur  at  2982  and  2910  cm'1,  respectively.  Upon  complexation 
with  CD,  these  bands  shift  to  2967  and  2905  cm'1.  The  modeling  also  indicates  that  there 
are  changes  in  the  skeletal  region  of  CD  at  500-1500  cm'1. 
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Figure  15.  Calculated  infrared  spectra  and  molecular  structures  of  RDX,  the  RDX  and 
y-cyclodextrin  adduct,  and  y-cyclodextrin. 
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4.3  Development  and  Evaluation  of  EBL-Fabricated  SERS  substrates 

As  stated  earlier,  one  of  the  major  disadvantages  of  using  wet-chemical  techniques 
for  SERS  preparation  is  the  reproducibility  in  the  synthesis  of  nanoparticles  and  the  self- 
assembly  of  these  nanoparticles  (to  form  the  SERS  substrate).  This  is  also  one  of  the  key 
challenges  for  SERS  to  be  used  as  a  routine  analytical  tool.  Samples  prepared  by  the  wet- 
chemical  techniques  usually  have  relatively  high  variability  such  as  particle  size,  size 
distribution,  and  gap  distance  between  particles.  As  such,  it  is  difficult  to  achieve  high 
reproducibility  for  materials  prepared  from  different  batches  or  by  different  laboratories. 
For  practical  applications,  it  is  imperative  to  develop  SERS  substrates  with  reproducible 
and  controllable  SERS  enhancement.  Therefore,  a  major  part  of  this  research  was  focused 
on  the  development  of  novel  fabrication  techniques  to  produce  reproducible  and  sensitive 
SERS  substrates  using  EBL  nano-lithography  techniques. 


4.3.1  Screening  and  Evaluation  of  SERS  substrates  by  EBL 

During  this  project,  highly  ordered  SERS  substrates  were  created  using  electron 
beam  lithography  (EBL)  and  lift-off  techniques.  These  substrates  contain  a  series  of  two- 
dimensional  models  of  squares,  hexagonal,  triangles  (bowties),  and  elliptical  nanoparticle 
arrays.  We  performed  systematic  studies  of  these  patterns  by  varying  particle  size,  spacing, 
shape,  and  geometric  distributions  (partially  listed  in  Table  2)  so  as  to  allow  determination 
of  SERS  responses  over  large  volumetric  areas  of  the  substrate  (-1600  urn2).  For  example, 
the  size  of  nanoparticle  array  patterns  varied  between  100  and  350  mn,  and  the  gap  distance 
varied  from  about  8  mn  to  >50  mn.  Figure  16  shows  some  selected  SEM  images  of  the 
fabricated  nanoparticle  arrays  as  examples.  Initially  these  nanoparticle  arrays  were 
fabricated  by  directly  attaching  them  to  the  Si  wafer,  but  we  later  discovered  that  the  SERS 
enhancement  can  be  further  increased  by  elevating  the  nanoparticle  arrays  above  the  Si 
wafer  (see  Figure  17  and  details  discussed  in  Section  4.3.2).  These  SERS-active  substrates 
were  prepared  with  an  electron  beam  evaporator,  with  the  average  mass  thickness  and 
deposition  rate  being  measured  for  each  film  with  a  Quartz-crystal  microbalance  (QCM). 
The  substrates  were  also  coated  with  varying  amount  of  Au  at  the  same  deposition  rate  to 
evaluate  the  effect  of  Au  thickness  on  SERS  enhancement  For  all  the  other  studies,  a  layer 
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of  40-nm  Au  was  deposited.  Substrates  and  SERS  efficiencies  were  then  evaluated  by 
measuring  the  relative  SERS  intensity  using  either  thionine  or  /;-mcrcaptoanilinc  (pMA)  as 
probing  molecules.  These  probing  molecules  can  form  a  monolayer  on  Au  surfaces  and 
were  thus  used  initially  for  the  determination  of  SERS  enhancement  factors. 

Table  2.  Fabrication  of  different  patterns  and  dimensions  of  SERS  substrates  by  EBL 
nano  fabrication  techniques. 


Pattern 

Shape 

Size 

3_1 

Ellipses 

150x50  nm 

4_4 

Circles 

200x200  nm 

7_  1 

Ellipses 

350x50  nm 

7_7 

Circles 

350x350  nm 

5  0_1 00 

Squares 

100x100  nm 

50_200 

Squares 

200x200  nm 

50_300 

Squares 

300x300  nm 

H_100 

Hexagonals 

100x100  nm 

H_200 

Hexagonals 

200x200  nm 

H_300 

Hexagonals 

300x300  nm 

T_100 

Triangles 

100x100  nm 

T_200 

Triangles 

200x200  nm 

T_300 

Triangles 

300x300  nm 
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Figure  16.  Scanning  electron  micrographs  (SEM)  and  examples  of  SERS  patterns 
fabricated  by  EBL  and  lift-off  techniques  after  the  deposition  of  40  nrn  gold. 
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Figure  17.  Scanning  electron  micrographs  (SEM)  and  examples  of  elevated  gold 
nanoparticle  arrays  and  patterns  fabricated  by  EBL  and  lift-off  techniques. 


Figure  18  compares  some  sample  spectra  of  thionine  sorbed  onto  plane  Au  surfaces 
to  those  of  threonine  sorbed  onto  triangular  Au  bowtie  arrays.  Results  clearly  indicate 
significantly  enhanced  Raman  signal  using  EBL-fabricated  bowtie  arrays.  We  further 
examined  the  effect  of  deposited  gold  thickness  on  SERS  enhancement.  Figure  19  shows 

o 

the  SERS  signal  of  1x10'  M  thionine  on  triangular  bowtie  pattern  (T-100)  coated  with  Au 
at  different  thicknesses.  The  best  enhancement  is  seen  when  40-nm  Au  is  deposited. 
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Therefore,  unless  otherwise  noted,  we  subsequently  used  40-nm  Au  deposition  for  all 
SERS  substrate  preparation  and  evaluation  studies.  Figure  20  shows  examples  of 
systematic  studies  of  SERS  enhancement  using  different  nanoparticle  geometries  or 
patterns  (e.g.,  ellipses  or  rods,  disks,  and  bowties)  with  varying  sizes.  Results  indicate  that 
smaller  size  nanoparticles  (e.g.,  100  nm)  generally  give  higher  SERS  enhancement. 
However,  among  all  the  geometries  studied,  small  triangular  bowties  were  found  to  give 
the  best  SERS  enhancement  and  performance.  These  EBL  fabricated  gold  bowties  were 
thus  selected  for  subsequent  detailed  studies  of  both  enhancement  mechanisms  and  field 
applications  for  energetics  detection  (detailed  below). 


SERS  On-Array 


Figure  18.  Illustration  of  nanostructure  SERS  substrate  efficiency,  spectra  from  top  to  bottom 

are:  nanofabricated  SERS  substrate  (T _ 1)  of  thionine  (1x10‘7M);  thionine  (1x10’7M)  Raman 

spectrum  dry  on  glass  slide;  and  spectra  of  1x10'7M)  thionine  on  flat  Au  surface. 
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Raman  Intensity  (a.u) 


8 

Figure  19.  SERS  spectra  of  1x10'  M  thionine  collected  on  patterns  T- 100 
at  three  different  thicknesses  of  Au  deposition. 
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Figure  20.  Changes  in  1321  cm'1  band  SERS  signal  of  /7-mercaptoaniline  (/?MA) 
(lxl0‘7  M)  as  a  function  of  geometric  pattern  and  orientation.  The  direction  of  laser 
polarization  relative  to  pattern  orientation  is  shown  in  the  upper  right  SEM  image. 
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4.3.2  Evaluation  of  Free-Standing  Gold  Bowtie  Arrays  for  SERS 

Following  the  initial  screening  and  evaluation  of  various  EBL-fabricated  SERS 
substrates,  our  work  was  focused  on  the  use  of  elevated  or  free-standing  gold  bowtie  arrays 
which  gave  superior  SERS  performance  in  preliminary  studies.  Gold  bowtie  arrays  were 
fabricated  by  EBL  using  a  JEOL  JBX-9300FS  EBL  system  (JEOL,  Japan).  First,  a  300-nm 
thick  layer  of  ZEP520A  e-beam  resist  (ZEON  Chemical,  Japan)  was  spun  on  a  10-cm 
silicon  wafer  that  was  subsequently  baked  at  180  °C  for  2  min  to  harden  the  resist.  The 
resist  was  then  patterned  at  an  acceleration  voltage  of  100  kV  and  exposed  to  a  dose  of  450 
pC/cnr.  After  exposure,  the  resist  was  developed  in  xylene  for  30  s,  rinsed  in  isopropyl 
alcohol  for  another  30  s  and  then  dried  under  a  stream  of  nitrogen.  Following  the 
development,  the  sample  was  exposed  to  oxygen  plasma  for  6  s  at  100  W  (Technics 
Reactive  Ion  Etching  System)  to  remove  residual  resists  on  the  arrays.  For  the  lift-off 
process,  an  8-nm  Cr  layer  was  first  deposited  using  an  electron-beam  dual  gun  evaporation 
chamber  (VE-240,  Thennonics  Laboratory,  Port  Townshend,  WA)  equipped  with  a  quartz 
crystal  monitor  to  measure  the  thickness;  the  excess  resist  and  Cr  were  removed  via  lift-off 
using  an  acetone  bath  followed  by  an  isopropyl  alcohol  rinse.  Note  that  a  Cr-layer  is  used 
as  an  adhesion  layer  for  Au  or  Ag;  without  a  Cr-adhesion  layer,  Au  does  not  stick  to  silicon 
so  it  is  easily  removed  by  subsequent  cleaning  and  rinsing.  Following  the  lift-off  process, 
the  wafer  was  dried  under  a  stream  of  nitrogen.  An  Oxford  Reactive  Ion  Etching  (RIE) 
instrument  (Oxfordshire,  UK)  was  subsequently  used  at  a  rate  of  100  nm/min  for  1.5 
minutes  to  create  the  silicon  post  with  the  Cr  metal  pattern  on  the  top  and  to  generate 
elevated  bowtie  arrays. 

A  40-nm  thick  gold  film  was  subsequently  deposited  using  the  same  evaporation 
chamber  to  generate  the  SERS  active  substrate.  All  bowtie  arrays  were  made  with  pairs  of 
triangular  prisms  (with  varying  sizes  from  100  to  500  rnn)  with  a  tip-to-tip  gap  distance  of 
about  8  to  50  nm  and  a  center-to-center  distance  ranging  from  300  mn  to  2  pm.  The  array 
size  was  typically  lxl  mm,  and  each  wafer  (10-cm  diameter)  contained  24  identical  arrays 
for  sample  analysis.  These  bowtie  arrays  were  then  used  for  sensitivity,  reproducibility,  and 
gap-dependent  SERS  studies  and  the  analysis  of  samples.  Bowtie  arrays  with  different 
spacing  were  produced  by  varying  the  center-to-center  distance  (ccd)  or  row-to-row 
distance  (rrd).  They  include  an  isolated  bowtie  array  with  ccd  =  rrd  =  2  pm,  a  high-density 
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array  with  ccd  =  rrd  =  300  nm,  and  a  low  density  array  that  matches  the  incident  laser 
wavelength  with  rrd  =  2  pm  and  ccd  =  785  nm. 

Our  studies  serve  to  provide  new  mechanistic  understanding  of  SERS  enhancement 
resulting  from  elevated  gold  bowtie  arrays,  which  were  subsequently  used  for  the  detection 
of  energetics  both  in  the  laboratory  and  in  the  field.  Moreover,  we  demonstrated  large 
SERS  enhancement  factors  (exceeding  1011)  resulting  from  a  new  configuration  of  elevated 
gold  bowtie  nanoanatenna  arrays  with  optimized  array  periodicity.  Figure  21a  provides  a 
schematic  illustration  of  these  structures,  together  with  a  SEM  image  of  the  actual 
structures  in  Figure  21b,  and  the  spatial  distribution  of  the  E  field  intensity  calculated  by 
finite  difference  time  domain  (FDTD)  simulations  in  Figure  21c.  As  stated  earlier,  a 
process  combining  nanofabrication  steps  of  pattern  definition  by  EBF,  metal  deposition, 
liftoff,  and  reactive  ion  etching  arranged  in  a  particular  sequence  enabled  the  fabrication  of 
the  elevated  gold  bowtie  arrays  on  Si  wafers.  A  precisely  controlled  deposition  of  40  nm 
gold  on  a  Cr  adhesion  layer  located  on  top  of  200-nm  tall  Si  posts  was  used  to  close  the  20- 
nm  gap  size  defined  by  EBF  to  8±1  nm.  This  step  also  produces  the  characteristic  overhang 
that  along  with  the  post  defines  the  three-dimensional  bowtie  nanoantenna  (Figure  21b)  and 
distinguishes  these  structures  from  gold  bowties  that  remain  attached  to  the  substrate 
(Fromm  et  ah,  2006;  Fromm  et  ah,  2004;  Kim  et  ah,  2008;  Kinkhabwala  et  al.,  2009). 
The  contrast  in  SEM  backscattered  electron  images  shows  that  only  the  bowties  and  not  the 
posts  are  coated  with  gold  (Figure  22)  (Hatab  et  al.,  2010b).  A  comparison  of  SERS 
spectra  of  elevated  bowties  with  that  of  bowties  attached  to  the  substrate  is  provided  in 
Figure  2 Id.  The  elevated  bowties  allow  manifestation  of  intrinsic  plasmonic  coupling 
effects  in  suspended  nanocavities,  or  the  tip-to-tip  nanogaps,  from  structures  that  are  not  in 
physical  contact  with  a  substrate.  This  configuration  results  in  up  to  2  orders  of  magnitude 
additional  enhancement  in  SERS  response  compared  to  that  of  non-elevated  bowtie  arrays 
(Figure  2  Id).  The  influence  of  the  post  heights  on  the  SERS  response  is  confirmed  by  and 
qualitatively  agrees  with  FDTD  simulation  results  (described  below). 

Different  density  arrays  shown  in  Figure  23a  were  fabricated  by  changing  the 
center-to-center  distance  (ccd)  in  rows  along  the  bowtie  axis,  and  the  row-to-row  distance 
(rrd).  The  isolated  bowtie  arrays  shown  in  image  II  of  Figure  23a  have  a  dimension  of  ccd 
=  rrd  =  2  pm  that  is  close  to  the  laser  spot  size,  which  ensures  that  the  SERS  measurements 
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represent  local  response  from  a  single  bowtie.  We  next  compared  the  SERS  response  of 
isolated  bowties  with  that  from  high-density  (III)  and  low-density  (I)  arrays  in  Figure  23a 
with  specific  periodicity  of  ccd  =  rrd  =  300  nm,  and  ccd  =  785  nm,  rrd  =  2  pm, 
respectively.  The  Raman  EF  for  these  arrays,  as  shown  in  Figure  23b,  was  determined  first 
from  the  SERS  intensity  of  a  probing  molecule,  /?-mercaptoanilinc  (/;MA)  (Haynes  and 
Van  Duyne,  2003;  Jackson  and  Halas,  2004).  Exposure  of  the  bowties  to  a  /;MA 
solution  ( 1 0‘5  M)  results  in  the  chemisorption  and  uniform  coating  of  the  gold  surface  by  a 
monolayer  of  /;MA  molecules  that  ensures  unambiguous  determination  of  the  SERS 
enhancement  and  good  reproducibility.  The  EF  was  determined  following  a  procedure 
established  in  the  literature  (see  Section  3.5)  (Fromm  et  ah,  2004;  Haynes  and  Van 
Duyne,  2003;  Hu  et  ah,  2007;  Jackson  and  Halas,  2004;  Wells  et  ah,  2009).  Here  the 
EF  represents  the  ratio  of  the  SERS  signal  to  the  non-enhanced  bulk  Raman  signal 
measured  and  normalized  per  molecule  for  the  1588  cm'1  Raman  band. 


Figure  21.  (a)  Schematic  illustration  of  elevated  gold  bowties  on  top  of  Si  posts  etched  into  a 
Si  wafer  with  a  magenta  colored  Cr  adhesion  layer  between  the  gold  layer  and  the  Si  post,  (b) 
Side  view  SEM  image  of  a  three-dimensional  gold  bowtie  nanoantenna  with  a  gap  of  8±1  nm. 
(c)  The  spatial  distribution  of  the  E  field  intensity  calculated  by  FDTD  simulations.  The 
intensity  is  given  by  a  logarithmic  scale  color  bar.  (d)  Comparison  of  SERS  spectra  of  p- 
mercaptoaniline  from  elevated  and  non-elevated  bowtie  array  substrates. 
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Figure  22.  SEM  image  of  bowtie  arrays  using  a  backscattered  electron  detector.  The  technique  is 
used  to  distinguish  heavy  element  gold  (white  triangles)  from  light  element  Si  (gray  posts). 


For  all  bowtie  arrays,  the  EF  increases  with  decreasing  gap  size  and  reaches  2x10* 1 
and  7xlOu  at  the  smallest  gap  of  8±1  nm  for  the  isolated  and  low-density  bowtie  arrays 
(Figure  23b).  These  values  match  the  largest  enhancements  reported  for  nanoshells  and 
nanoparticle  aggregates  that  typically  contain  a  number  of  randomly  distributed  hot  spots 
(Haynes  and  VanDuyne,  2003;  Jackson  and  Halas,  2004;  Kneipp  et  ah,  1997;  Nie  and 
Emory,  1997).  In  addition  to  the  distinct  gap  size  dependence  that  dominates  the  response 
of  isolated  bowties,  we  also  observed  that  the  bowtie  arrays  are  subject  to  collective 
interactions  that  either  degrade  or  further  enhance  the  overall  SERS  response.  The  trends  in 
Figure  23b  identify  the  array  periodicity  as  the  critical  factor  that  determines  the  EF 
change.  The  maximal  enhancement  is  achieved  when  the  periodicity  of  the  arrays  matches 
the  laser  wavelength.  In  particular,  we  note  that  the  EF  from  the  high-density  bowtie  array 
with  ccd  =  rrd  =  300  nm  (III  in  Figure  23)  was  about  one  order  of  magnitude  lower  than 
that  for  the  isolated  bowties.  In  contrast,  the  low-density  arrays  with  optimized  periodicity 
of  ccd  =  785  nm  (I  in  Figure  23)  that  matches  the  Raman  laser  wavelength,  produced  an  EF 
with  nearly  an  order  of  magnitude  additional  increase  above  that  for  isolated  bowties. 
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These  observations  represent  the  first  definitive  experimental  confirmation  of  the 
theoretically  predicted  long-range  collective  photonic  effect  (Haynes  et  ah,  2003;  Zhao  et 
ah,  2006;  Zou  and  Schatz,  2005).  This  important  finding  suggests  that  even  greater 
enhancements  might  have  been  realized  in  previous  experiments  (Fang  et  ah,  2008;  Kim  et 
ah,  2008)  had  the  bowtie  or  nanoparticle  arrays  been  more  sparsely  distributed. 


I  ccd  =  785  nm.  rrd  =  2 


II  ccd  =  rrd  =  2  fim 
*1 
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Figure  23.  Determination  of  the  gap  size  dependence  and  the  long-range  collective  plasmonic 
effects  in  SERS  enhancement  using  elevated  gold  bowtie  nanoantenna  arrays,  (a)  SEM  images  of 
the  elevated  gold  bowtie  arrays  with  varying  center-to-center  distance  (ccd)  in  rows  along  the 
bowtie  axis,  and  row-to-row  distance  (rrd).  (b)  A  log-log  plot  of  SERS  enhancement  factors  (EF) 
as  a  function  of  bowtie  nanogap  size  in  arrays  I,  II,  and  III  with  different  bowtie  spacing.  The  slope 
(m)  is  determined  by  fitting  the  power-law  relationship  of  EF  oc  AcT  to  the  experimental  data. 
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The  spatial  distribution  plot  of  the  E  field  intensity  in  Figure  21c  shows  that  for 
elevated  bowties  the  nanogap  effect  is  strongly  localized  in  the  volume  between  the  tips  of 
the  triangles.  The  simulation  results  of  the  maximum  electric  field  enhancement  |ii|4  as  a 
function  of  the  post  height  are  shown  in  Figure  24.  The  plot  of  |ii|4  normalized  by  that  for 
bowties  directly  attached  on  Si  substrate  (no  posts)  shows  periodic  crests  (at  -100,  -400, 
and  -700  nm)  and  valleys  (at  -300  and  -600  mn)  with  a  period  of  -300  mn.  This  behavior 
is  similar  to  the  resonance  in  a  cavity,  which  has  the  standing  wave  resonance  for  every 
half  wavelength  along  the  cavity  length.  Based  on  the  periodicity  of  -300  nm,  the  guiding 
wavelength  in  the  cavity  should  be  -600  nm.  However,  it  should  be  noted  that  unless  it  is 
an  idealized  cavity,  this  guiding  wavelength  is  not  necessarily  the  same  as  the  incident 
wavelength. 


Figure  24.  The  calculated  maximum  field  enhancement  | E\4  normalized  by  that  without  the  Si 
post  as  a  function  of  the  post  height  showing  the  characteristics  of  nanocavity  resonance. 


The  FDTD  simulations  also  identify  the  shape  and  sharpness  (w)  of  the  triangle’s 
apex  (Figure  25)  as  factors  that  affect  efficient  coupling  of  the  incident  optical  radiation 
into  the  bowtie  gap.  FDTD  simulations  of  the  maximum  |fi|4  enhancement  as  a  function  of 
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the  gap  size,  d,  are  also  performed  at  varying  apex  widths  for  ccd  =  rrd  =  300  nm  (Figure 
25).  For  d  >  50  nm,  the  FDTD  results  show  that  the  \E\4  enhancement  is  insensitive  to  the 
gap  size  because  the  two  triangular  prisms  are  sufficiently  far  apart  to  eliminate  near-field 
coupling.  However,  for  d  <  50  nm,  the  maximum  |ii|4  enhancement  versus  d  can  be  fitted 
by  a  power  law:  £|4  =  Ad"1,  where  A  and  m  are  fitting  parameters  withal  the  intercept  of  the 
line  and  m  the  slope  in  the  log-log  plot.  It  is  of  interest  to  explore  the  meaning  of  the 
power-law  dependence.  The  E  field  intensity  in  a  plasmonic  nanocavity  is  a  function  of  the 
cavity  geometry  and  quality  factor.  A  general  equation  to  describe  this  field  intensity  for  all 
plasmonic  cavity  structures  is  unattainable,  and  a  semiquantitative  approach  is  thus  used  in 
the  present  study  to  describe  the  bowtie  nanocavity  effect.  For  a  bowtie  nanocavity,  the 
field  intensity  is  inversely  proportional  to  the  effective  volume.  For  a  small  gap  size,  the 
field  is  highly  confined  in  the  gap  region  and  the  radiation  loss  is  neglected  for  simplicity 
in  analyses  because  the  field  is  highly  confined  at  the  resonant  frequency.  While  the 
effective  volume  of  the  bowtie  cavity  is  proportional  to  the  product  of  the  apex  width,  w, 
the  gap  size,  d,  and  the  height  of  the  bowtie,  the  E  field  intensity  is  approximately  inversely 
proportional  to  the  product  of  w  and  d  when  the  height  is  fixed.  Hence,  for  a  fixed  bowtie 
height,  the  \E\4  enhancement  is  proportional  to  ( wd )'2.  Figure  26  shows  the  maximum  \E\4 
enhancement  versus  wd  on  a  log-log  plot.  These  results  show  that  the  slope  falls  within  a 
narrow  range  at  about  -2.5  that  qualitatively  agrees  with  the  predicted  value  of -2  and  also 
the  experimentally  determined  value  of  about  -2.2  (Figure  24). 
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Figure  25.  Comparison  of  the  FDTD  calculated  maximum  field  \E\4  enhancement  (dashed  lines 
with  open  symbols)  for  apex  widths  w  =  1,5,  and  20  nm  with  the  experimentally  determined 
SERS  enhancement  (solid  line  with  solid  diamonds)  as  a  function  of  nanogap  size  for  elevated 
bowtie  arrays  with  ccd  =  rrd  =  300  nm  (III  in  Figure  21).  The  slope  (m)  is  determined  by  fitting 
the  power-law  relationship  of  EF  cc  \E\4  =  Ad"1  to  the  data. 
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Figure  26.  The  maximum  field  enhancement  |i?|4  calculated  by  FDTD  as  a  function  of  the 
product  of  the  apex  width  and  the  gap  size,  wd,  for  varying  apex  widths.  The  open  symbols 
are  FDTD  data  and  the  lines  are  the  power-law  fit.  The  inter-bowtie  distances  are  ccd  =  rrd  = 
300  nm.  The  diameter  of  the  Si  posts  is  40  nm,  and  the  height  is  200  nm.  The  calculated  slope 
falls  in  a  narrow  range  of  about  -2.5. 


Figure  26  illustrates  that  the  nanogap  effect  and  the  resulting  SERS  response 
become  stronger  with  the  apex  sharpness  (tv)  increasing  from  20  to  1  nm.  The  elevated 
gold  bowtie  arrays  reveal  another  important  feature  of  the  EF.  A  log-log  plot  of  the  EF 
against  the  gap  size,  d,  gives  a  straight  line  with  a  slope  (in)  near  -2.2±0.1  for  the  bowtie 
arrays  (Figure  23b).  Similar  magnitude  and  slope  are  obtained  using  FDTD  simulations  for 
the  high-density  bowtie  arrays  with  apex  width  near  1  nm  (Figure  25).  Based  on  the 
general  relationship  of  the  EF  oc  \E\4  =  Adm,  this  behavior  is  equivalent  to  a  weak  power 
law  dependence  of  E  on  the  gap  size  given  by  E~cT0'56,  that  is  even  weaker  than  the  decay 
of  a  monopole  field  according  to  Coulomb’s  law  of  E-d~~.  These  findings  suggest  that 
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narrowing  the  gap  separation  between  the  two  prisms  below  ~50  nm  the  bowties  enter  into 
a  regime  characterized  by  exceptionally  strong  E  field  within  the  gap  region.  In  this 
strongly  coupled  regime  the  E  field  shows  little  attenuation  possibly  due  to  resonant 
nanocavity  effects  (Dong  et  ah,  2010)  supported  by  both  experimental  observations  and 
the  FDTD  simulation  (Figure  26).  However,  the  weak  power  law  dependence  may  also 
include  a  component  resulting  from  red  shifting  of  the  plasmon  resonant  frequency  with 
decreasing  gap  size  (Sundaramurthy  et  ah,  2005;  Zhao  et  ah,  2006;  Zhao  et  ah,  2003). 
According  to  the  plasmon  ruler  equation  (Jain  et  ah,  2007;  Zuloaga  et  ah,  2009)  the 
plasmon  wavelength  shift  reaches  maximum  for  very  small  gap  sizes  and  decays 
exponentially  with  the  gap  size.  Nevertheless,  an  important  technological  significance  of 
this  weak  attenuation  comes  with  the  realization  that  in  the  strong  coupling  regime  the 
arrays  can  tolerate  a  certain  degree  of  gap  size  non-uniformity  and  geometrical 
imperfection  without  losing  their  ability  for  large  field  enhancement.  The  spatial 
localization  of  a  free-standing,  finite  plasmonic  volume  enabled  by  the  three-dimensional 
elevated  bowtie  nanoantenna  substantially  expands  the  versatility  of  utilizing  E  field 
enhancement  that  has  numerous  applications  in  chemistry  and  physics  including  single 
molecule  spectroscopy,  chemical  and  biological  detection  (used  in  this  study),  and  a  variety 
of  advanced  optical  characterization  using  periodic  metallic  nanostructures. 


4.4  Development  and  Construction  of  a  Field  Portable  Raman  Sensor 

The  ultimate  goal  of  this  project  was  to  field  apply  the  SERS  technology  for  rapid 
screening  and  analysis  of  energetics  in  contaminated  groundwater  and  surface  water.  This 
required  the  coupling  of  nano-fabricated  SERS  substrates  with  a  portable  Raman  analyzer. 
During  the  course  of  this  project,  we  developed  and  constructed  a  portable  Raman/SERS 
sensor  which  was  interfaced  with  a  fiberoptic  SERS  probe.  Figure  27  illustrates  the  design 
of  the  SERS  probe  with  all  optical  lens  necessary  for  the  laser  excitation  and  signal 
collection,  the  constructed  fiberoptic  sensor,  and  the  portable  Raman  spectrometer.  A  key 
component  of  the  optical  probe  is  an  adjustable  SERS  interface,  where  the  SERS  substrate 
is  attached.  The  focal  point  of  the  SERS  substrate  can  be  adjusted,  allowing  for  field 
optimization  of  the  SERS  signal  to  noise  ratio.  As  stated  earlier,  the  initial  configuration  of 
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the  portable  Raman  sensor  included  a  EZRaman-M  system  equipped  with  a  fiber  optic 
probe  (see  Figure  5  a). 


Raman 


Figure  27.  Design  of  the  surface  enhanced  Raman  scattering  (SERS)  probe  and  a  constructed 
portable  Raman  spectrometer  interfaced  with  a  fiberoptic  SERS  probe. 


Initially,  the  portable  Raman  system  was  tested  using  thionine  and  perchlorate  as 
probing  molecules  (Figure  28).  The  initial  data  showed  that  thionine  could  be  detected  at  ~ 
10'  M  and  perchlorate  at  ~  10'  M  using  the  portable  instrument.  These  concentrations 
were  significantly  higher  than  those  for  the  laboratory  Raman  spectrometer,  largely  due  to 
signal  loss  and  misalignment  through  the  optical  fibers.  This  is  primarily  because  SERS  is 
very  sensitive  to  the  focal  point  where  the  laser  beam  interacts  with  the  substrate  to 
generate  electromagnetic  enhancement.  Despite  the  fact  that  each  SERS  substrate  contains 
thousands  of  nano-pattemed  bowtie  arrays,  the  EBL-fabricated  substrate  is  limited  to  be  ~1 
mm  in  size.  Therefore  any  mis-alignment  between  the  laser  beam  and  the  substrate  could 
result  in  low  or  no  Raman  signal. 
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Figure  28.  Initial  testing  results  using  a  constructed  portable  Raman  sensor  interfaced  with  a 
fiberoptic  SERS  probe.  The  probing  molecules  are  thionine  (10'6  M)  (left  panel)  and  perchlorate 
( 1  O  '1  M)  (right  panel). 


We  subsequently  modified  the  design  of  the  portable  Raman  system  to  improve  its 
sensitivity  for  laboratory  and  field  detection  of  energetics.  Major  improvements  included 
(1)  acquiring  and  integrating  an  EZRaman-I  system  equipped  with  a  cooled  charge-coupled 
device  (CCD)  detector  (up  to  -50°C)  for  improved  detection  sensitivity;  (2)  shortening  the 
optic  fiber  (for  decreased  signal  loss)  and  encasing  it  in  a  stainless  steel  case  (for  increased 
stability  and  rigidity),  and  (3)  utilizing  a  mini-  XYZ  stage  that  is  used  to  adjust  the  focusing 
of  the  SERS  probe  to  sample  analyte.  Furthermore  the  entire  sensor  system  was  fitted  in  a 
6x12x1 8-inch  casing  for  improved  portability  and  durability  (Figure  5b).  These 
modifications  were  successful  in  improving  the  instrument  sensitivity  (primarily  by 
allowing  better  laser  alignment)  and,  at  the  same  time,  permit  rapid  screening  of  field 
samples  without  the  need  for  lengthy  sample  preparation  and  transportation. 

For  example,  Figure  29  shows  the  SERS  spectra  of  thionine  at  different 
concentrations  using  the  portable  Raman  sensor.  The  intensity  of  the  signal  increased 
significantly  with  the  improved  system  setup.  To  confirm  these  observations,  another  study 
was  performed  using  p-ATP  as  the  probing  molecule.  Figure  30  shows  the  SERS  spectra 
of  p-ATP  at  different  concentrations.  Again,  we  observe  that  the  intensity  of  the  signal  was 
greatly  enhanced,  and  the  detection  limit  was  ~  10’7  M,  compared  to  10’9  M  for  the 
laboratory  desktop  instrument. 
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More  importantly,  we  show  greatly  improved  detection  of  CIO4"  at  different 

o 

concentrations  as  low  as  ~  5x10'  M  (or  5  pg/L).  Typical  SERS  spectra  of  CIO4’  at 
different  concentrations  (from  10'  to  10'  M)  were  shown  in  Figure  31  using  bare  Au 
arrays.  With  additional  surface  modifications  of  the  SERS  substrate,  we  recently  observed 
the  detection  of  CIO4’  at  concentrations  as  low  as  ~  5x10'  M.  These  results  illustrate 

■j 

significant  improvements  compared  with  previously  measured  detection  limits  of  ~  10"  M 
(before  modifications).  Perchlorate  concentrations  of  10'  -10'  M  can  be  readily  detected 
after  system  improvements  and  optimization  of  SERS  substrates. 


80000 


60000  ■ 


3 

~  40000 

</> 

c 

CD 


20000  ■ 


10-4  M  Thionine 
10-5  M  Thionine 
5x10-6  M  Thionine 
10-6  M  Thionine 
5x10-7  M  Thionine 


250 


750  1250 

Wavenumber  (cm'1) 


1750 


Figure  29.  SERS  detection  of  thionine  at  different  concentrations  collected  with  the 
portable  Raman  sensor. 
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Figure  30.  SERS  detection  of />aminothiophcnol  (p-ATP)  at  different  concentrations 
collected  with  the  portable  Raman  sensor. 
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Figure  3 1 .  Portable  SERS-Raman  sensor  detection  of  perchlorate  (C104')  at  concentrations  as 
low  as  ~  10"6  M  using  unmodified  Au  array  substrates. 


4.5  Performance  Evaluation  of  a  Field  Portable  Raman  Sensor 

4.5.1  Materials  and  Methods:  Portable  Raman  Sensor 

SERS  Substrates  Preparation:  Elevated  gold  bowtie  nanostructural  arrays  were 
fabricated  by  EBL  and  used  for  the  evaluation  of  the  constructed  portable  Raman  sensor  for 
energetics  detection,  as  described  previously  in  Section  4.3.2. 

Similarly  to  the  initial  evaluation  using  a  desktop  Raman  spectrometer,  we  used  the 
self-assembled  monolayer  of  />MA  was  prepared  by  exposing  the  Au  bowtie  arrays  to  an 
aliquot  of  freshly  prepared  aqueous  solution  of  /?MA  at  10'5  M  (1.5  mL)  in  a  plastic  petri- 
dish  for  12  hours  at  room  temperature.  Samples  were  then  rinsed  in  a  solution  containing 
10%  ethanol  and  90%  deionized  water  (18.2  MQ)  to  remove  unbound  /;MA  and  dried  with 
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a  flow  of  N2.  The  maximum  SERS  signal  was  obtained  by  focusing  the  laser  beam  on  the 
substrate,  and  the  spectral  data  (N  =  8-13)  were  collected  by  moving  the  stage  at  ~  1 0  pm 
intervals  (one  spectral  acquisition  per  step)  over  1600  pm  area.  All  SERS  spectra  were 
collected  with  a  portable  Raman  system  equipped  with  a  miniaturized  camera  stage 
attached  to  it  (Figure  32).  For  sample  analysis,  the  Au  bowtie  array  substrates  were 
mounted  on  the  xyz  stage  to  allow  precise  focusing  and  mapping  of  the  entire  surface.  The 
incident  laser  was  then  focused  onto  the  array  substrates,  and  the  scattered  SERS  signals 
were  collected  by  the  spectrograph  /detector  system.  Each  spectrum  was  accumulated  over 
a  period  of  60  s  and  analyzed  by  ThermoGalactic  GRAMS  software. 


Figure  32.  Illustration  of  a  portable  Raman  sensor  coupled  with  a  fiber-optic  Raman  probe  and 
a  miniaturized  XYZ  stage. 


Analyte  samples  and  data  acquisition:  Standard  solutions  of  CIO4'  in  the 
concentration  range  of  5x10'  to  10"  M  were  prepared  from  a  stock  solution  of  1x10'  M 
CIO4'.  The  calibration  curves  and  reproducibility  studies  were  performed  on  the  same  day 
and  from  the  same  wafer  to  reduce  errors  associated  with  instrument  variation.  A  small 
droplet  of  standards  or  samples  (~20  pL)  were  placed  on  the  array  substrate  and 
subsequently  analyzed  after  air  drying. 
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To  evaluate  the  applicability  of  the  SERS  probe  for  field  analysis,  contaminated 
groundwater  samples  were  collected  from  several  US  Department  of  Defense  facilities 
including  US  Naval  Surface  Warfare  Centers  (NSWC)  at  Dahlgren,  VA  ( Site  1 )  and  at 
Indian  Head,  MD  ( Site  2),  and  US  Army  Pueblo  Chemical  Depot  at  Pueblo,  CO  (Site  3). 
Samples  were  taken  in  accordance  with  EPA  low-flow  groundwater  sampling  procedures 
(Puls  and  Barcelona,  1996).  Groundwater  samples  were  placed  on  ice  immediately  after 
collection  and  stored  at  4°C  prior  to  analysis.  The  general  characteristics  and  ionic 
compositions  of  these  samples  are  shown  in  Table  3.  Anions  were  measured  by  EPA 
Method  300,  pH  using  a  field  meter,  and  TOC  by  EPA  Method  415.1.  To  avoid  potential 
matrix  interferences  due  to  unknown  background  organic  or  inorganic  ions  in  the 
groundwater,  the  standard  addition  method  was  used  whereby  varying  amounts  of  the  CKV 
or  TNT  standard  solution  were  added  to  a  fixed  amount  of  the  groundwater.  The  final 
volumes  were  made  up  to  25  mL  using  DI  water.  The  sample  was  then  analyzed,  and  the 
characteristic  Raman  intensities  at  947  cm  1  for  ClOfi  and  1367  cm'1  for  TNT  were  plotted 
against  the  final  concentration  of  each  compound.  A  linear  regression  was  used  to 
calculate  the  absolute  value  of  the  X-intercept,  which  corresponds  to  the  true 
concentrations  of  CIO4"  or  TNT  in  the  groundwater. 


Table  3.  General  geochemical  properties  of  groundwater  samples  from  Dahlgren  NSWC 
(Site  1),  Indian  Head  NSWC  (Site  2),  and  Pueblo  Chemical  Depot  (Site  3). 


Sample 

Name 

Chloride 

(mg/L) 

Sulfate 

(mg/L) 

Nitrate 

(mg/L) 

Phosphate 

(mg/L) 

TOC 

(mg/L) 

pH 

Si  tel 

GWOBOD02 

8.4 

9.5 

1.2 

<0.1 

5 

5.2 

GWOBOD03 

6.7 

6.4 

0.9 

<0.1 

3.4 

5.45 

Site  2 

MW-01 

77.4 

1.7 

<0.1 

<0.1 

20.3 

5.91 

MW-04 

193.0 

13.5 

1.6 

<0.1 

12.6 

6.32 

Site  3 

TNTMW38 

23.8 

94.8 

8.8 

<0.1 

4.8 

7.39 
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4.5.2  Results  and  Discussion:  Portable  Raman  Sensor 

We  performed  a  series  of  tests  of  the  portable  Raman  system  by  collecting  SERS 
spectra  of  standard  perchlorate  solutions  at  concentrations  ranging  from  10'  M  to  10'  M  in 
water.  Figure  33  shows  the  spectra  of  perchlorate,  which  are  offset  for  clarity.  The 
strongest  SERS  peak  occurred  at  about  947  cm'1  as  a  result  of  the  symmetric  stretching 
vibration  of  the  perchlorate  molecule  as  previously  shown  for  the  laboratory  instrument. 
This  peak  location  is  in  close  agreement  with  what  has  been  previously  reported  in  the 
literature  (Ruan  et  ah,  2006;  Wang  et  al.,  2006).  The  lowest  CIO4'  concentration  used  for 
the  study  with  a  notable  Raman  peak  was  ~  5xl0'6  M  (500  pg/L).  This  detection  is 
equivalent  to  an  enhancement  factor  of  104  to  105  by  SERS  due  to  enhanced 
electromagnetic  fields  generated  at  or  near  the  surface  of  the  elevated  gold  bowtie  arrays. 
The  detection  limit  is  comparable  to  or  better  than  those  reported  in  several  previous 
studies  (Gu  et  al.,  2009;  Gu  et  al.,  2004;  Mosier-Boss  and  Lieberman,  2003a;  Mosier- 
Boss  and  Lieberman,  2003b;  Ruan  et  al.,  2006;  Wang  and  Gu,  2005;  Wang  et  al.,  2006), 
but  it  is  about  two  orders  of  magnitude  higher  than  detection  limits  reported  recently  using 
surface  modified  gold  nanoparticles  (Ruan  et  al.,  2006;  Wang  et  al.,  2006).  These 
observations  represent  the  first  reported  case  of  CIO4'  being  detected  using  a  portable 
Raman  spectrometer  on  elevated  gold  bowtie  array  substrates.  We  also  note  that  many 
previous  studies  reported  the  use  of  organic  modifiers  such  as  cystamine  (Ruan  et  al., 
2006),  polyethyleneimine  fragments  containing  primary  amino  and  amide  functional 
groups  (Tan  et  al.,  2007),  and  dimethylamino-ethanethiol  (Gu  et  al.,  2009)  in  order  to 
increase  the  sorption  or  surface  concentration  of  CIO4',  leading  to  improved  detection.  One 
of  the  disadvantages  of  using  these  organic  modifiers  is  the  relatively  high  background 
scattering  resulting  from  complicated  molecular  structures  of  the  modifiers  (e.g.,  cystamine 
and  polyethyleneimine)  (Ruan  et  al.,  2006;  Tan  et  al.,  2007),  which  could  potentially 
interfere  with  detection  particularly  at  relatively  high  concentrations. 
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Figure  33.  (A)  Detection  and  spectral  analysis  of  perchlorate  (C104')  at  varying  concentrations 
using  a  portable  Raman  sensor.  (B)  A  log-log  plot  of  the  peak  intensity  at  947  cm'1  as  a 
function  of  the  CIO4"  concentration. 

A  log-log  plot  of  the  peak  intensity  of  the  primary  Raman  scattering  band  at  947 
ctn'1  indicates  that,  at  relatively  low  perchlorate  concentrations  (1x10'6M  -  lxl O''  M),  the 
peak  intensity  increases  linearly  with  the  perchlorate  concentration  (R  =0.998),  but  it  levels 
off  at  higher  concentrations  (5xlO'5M  -  1x10'4M)  (Figure  33B).  This  nonlinear  correlation 
between  peak  intensity  and  perchlorate  concentration  is  common  when  using  vibrational 
spectroscopic  techniques  such  as  SERS  (Gu  and  Ruan,  2007;  Gu  et  ah,  2009).  The 
observation  is  partially  attributed  to  limited  sorption  sites  within  the  gap  region  of  the  gold 
bowtie  arrays  and  also  a  wide  CIO4'  concentration  range  used  in  the  study.  Nonetheless 
these  results  suggest  that  the  technique  can  be  used  for  quantitative  or  semi-quantitative 
analysis  of  CIO4'  within  a  given  concentration  range. 

Reproducible  substrates  are  important  for  SERS  to  become  a  valuable  tool  for 
quantitative  analysis.  Figure  34  shows  the  SERS  spectra  collected  from  five  different  1- 
mm"  substrate  arrays  (A)  or  from  five  different  spots  within  a  given  substrate  array  (B)  in 
order  to  evaluate  the  reproducibility  of  the  new  bowtie  substrates  and  the  portable  Raman 
system.  Results  indicate  that,  at  a  given  CIO4'  concentration  (lxlO'4  M),  the  spot-to-spot 
reproducibility  is  about  10%  across  five  randomly  selected  spots  (Figure  34B).  These 
observations  are  attributed  to  the  fact  that  EBL  is  capable  of  fabricating  highly  uniform  or 
evenly  distributed  nanogaps  with  spatial  resolution  of  nanometers  serving  as  hot  spots  for 
C104'  detection.  As  described  earlier,  although  high  enhancement  has  also  been  observed 
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on  substrates  such  as  metallic  colloids  and  roughened  electrode  surfaces,  reproducibility  is 
an  issue  because  it  is  difficult  to  achieve  uniform  particles,  particle  aggregates  or  nanogap 
sizes  across  a  large  measuring  area  for  SERS.  Nie  and  Emory  reported  that  with  silver 
colloids  there  are  only  a  minute  fraction  of  colloid  nanoparticles  that  are  likely  to  be  SERS 
active  or  considered  to  be  “hot”  (Nie  and  Emory,  1997).  Therefore,  the  use  of  elevated 
gold  bowtie  arrays  as  SERS  substrates  shows  clear  advantages  with  respect  to  sensitivity 
and  reproducibility  for  SERS  applications. 


Figure  34.  Reproducibility  evaluation  of  the  SERS  sensor:  (A)  SERS  spectra  of  ClOf  (lx]  ft4 
M)  obtained  from  five  different  gold  bowtie  array  substrates,  and  (B)  spectra  of  ClOf  (5x1 0‘3 
M)  obtained  from  five  different  spots  on  a  single  gold  bowtie  array  substrate. 


To  evaluate  the  applicability  of  the  SERS  sensing  system  for  field  applications,  we 
collected  and  analyzed  a  number  of  realistic  contaminated  groundwater  samples  from 
several  US  Department  of  Defence  sites  (Table  3).  As  with  many  other  techniques,  analysis 
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of  realistic  environmental  samples  by  SERS  presents  a  challenge  because  samples  often 
have  multiple  contaminants  and  complex  geochemistry,  resulting  in  interference  with  the 
analysis  or  false  positive  responses.  This  is  further  complicated  by  the  fact  that 
concentrations  of  the  analytes  of  interest  (CIO4'  and  TNT  in  this  case)  are  usually  orders  of 
magnitude  lower  than  organic  and  inorganic  interfering  ions  such  as  total  organic  carbon 
(TOC),  chloride  and  sulfate  (Table  3).  As  a  result,  we  used  the  standard  addition  technique 
to  correct  for  matrix  interferences  (Gu  et  al.,  2009;  Hatab  et  al.,  2010a;  Skoog  et  ah, 
2000).  Results  are  shown  in  Figures  35  and  36  as  examples  and  all  additional  data  are 
summarized  in  Table  4  along  with  the  concentration  data  detennined  by  standard  EPA 
Method  3 14  for  perchlorate  and  EPA  Method  8330  for  TNT  for  comparison. 

For  groundwater  sample  GWOBOD03,  the  major  contaminant  is  CIO4'.  Results 
reveal  that  the  peak  intensity  for  CIO4'  at  947  cm  1  increased  consistently  with  increasing 
concentration  of  the  added  CIO4"  in  solution  (Figure  35).  The  measured  concentration  by 
SERS,  which  was  0.66±0.20  mg/L  (—6.6  pM),  compared  favorably  with  that  determined  by 
IC  via  EPA  Method  314  (i.e.,  0.59  mg/L).  The  errors  reported  in  the  SERS  perchlorate 
concentration  data  represent  the  standard  deviation  determined  using  the  method  by  Skoog 
et  al  (SKOOG  et  ah,  2000).  For  all  groundwater  samples,  data  analyzed  by  SERS  are  in 
general  agreement  with  those  analyzed  by  IC,  but  significant  deviations  occurred  at 
relatively  high  CIO4'  concentrations  for  MW-1  and  MW-4  samples  (Table  4).  This 
deviation  may  be  partially  attributed  to  the  non-linearity  of  the  calibration  curve  measured 
by  SERS,  especially  at  relatively  high  concentrations.  It  is  commonly  observed  by  using 
spectroscopic  techniques.  Nonetheless,  our  results  suggest  that  the  portable  Raman  system 
could  be  useful  as  a  convenient  tool  for  rapid  screening  of  environmental  samples  in  the 
field. 
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Added  CI04'  (mg/L) 


Figure  35.  SERS  determination  of  C104'  in  a  contaminated  groundwater  sample 
(GWOBOD03)  by  the  standard  addition  method.  (A)  SERS  spectra  with  the  addition  of 
varying  concentration  of  C104"  at  (a)  0,  (b)  0.01,  (c)  0.03,  (d)  0.04,  (e)  0.07,  and  (f)  0.12  mM. 
(B)  The  calibration  curve  for  determining  the  actual  C104‘  concentration  in  groundwater. 
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Added  TNT  (mg/L) 


Figure  36.  SERS  determination  of  TNT  in  a  contaminated  groundwater  sample  (MW38)  by  the 
standard  addition  method.  (A)  SERS  spectra  with  the  addition  of  varying  concentrations  of 
TNT  standard  at  (a)  0,  (b)  1.6,  (c)  2.3,  (d)  5.5,  (e)  9.3,  and  (f)  14.0  pM,  and  (B)  the  calibration 
curve  for  determining  the  actual  TNT  concentration  in  groundwater. 
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Table  4.  Analysis  of  groundwater  samples  by  the  portable  Raman  sensor  and 
comparisons  of  the  analytical  results  with  those  detennined  by  EPA  Methods  314  and 
8330  for  CIO4’  and  TNT  respectively. 


Sample 

Perchlorate  (mg/L) 

TNT  (mg/L) 

1C 

SERS 

HPLC 

SERS 

GWOBOD02 

0.26 

0.85 

ND 

ND 

GWOBOD03 

0.59 

0.66 

ND 

ND 

MW-01 

18.4 

11.5 

ND 

ND 

MW-04 

14.7 

6.15 

ND 

ND 

MW38 

ND 

ND 

0.26 

0.20 

*  ND  =  non-detect. 


An  additional  advantage  of  using  SERS  is  its  versatility  for  detecting  different 
contaminants  or  compounds  either  individually  or  simultaneously  based  upon  the 
characteristic  vibrational  frequencies  of  the  molecules  (Haynes  et  ah,  2005;  Tan  et  ah, 
2007).  We  have  previously  reported  the  use  of  SERS  for  detecting  the  explosive 
cyclotrimethylenetrinitramine  (RDX)  (Section  4.2)  (Hatab  et  ah,  2010a).  Here  we  also 
show  the  use  of  a  SERS  sensor  for  detecting  TNT  in  contaminated  groundwater  from  a 
military  site.  The  groundwater  (sample  MW38)  is  contaminated  with  TNT  at  0.26  mg/L 
based  on  HPLC  analysis  using  EPA  Method  8330,  but  perchlorate  was  below  detection  by 
EPA  Method  314  (<  0.001  mg/L)  (Table  4).  Similarly,  using  the  standard  addition 
technique,  we  observe  that  the  TNT  peak  intensity  at  1367  cm"1  increased  consistently  with 
increasing  concentration  of  TNT  in  solution  (Figure  36).  The  measured  concentration  by 
SERS  was  0.20±0.11  mg/L  (~  0.9  pM),  which  agrees  well  with  that  detennined  by  HPLC 
(Table  4).  Our  detection  limit  for  TNT  by  SERS  is  comparable  to  that  reported  by  Kneipp 
et  al.  for  the  detection  of  TNT  (10"7M)  using  silver  and  gold  nanoparticles  in  laboratory 
prepared  solutions  (Kneipp  et  al.,  1995).  However,  it  is  higher  than  the  detection  limit 
recently  reported  using  cysteine  modified  gold  nanoparticles  (Dasary  et  al.,  2009).  This  is 
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not  surprising,  because,  in  addition  to  the  use  of  modifiers,  their  analyses  were  perfonned 
in  pure  laboratory  prepared  solutions  using  a  desktop  Raman  spectrometer. 


4.5.3  Field  Detection  and  Analysis 

We  subsequently  conducted  a  field  test  of  our  portable  Raman  sensor  for  the 
detection  of  energetics  in  the  contaminated  groundwater  at  the  US  Naval  Surface  Warfare 
Center  (NSWC)  at  Indian  Head,  MD.  The  primary  purpose  was  to  evaluate  the 
performance  of  the  portable  Raman  sensor  for  detection  of  energetics  under  realistic  field 
environmental  conditions. 


Figure  37.  (A)  Field  sampling  and  baseline  groundwater  characterization  by  Dr.  Paul 
Hatzinger  at  the  US  NSWC  site  at  Indian  Head,  MD.  (B)  Detection  and  analysis  of 
groundwater  contaminants  using  a  field  portable  Raman  sensor  developed  in  this  project  by 
Dr.  Nahla  Hatab. 

Figure  37A  illustrates  groundwater  sampling  and  basic  field  parameter 
characterization  at  the  site  and  Figure  37B  shows  the  groundwater  analysis  using  the 
portable  Raman  spectrometer.  In  this  work,  we  analyzed  groundwater  samples  from  4 
monitoring  wells,  including  CPMW-5,  CPMW-2D,  1419-1,  and  CPMW-3S.  The 
groundwater  at  this  contaminated  site  contains  ClOf  as  the  major  energetics  contaminant. 
No  other  energetics  was  detected  in  the  groundwater.  The  groundwater  samples  were  taken 
using  the  established  low-flow  sampling  methodology  (Puls  and  Barcelona,  1996)  and 
samples  were  then  transfer  onto  the  SERS  substrate  for  direct  analysis  (without  any 
pretreatment)  by  the  portable  Raman  sensor.  To  avoid  potential  matrix  interferences  due  to 
unknown  background  organic  or  inorganic  materials  in  the  groundwater,  the  standard 
addition  method  was  used.  In  this  methodology,  a  given  amount  of  the  ClOf  standard 


64 


solution  (10  uL)  was  added  to  a  fixed  amount  of  the  groundwater  (1  mL).  The  samples 
were  analyzed,  and  the  characteristic  Raman  intensities  at  about  940  cm'1  for  Cl  Of  were 
plotted  against  the  final  concentration  of  perchlorate.  A  linear  regression  was  then  used  to 
calculate  the  absolute  value  of  the  X-intercept,  which  corresponds  to  the  true  concentration 
of  ClOf  in  the  groundwater.  The  resulting  ClOf  concentrations  were  0.30,  0.69,  5.98  and 
2.49  mg/L  in  CPMW-3S,  1419-1,  CPMW-2D,  and  CPMW-5,  respectively. 

Similarly  a  split  sample  from  the  same  monitoring  well  was  taken  and  analyzed  for 
major  anions  and  energetics  in  the  groundwater.  Perchlorate  was  analyzed  by  EPA  Method 
314,  and  results  are  summarized  in  Table  5  below.  The  ClOf  concentration  detected  by  the 
portable  Raman  sensor  was  in  general  agreement  or  in  the  same  trend  with  those  analyzed 
by  the  standard  EPA  method,  but  significant  deviations  were  also  observed.  In  particular, 
large  deviations  occurred  for  Samples  CPMW-3S  and  CPMW-5,  possibly  due  to  defects,  or 
misalignment  of  the  laser  beam,  or  the  use  of  different  SERS  substrates  for  these  samples. 
As  stated  earlier,  SERS  is  particularly  sensitive  to  where  the  laser  spot  shines  on  the  gold 
bowtie  arrays.  Misalignments  and  defects  on  SERS  substrates  can  cause  large  deviations 
of  measured  SERS  intensity.  Nonetheless,  these  results  as  well  as  results  presented  earlier 
(Section  4.5.2)  represent  the  first  step  in  developing  a  SERS-based  field  sensing  system 
that  could  be  potentially  deployed  in  the  field  for  rapid  screening  and  analysis  of  energetics 


Table  5.  Analysis  of  major  anions  and  perchlorate  in  the  contaminated  groundwater  at  the 
CIS  NSWC  site,  Indian  Head,  MD.  The  unit  for  all  anions  is  mg/L,  and  the  unit  for 
conductivity  is  pmhos/cm. 


Groundwater 

Property 

Monitoring  Well  ID 

CPMW-3S 

1419-1 

CPMW-2D 

CPMW-5 

Chloride 

2.02 

49.4 

25.1 

2.86 

Nitrate  as  N 

0.54 

3.37 

1.46 

0.30 

Sulfate 

82.6 

41.8 

63.0 

46.6 

Bromide 

0.20 

0.20 

0.20 

0.20 

Phosphate  as  P 

0.20 

0.20 

0.20 

0.20 

Perchlorate 

0.027 

1.76 

4.87 

0.40 

Conductivity 

292 

384 

288 

273 
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in  contaminated  environments.  In  addition,  this  new  SERS  technology  has  the  potential  to 
be  utilized  as  a  tool  for  rapid  screening  of  other  chemical  and  biological  agents  that  are 
important  for  environmental  monitoring  and  are  of  interest  to  national  security. 


4.6  Potential  Cost  Savings  by  Using  a  Portable  Raman  Sensor 

The  ultimate  goal  of  developing  portable  Raman  sensor  technology  is  to  provide  a 
significant  cost  savings  to  DoD  for  environmental  monitoring  and  to  allow  better  remedial 
decision  making  by  giving  program  managers  real-time  data  during  site  assessment  and 
monitoring  efforts.  While  an  accurate  estimation  of  cost-savings  with  this  technology 
cannot  be  fully  assessed  until  further  validation  and  commercialization,  for  example, 
through  DoD  Environmental  Security  and  Technology  Certification  program  (ESTCP),  we 
provide  comparisons  and  preliminary  analysis  of  potential  cost  savings  when  the  sensor  is 
ready  to  be  deployed.  The  cost  of  the  Raman  sensor  and  its  analysis  on  a  per  sample  basis 
is  estimated  and  compared  below  with  those  using  standard  groundwater  analyses  such  as 
EPA  Method  3 14  for  perchlorate  and  EPA  Method  8330  for  TNT  and  RDX. 

First,  the  capital  equipment  cost  for  a  portable  Raman  sensor  (including  a  SERS 
probe  and  Raman  analyzer)  is  estimated  to  be  about  $20,000  to  $25,000  at 
commercialization,  whereas  a  typical  IC  or  GC  chromatograph  costs  about  $30,000  to 
$40,000,  and  an  IC-MS  or  GC-MS  can  easily  cost  greater  than  $150,000.  Moreover  the  use 
of  IC  or  GC  requires  substantial  laboratory  space  preparation  and  accessories  (such  as 
compressed  gas,  water  purification  systems,  and  reagents).  Therefore  a  portable  Raman 
sensor  can  readily  reduce  the  capital  cost  by  more  than  50%  when  compared  with  the  use 
of  GC,  IC,  or  GC/IC-MS  systems  for  in-house  analysis. 

Additional  cost  savings  can  be  realized  during  field  sampling  and  long-term 
monitoring  and  analysis.  As  an  example,  the  costs  for  a  typical  day  of  groundwater  sample 
collection  by  one  field  technician  are  as  follows:  1)  rental  of  field  parameter  meter  for  low 
flow  sampling  ($200/day);  2)  rental  of  Grunfos  pump,  pump  controller,  and  generator 
($250/day);  3)  disposable  supplies  ($20/day);  4)  field  labor  (60  per  hr  x  8  hr;  $480);  5) 
mileage,  meal,  and  vehicle  costs  ($150/day);  and  (6)  overnight  cooler  shipping  ($100  per 
cooler).  The  typical  cost  for  analysis  of  perchlorate  by  EPA  Method  314.0  is  $100  per 
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sample  and  analysis  of  energetics  by  EPA  8330  is  $150  per  sample.  One  technician  can 
typically  sample  6-8  wells  in  a  day  (allowing  time  for  well  stabilization  by  low-flow 
sampling  and  the  set-up  and  break-down  of  equipment).  Thus,  based  on  a  conservative 
assumption  of  sampling  6  wells  containing  explosives  and  perchlorate,  the  cost  for  1  day  of 
sampling  and  analysis  is  approximately  $2,800.  Moreover,  a  typical  turnaround  time  for 
samples  for  perchlorate  and  energetics  analysis  is  2-3  weeks. 

On  the  other  hand,  using  a  field  portable  Raman  sensor,  a  qualified  technician  could 
be  expected  to  sample  a  greater  number  of  wells  in  a  given  day,  since  the  time  required  for 
sample  packaging  and  shipping  to  an  analytical  laboratory  each  day  will  be  reduced.  The 
cost  for  the  SERS  substrate  is  expected  to  be  <  $10  each  upon  commercialization,  and  the 
substrate  may  also  be  used  for  multi-component  analyses,  depending  on  groundwater 
chemistry  and  target  molecules  to  be  analyzed.  Moreover,  the  ability  to  have  real-time  field 
measurements  when  monitoring  remediation  systems  is  likely  to  result  not  only  in  cost 
savings,  but  also  in  more  effective  and  timely  decision  making  during  remediation  projects. 
In  many  instances,  decisions  made  concerning  the  location  and  screening  of  wells  during 
site  assessment  work  could  be  vastly  improved  if  real-time  contaminant  data  were 
available.  Field-based  analytical  methods,  such  as  that  developed  during  this  SERDP 
effort,  are  the  best  means  to  provide  real-time  data. 
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5.0  Technology  Transfer 


Five  technical  manuscripts  from  this  work  were  published  in  Applied  Spectroscopy, 
Analyst,  Nano  Letters,  Optics  Express,  and  Raman  Spectroscopy,  respectively  (See 
Appendix  A).  In  addition,  two  US  patent  or  patent  applications  were  filed,  and  one  was 
granted  in  2010.  Three  presentations  were  given  at  national  and  international  scientific 
meetings  or  workshops  between  2009  and  2011. 


5.1  Publications 

•  Gu,  B.;  Ruan,  C.;  Wang,  W.  Perchlorate  detection  at  nanomolar  concentrations  by 
surface-enhanced  raman  scattering.  Applied  Spectroscopy  2009,  63,  98-102. 

•  Hatab,  N.  A.,  Hsueh,  C.  H.,  Gaddis,  A.,  Retterer,  S.  T.  Li,  J.  H.,  Eres,  G.,  Zhang,  Z., 
Gu,  B.  Free-standing  optical  gold  bowtie  nanoantenna  with  variable  gap  size  for 
enhanced  Raman  spectroscopy.  Nano  Letters,  2010,  10,  4952-4955. 

•  Hatab,  N.  A.;  Eres,  G.;  Hatzinger,  P.  B.;  Gu,  B.,  Detection  and  analysis  of 
cyclotrimethylene-trinitramine  (RDX)  in  environmental  samples  by  surface 
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7.0  Conclusions  and  Implications  for  Future  Research  and 
Implementation 

SERS  is  a  technique  that  provides  orders  of  magnitude  higher  enhanced  Raman 
signal  from  analyte  molecules  that  are  adsorbed  onto  specially  prepared  noble  metal 
surfaces.  Such  surfaces  are  usually  made  with  nanostructured  gold  (Au)  or  silver  (Ag) 
arrays,  enabling  the  detection  of  analyte  molecules  at  ultra-trace  concentration  levels.  In 
comparison  with  fluorescence  and  optical  absorption  spectroscopic  techniques,  SERS  is 
more  sensitive  with  greater  molecular  selectivity  (or  fingerprinting)  due  to  the  molecular 
vibrational  information  provided  by  the  Raman  spectroscopy.  The  key  is  the  fabrication  of 
sensitive  and  reproducible  SERS  substrates  using  techniques  such  as  wet-chemical  and 
electron-beam  lithography  (EBL)  nano-fabrication.  The  SERS  substrate  is  then  integrated 
with  a  portable  Raman  analyzer  via  a  fiber  optic  sensor  probe,  allowing  real-time  or  in-situ 
detection  and  analysis  of  contaminants  in  groundwater  or  surface  water.  Summarized 
below  are  major  accomplishments  resulting  from  this  SERDP  project. 

•  Developed  and  constructed  an  integrated,  portable  SERS-Raman  sensor  for  energetics 
(ClOfi,  TNT,  RDX)  detection  and  analysis; 

•  Fabricated  and  systematically  evaluated  a  range  of  SERS  substrates  using  wet-chemical 
and  new  EBL  nano-fabrication  techniques; 

•  Demonstrated  the  detection  of  ClOfi,  TNT  and  RDX  at  concentrations  as  low  as  ~  1, 
2.3,  and  120  pg/L,  respectively,  in  contaminated  water; 

•  Developed  and  demonstrated  large  SERS  enhancement  factors  exceeding  1011  resulting 
from  a  novel  EBL-fabricated  gold  bowtie  arrays  with  controllable  gap  sizes  to  <  8  mn; 

•  Published  5  peer-reviewed  journal  articles  related  to  the  development  and  application  of 
SERS  technology  for  energetics  detection; 

•  Filed  2  US  patent  applications  (one  granted  and  one  pending)  on  nano-fabrication  of 
SERS  substrates;  and 

•  Tested  and  evaluated  the  performance  of  the  portable  Raman  sensor  at  limited  numbers 
of  contaminated  DoD  field  sites. 
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This  work  represents  the  first  step  in  developing  a  SERS/Raman  based  field  sensor 
that  combines  a  portable  Raman  spectrometer  with  novel  elevated  gold  bowtie  arrays. 
While  we  made  significant  advancement  in  SERS  technology  during  last  three  years,  as 
noted  above,  challenges  remain  to  develop  a  field  deployable  and  reliable  portable  Raman 
sensor.  This  is  because  SERS  is  particularly  sensitive  to  where  the  laser  spot  shines  on  the 
SERS  substrate,  and  misalignments  and  defects  on  SERS  substrates  can  cause  large 
deviation  of  measured  SERS  intensity  and  thus  affect  the  quality  of  analytical  results. 
Matrix  interferences  from  environmental  samples  are  also  a  concern,  although  this  can 
usually  be  resolved  by  using  the  same  or  similar  matrices  for  quantitative  analysis  or  the 
standard  addition  technique.  Future  work  can  be  directed  to  increase  the  reliability  of 
quantification,  optimize  the  sensitivity,  and  mass-produce  SERS  substrates  at  large  scales. 
Additional  work  may  be  directed  for  detecting  other  contaminants  of  concern  such  as  RDX, 
insensitive  munition  compositions,  2,4-dinitroanisol,  and  volatile  organic  compounds 
because  SERS  in  principle  can  be  used  to  detect  any  molecules  that  give  Raman  signal. 
Through  further  field  validation  and  demonstration,  a  cost  reduction  of  up  to  50%  may  be 
realized  using  the  portable  Raman  sensor  because  sample  shipping  and  typical  costs 
associated  with  laboratory  analysis  can  be  eliminated.  The  technology  has  the  potential  to 
provide  a  tool  for  rapid,  in-situ  screening  and  analysis  of  energetics  and  other  chemical  and 
biological  agents  that  are  both  important  for  environmental  monitoring  and  of  interest  for 
national  security. 
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9.0  Appendix  A 


Attached  below  are  5  peer-reviewed  publications  resulting  from  this  project. 
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Perchlorate  Detection  at  Nanomolar  Concentrations  by 
Surface-Enhanced  Raman  Scattering 
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Perchlorate  (C104— )  has  emerged  as  a  widespread  environmental 
contaminant  and  has  been  detected  in  various  food  products  and  even 
in  human  breast  milk  and  urine.  This  research  developed  a  sensing 
technique  based  on  surface-enhanced  Raman  scattering  (SERS)  for  rapid 
screening  and  monitoring  of  this  contaminant  in  groundwater  and  surface 
water.  The  technique  was  found  to  be  capable  of  detecting  CIO4-  at 
concentrations  as  low  as  10-9  M  (or  ~0.1  pg/L)  by  using  2-dimethyla- 
minoethanethiol  (DMAE)  modified  gold  nanoparticles  as  a  SERS 
substrate.  Quantitative  analysis  of  CIO4-  was  validated  with  good 
reproducibility  by  using  both  simulated  and  contaminated  groundwater 
samples.  When  coupled  with  a  portable  Raman  spectrometer,  this 
technique  thus  has  the  potential  to  be  used  as  an  in  situ,  rapid  screening 
tool  for  perchlorate  in  the  environment. 

Index  Headings:  Perchlorate;  Detection  limit;  Surface-enhanced  Raman 
scattering;  SERS;  Sensor;  Groundwater;  Gold  nanoparticles. 


INTRODUCTION 

New  technologies  for  rapid  screening  and  quantitative 
analysis  of  perchlorate  (CIO4-)  in  the  environment  are  of  great 
interest  since  perchlorate  has  emerged  as  a  widespread 
contaminant  in  groundwater  and  surface  water  in  the  United 
States  (IJS).1  1  Perchlorate  has  been  detected  in  drinking  water, 
plants,  food  products,  and  human  urine  and  breast  milk  in 
many  areas  of  the  US  and  abroad.5-8  Perchlorate  is 
manufactured  primarily  for  use  as  an  ingredient  of  solid  rocket 
propellant  and  explosives  but  is  also  known  to  form  naturally, 
such  as  that  found  in  the  hyperarid  Atacama  Desert  in 
Chile.1-3,9-11  Recent  studies  also  indicate  that  naturally 
forming  perchlorate  is  more  widespread  than  originally  thought 
(only  in  the  arid  regions),  and  this  explains  the  wide 
occurrences  of  sub-parts  per  billion  (ppb)  concentration  levels 
of  perchlorate  in  the  environment  where  no  anthropogenic 
sources  are  known  to  exist.1012-14  Because  of  its  potential 
health  effects  on  thyroid  function  by  interfering  with  iodide 
uptake,  the  widespread  occurrence  of  perchlorate  in  the 
environment  has  generated  considerable  interest  in  its  contam¬ 
ination  source,  risk  assessment,  and  detection  and  remediation 
technologies.  Perchlorate  is  highly  soluble  and  exceedingly 
mobile  in  aqueous  systems  and  can  persist  for  many  decades 
under  typical  groundwater  and  surface  water  conditions.15 
Therefore,  methods  for  rapid  and  sensitive  assay  of  this 
contaminant  are  particularly  useful  for  its  monitoring  and 
detection  in  the  environment. 

Various  techniques  such  as  ion  chromatography  (IC), 14-16 
electro-spray  mass  spectrometry  (MS),  IC-MS,  and  IC-MS- 
MS,2’17  ion-selective  electrodes,1819  and  capillary  electropho¬ 
resis17-20  have  been  well  developed  and  are  routinely  used  for 
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perchlorate  detection  and  analysis.  Currently,  IC  is  perhaps  the 
most  commonly  used  technique  for  the  analysis  and  screening 
of  perchlorate  in  environmental  samples,  although  IC-MS  or 
EPA  Methods  6850  and  6860  are  preferred  because  of  the 
specificity  of  MS  in  identifying  CIO4-  in  complex  environ¬ 
mental  matrices.  However,  these  methods  are  usually  per¬ 
formed  in  analytical  laboratories  and  require  sample 
preparation  and  lengthy  analytical  time.  For  rapid  screening 
and  long-term  monitoring,  in  situ,  nondestructive,  and  sensitive 
analysis  of  CIO4-  is  highly  preferred.  Ion-selective  electrodes 
have  been  developed  for  such  purposes,  but  their  sensitivity 
and  selectivity  remain  an  issue  to  be  improved.17-19 

The  surface-enhanced  Raman  scattering  (SERS)  technique 
has  the  potential  to  allow  rapid,  sensitive,  and  in  situ  detection 
of  CIO4-.  SERS  refers  to  the  observation  that  the  apparent 
Raman  cross-section  for  an  analyte  adsorbed  on  roughened 
metal  surfaces  (e.g.,  silver  or  gold)  is  enhanced  by  many  orders 
of  magnitude  over  their  normal  values,  allowing  the  detection 
up  to  single  molecular  levels.21-24  The  characteristic  vibra¬ 
tional  frequency  of  the  symmetric  stretch  for  CIO4-  at  about 
950  cm-1  (dehydrated)  and  930  cm-1  (in  aqueous  solution) 
also  makes  the  technique  highly  selective.  However,  the  key 
for  this  technology  to  be  useful  is  the  development  of  robust, 
sensitive,  and  reproducible  SERS  substrates,  on  which  the 
Raman  signal  could  be  substantially  enhanced.  Using  rough¬ 
ened  gold  electrode  surfaces  in  a  flow  cell,  previous  studies 
have  shown  that  the  technique  was  capable  of  detecting  CIO4- 
at  10— 4— 10— 5  M  concentration  levels,25  and  recent  investiga¬ 
tions  reached  a  detection  limit  of  about  10-6-10-7  M  by  using 
surface-modified  gold  or  silver  nanoparticles  as  SERS 
substrates.26-29  However,  improved  sensitivity  (e.g.,  <10-8 
M),  reproducibility,  stability,  and  uniformity  remain  significant 
issues  before  SERS  can  be  used  as  a  routine  analytical  tool  for 
CIO4-  detection.  Additionally,  the  quantitative  relation  or 
linearity  has  been  found  only  within  limited  concentration 
ranges  of  the  analyte  or  is  nonexistent  because  of  problems 
associated  with  poor  reproducibility  and  substrate  stabili¬ 
ty  25.27.30-33  -pjtg  surface  modification,  which  may  allow 
analyte  to  be  sorbed  or  concentrated  and  distributed  uniformly 
on  a  substrate,  has  been  proposed  as  one  of  the  key  steps  for 
enhancing  the  sensitivity,  reproducibility  and  linearity  of 
SERS.26-28,30-32  Here  we  report  a  new  SERS  technique  for 
detecting  CIO4-  at  concentrations  as  low  as  10-9  M  (or  0.1 
ppb)  by  using  2-dimethylaminoethanethiol  (DMAE)  modified 
gold  nanoparticles  as  a  SERS  substrate. 

MATERIALS  AND  METHODS 

All  chemicals  used  in  this  experiment  were  of  reagent  grade 
or  better.  Gold  chloride  trihydrate  ( HAuCljAHiO),  nitric  acid 
(HNO3)  (70%),  2-(dimethylamino)-ethanethiol  hydrochloride 
(DMAE)  [(CH3)2NCH2CH2SHHC1]  (98%),  sodium  citrate 
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TABLE  I.  Major  anionic  composition  of  two  field  groundwater  samples 
(GW-1  and  GW-2)  and  a  simulated  groundwater  sample  (SGW). 


Property 

SGW 

GW-1 

GW-2 

Perchlorate  (|rM) 

0-1 

8.3 

0.01 

Chloride  (mM) 

1.0 

0.28 

3.0 

Sulfate  (mM) 

0.1 

0.16 

0.49 

Nitrate  (mM) 

0.1 

0.16 

0.52 

Phosphate  (mM) 

0.1 

NDa 

ND 

Bicarbonate  (mM) 

0 

2.8 

3.1 

pH 

6.5 

7.3 

8 

a  D  =  non-detectable. 


(NaaCeHsOv)  (98%),  sodium  borohydride  (NaBH4)  (98%),  and 
hydrochloric  acid  (HC1)  (36.5%)  were  obtained  from  Aldrich 
(St.  Louis,  MO).  Sodium  perchlorate  (NaCKLrtLO)  was 
purchased  from  EM  Science  (Cherry  Hill,  NJ).  Micro-glass 
slides  were  from  Coming  Glass  Works  (Coming,  NY).  For 
substrate  and  solution  preparations,  deionized  water  (18.2  MQ 
cm'1)  was  used  throughout  the  experiment.  All  glassware  was 
cleaned  in  a  freshly  prepared  acid  bath  and  rinsed  thoroughly 
with  deionized  water  prior  to  use. 

Colloidal  Au  nanoparticles  were  prepared  according  to 
previously  published  methods.30,34  In  brief,  a  “seed”  colloidal 
suspension  of  Au  was  first  prepared  by  mixing  1  mL  of  1% 
aqueous  HAuCLGHaO  in  100  mL  of  H2O  with  vigorous 
stirring  for  about  1  min,  followed  by  sequential  additions  of  1 
mL  of  1%  trisodium  citrate  and  1  mL  of  0.075%  NaBH.i  in  1% 
trisodium  citrate.  This  seed  Au  suspension  was  stirred 
continuously  for  an  additional  5  min  and  then  stored  at  4  °C. 
Au  nanoparticles  of  —54  nm  in  diameter  were  then  prepared  by 
heating  900  mL  of  dilute  HAuCL  solution  (—0.004%)  to 
boiling,  followed  by  the  addition  of  1  mL  of  the  “seed”  Au 
nanoparticles  and  3.6  mL  of  a  1%  trisodium  citrate  solution. 
The  solution  mixture  was  refluxed  for  an  additional  10  min 
before  it  was  cooled  under  stirring.  The  average  size  of 
synthesized  Au  nanoparticles  (—54  nm)  was  determined  by 
means  of  dynamic  light  scattering  using  a  ZetaPlus  particle  size 
analyzer  (Brookhaven  Instruments,  Holtsville,  NY).  Data  were 
collected  for  every  batch  of  the  Au  colloid  at  room  temperature. 

The  DMAE-modified  Au  nanoparticles  were  prepared  by 
adding  0.28  g  DMAE  into  400  mL  of  the  above  prepared  Au 
colloid  suspension,  upon  which  the  color  of  the  Au  colloids 
immediately  turned  from  red  to  deep  purple,  suggesting  the 
aggregation  of  Au  nanoparticles  by  interacting  with  DMAE. 
The  UV-visible  spectrum  showed  a  red  shift  in  its  primary 
absorption  maxima  from  525  to  790  nm,  the  latter  of  which  is 
attributed  to  multipolar  resonances  of  Au  nanoparticles  in 
higher-order  coupled  spheres.35,36  After  mixing  for  approxi¬ 
mately  5  h,  the  suspension  was  centrifuged  at  14  000  rpm,  and 
the  concentrated  Au  nanoparticles  were  collected,  washed  with 
deionized  water,  and  re-suspended  in  0.01  M  HC1  solution  (pH 
—  2)  and  used  as  a  SERS  substrate  for  perchlorate  detection. 
This  concentrated  Au  nanoparticle  suspension  was  found  to  be 
stable  for  at  least  8  months  (after  preparation),  although 
ultrasonification  is  necessary  to  ensure  well  dispersed  Au 
colloids  before  use. 

For  SERS  analysis,  the  analyte  C104  solution  in  the 
concentration  range  of  10-9  to  10-4  M  was  prepared  by 
dilution  in  series  (10X)  from  a  stock  solution  of  10-3  M  in 
deionized  water.  To  evaluate  potential  matrix  interferences 
from  competing  ions,  measurements  were  also  performed  in  a 


synthetic  groundwater  (SGW)  consisting  of  a  mixture  of 
SO42-,  PO43-,  and  NO3-,  each  at  10-4  M,  and  CL  at  I  (L3  M. 
In  addition,  two  contaminated  groundwater  samples  (GW-1 
and  GW-2)  were  obtained  from  a  field  site  in  northern 
California  and  used  for  testing.  Table  I  lists  major  anionic 
compositions  and  pH  of  the  groundwater  and  SGW.  The 
analyte,  SGW,  or  GW  samples  (0. 1  mL)  were  then  mixed  with 
0.1  mL  of  the  modified  Au  nanoparticle  concentrate  and  0.8 
mL  of  water  for  analysis.  A  small  drop  (—10  pL)  of  the  mixed 
suspension  was  placed  on  a  glass  slide  and  air-dried,  and  SERS 
spectra  were  collected  after  about  30  min. 

Raman  spectra  were  obtained  using  the  Renishaw  micro- 
Raman  system  equipped  with  a  near-infrared  diode  laser  at  a 
wavelength  of  785  nm  for  excitation  (Renishaw  Inc,  New 
Mills,  UK).26,27,30  The  laser  beam  was  set  in  position  with  a 
Leica  Raman  imaging  microscope  equipped  with  a  50X 
objective  lens  (0.5  numerical  aperture)  at  a  lateral  spatial 
resolution  of  —2  pm.  The  optics  polarization  was  set 
perpendicular  to  the  laser,  and  its  intensity  at  the  exit  of  the 
objective  lens  was  —1  mW  by  using  a  set  of  neutral  density 
filters.  A  charge-coupled  device  (CCD)  array  detector  was  used 
to  achieve  signal  detection  from  a  1200  grooves/mm  grating 
light  path  controlled  by  Renishaw  WiRE  software  and  analyzed 
by  Galactic  GRAMS  software. 

RESULTS  AND  DISCUSSION 

Quantitative  Analysis  of  Perchlorate.  Surface-enhanced 
Raman  scattering  spectra  of  perchlorate  were  first  examined  at 
concentrations  ranging  from  I  0' 10  to  10-6  M  in  purified  water, 
and  each  spectrum  in  Fig.  1A  was  offset  for  clarity.  The 
primary  Raman  scattering  peak  (due  to  symmetric  stretching 
vibration)  of  CIO4-  occurred  at  about  934  cm'1,  which  is 
consistent  with  literature  data  using  both  normal  and  surface- 
enhanced  Raman  spectroscopic  techniques.25-27,29  The  lowest 
CIO4-  concentration  detected  was  about  10-10  M,  and  a  small 
CIO4'  peak  was  visible  (spectrum  b).  However,  the  detection 
limit  was  estimated  at  10-9  M  (or  —100  ng/L)  with  a  signal-to- 
noise  ratio  greater  than  3.  These  results  suggest  that  the  SERS 
technique  was  extremely  sensitive  to  CIO4-  through  the  use  of 
DMAE-modified  Au  nanoparticle  substrates.  This  detection 
limit  is  about  two  orders  of  magnitude  lower  than  those 
reported  recently  by  using  either  cystamine-modified  gold 
nanoparticles27  or  positively  charged  silver  nanoparticles 
sorbed  with  polyethyleneimine  fragments  (containing  primary 
amino  and  amide  functional  groups).29  These  techniques  give  a 
relatively  high  background  scattering  resulting  from  compli¬ 
cated  molecular  structures  of  the  organic  modifiers  (both 
cystamine  and  polyethyleneimine  or  its  fragments).27,29  The 
background  scattering  in  the  spectral  region  between  900  and 
950  cm-1  could  interfere  with  the  detection  of  CIO4-  or 
overlap  with  the  Raman  band  of  CIO4-,  especially  at  sub¬ 
micromolar  concentration  levels.  On  the  other  hand,  no 
significant  background  Raman  scattering  was  observed  in  the 
spectral  region  of  —890-960  cm-1  by  using  DMAE-modified 
Au  nanoparticles  as  SERS  substrates  (Fig.  1A,  spectrum  a). 

To  our  knowledge,  this  is  the  first  time  that  DMAE  has  been 
used  as  a  modifier  for  SERS  detection  of  CIO4-.  The  rationale 
for  using  DMAE  is  based  on  the  development  of  selective  ion 
exchangers  for  CIO4-  sorption,  in  which  the  selectivity  is 
found  to  strongly  depend  on  the  charge  and  size  of  the 
quaternary  alkyl-ammonium  functional  groups.3,37  The  elec¬ 
trostatic  attraction  between  CIO4-  anions  and  positively 
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Fig.  1.  (A)  Raman  spectroscopic  analysis  of  CIO4  at  concentrations  of  (a)  0,  ( b )  10  10,  (c)  10  9,  ( d )  10  8,  (e)  10  7,  and  (/)  10  6  M  using  DMAE-modified  Au 
nanoparticles  as  a  SERS  substrate;  (B)  a  log-log  plot  of  the  peak  intensity  at  934  cm~'  against  the  CIO4  concentration. 


charged  DMAE-modified  Au  nanoparticles  enables  a  close 
contact  and  the  higher  concentration  of  CIO4-  onto  Au 
nanoparticle  surfaces.26,27  Additionally,  the  amine  functional 
groups  could  have  facilitated  the  aggregation  of  Au  nanopar¬ 
ticles,  which  is  necessary  to  obtain  strong  electromagnetic 
plasmon  enhancement  on  gold  metal  surfaces.21-23  Theoretical 
calculations  have  shown  that  the  maximal  SERS  signal  could 
be  obtained  when  the  analyte  molecule  is  situated  within  the 
nanoneck  regions  of  adjacent  metal  nanoparticles,  where 
maximal  electromagnetic  field  enhancement  is  achieved  upon 
laser  excitation.21,38  Therefore,  the  use  of  DMAE-modified  Au 
SERS  substrates  offers  advantages  in  sensitive  detection  of 
CIO4-  in  aqueous  media.  It  yielded  an  enhancement  factor  of 
about  107— 108  because,  by  using  normal  Raman  spectroscopy 
(or  without  using  Au  nanoparticles),  no  Raman  signal  could  be 
detected  directly  from  the  aqueous  solution  at  perchlorate 
concentrations  below  10-2  M.27 

Analysis  of  the  spectra  (Fig.  1A)  also  showed  that  the 
Raman  band  at  934  cm-1  increased  consistently  with  an 
increase  of  aqueous  CIO4-  concentrations.  A  logarithm  plot 
between  the  peak  intensity  and  the  CIO4-  concentration  yielded 
a  linear  relationship  over  a  wide  concentration  range  between 
10-ll)  and  10-6  M  (Fig.  IB).  This  observation  is  consistent 
with  that  observed  for  the  detection  of  pertechnetate  (TCO4-) 
ions  by  using  similar  techniques.30  Sackmann  and  Materby 
also  reported  that  the  SERS  intensity  of  adenine  increased 
exponentially  with  its  concentration  when  silver  colloids  were 
used  as  a  SERS  substrate.33  These  observations  suggest  that  the 
technique  could  potentially  be  used  as  a  quantitative  or  semi- 
quantitative  tool  for  the  analysis  or  rapid  screening  of 
perchlorate  in  aqueous  media. 

The  surface  modification  of  Au  nanoparticles  with  DMAE 
enabled  not  only  a  high  sensitivity  but  also  a  good 
reproducibility  in  detecting  CIO4  in  aqueous  solution.  The 
spot-to-spot  reproducibility  of  Raman  signal  at  934  cm-1  was 
evaluated  by  randomly  selecting  about  six  spots  under  the 
microscope  and  measuring  their  corresponding  SERS  spectra 
(Fig.  2).  Results  indicate  that  all  spectra  virtually  overlap  (note 
that  a  small  y-axis  offset  was  used  for  clarity).  The  standard 
deviation  of  the  peak  intensity  at  934  cm-1  was  about  16% 
from  these  different  spots.  Similarly,  the  batch-to-batch 


variations  were  found  to  be  about  ±15%  when  different 
batches  of  the  modified  Au  nanoparticles  were  used.  These 
observations  are  attributed  to  the  fact  that  the  positively 
charged  amine  functional  groups  result  in  the  sorption  and  thus 
an  even  distribution  of  CIO4-  on  Au  nanoparticles.  Also,  as 
indicated  earlier,  the  amine  functional  groups  could  have 
facilitated  the  aggregation  of  Au  colloids,  as  evidenced  by  the 
self-assembly  of  DMAE-modified  Au  nanoparticles  (Fig.  2, 
inset).  Without  surface  modification,  the  analyte  would  be 
unlikely  to  be  distributed  evenly  when  it  dries  or  crystallizes  on 
metal  nanoparticle  surfaces  (one  of  the  contributing  factors  to 
observations  of  so-called  “hot  spots”).  The  probability  of 
finding  such  hot  spots  is  usually  extremely  low  for  detecting 
the  target  analyte.22,23  Nie  and  Emory  have  shown  that  about 
one  in  100  to  1000  silver  colloids  are  perhaps  “hot”  or  SERS- 
active.22  This  has  been  a  major  limiting  factor  for  the  use  of 
SERS  as  a  routine  analytical  tool.  Therefore,  techniques  using 


Fig.  2.  SERS  spectra  of  C1C>4~  (1  X  10-5  M)  obtained  from  six  randomly 
selected  spots  (inset)  on  a  substrate  made  of  DMAE-modified  Au  nanoparticles. 
Each  spectrum  was  offset  for  clarity,  and  the  error  bar  represents  a  standard 
deviation  of  about  16%  at  peak  position  934  cm-1. 
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Fig.  3.  (A)  SERS  spectroscopic  analysis  of  CIO4  in  the  presence  of  background  electrolytes  of  S042  .  P043~,  and  NO3  at  1 0  4  M  each,  and  Cl-  at  1 0  3  M. 

Perchlorate  concentrations  varied  from  (a)  0,  ( b )  10-9,  (c)  10-8,  (d)  10~7,  to  (e)  10-6  M.  (B)  A  log-log  plot  of  the  peak  intensity  at  934  cnr1  against  the  C104- 
concentration. 


surface  modified  Au  nanoparticles  as  SERS  substrates  offer 
clear  advantages  here  for  detecting  CIO4-  with  improved 
sensitivity  and  reproducibility.29,30 

Analysis  of  Perchlorate  in  Contaminated  Samples.  To 
assess  the  potential  interferences  in  the  quantitative  analysis  of 
ClOzT  in  realistic  contaminated  water  samples,  we  further 
examined  the  detection  of  CIO4-  in  the  presence  of  orders  of 
magnitude  higher  concentrations  of  background  electrolytes 
including  SO42-,  PO43-,  and  NO3-,  each  at  10-4  M,  and  Cl-  at 
10-3  M.  The  resulting  SERS  spectra  are  shown  in  Fig.  3 A  at 
perchlorate  concentrations  of  10-6  to  10-9  M.  In  comparison 
with  those  shown  in  Fig.  1A,  the  general  features  of  the  spectra 
remain  unchanged  with  the  exception  of  the  band  at  1045  ctrr1 
(Fig.  3A),  which  was  assigned  to  the  stretching  vibration  of  the 
N03-  ion.  However,  we  note  that  the  peak  intensity  at  1045 
ctrr1  decreased  considerably  with  increasing  concentrations  of 
CKV  in  solution,  especially  at  concentrations  of  10-7  and 
10-6  M.  These  observations  suggest  possible  competitive 
interactions  between  CIO4-  and  NO3-  ions  for  sorption  onto 
the  Au  nanoparticle  substrate.  The  fact  that  the  nitrate  band  at 
1045  cnr1  was  substantially  suppressed  could  be  attributed  to 
the  preferential  sorption  of  CIO4-  ions  because  of  limited 
sorption  sites  on  DMAE-modified  Au  nanoparticles.  Similar 
observations  have  been  reported  when  cystamine-modified 
gold  nanoparticles  were  used  for  the  detection  of  CIO4-  and 
NO3A27 

Although  SO42-  and  PO43  show  vibrational  bands  at  about 
980  and  925  cm-1,  respectively,39  their  Raman  scattering 
apparently  was  not  enhanced  by  using  DMAE-modified  Au 
nanoparticles  as  a  SERS  substrate  and  thus  did  not  significantly 
interfere  with  the  detection  of  CIO4-  ions  (Fig.  3).  These 
results  suggest  that  the  SERS  substrate  enhanced  the  Raman 
scattering  only  for  some  selected  anionic  species,  although 
exact  mechanisms  by  which  the  Raman  scattering  of  different 
ions  or  molecules  is  selectively  enhanced  remain  a  subject  of 
intensive  investigation. 21-24,27,39  One  possible  explanation  is 
that  SO  |2  and  PO43-  ions  are  only  weakly  sorbed  on  the 
SERS  substrate  because  of  their  relatively  high  hydration 
energy  as  compared  with  that  of  the  CIO4-  ion.3  However,  we 
note  that  the  presence  of  these  background  ionic  species  did 
cause  overall  decreased  peak  intensities  at  934  cm-1  for 
perchlorate.  For  example,  at  the  C104-  concentration  of  10-6 


M,  its  peak  intensity  decreased  about  35%  as  compared  with 
that  measured  in  deionized  water  (Fig.  1A).  Such  a  decrease  in 
peak  intensities  of  CIO4-  can  be  expected  because  of  the 
presence  of  2  to  5  orders  of  magnitude  higher  concentrations  of 
background  ionic  species  (NO3-,  SO42-,  PO43-,  Cl-),  which 
may  compete  for  interactions  with  the  SERS  substrate  and  thus 
reduce  the  scattering  signal  of  perchlorate.  On  the  other  hand, 
the  presence  of  these  background  electrolytes  did  not  appear  to 
impact  the  quantitative  analysis  of  perchlorate,  and  a  plot  of  the 
peak  intensity  (at  934  cm-1)  and  the  C104-  concentration 
yielded  a  linear  relationship  on  a  log  scale  (Fig.  3B).  These 
results  again  indicate  that  the  DMAE-modified  Au  SERS 
substrates  could  be  used  for  quantitative  or  semi-quantitative 
analysis  of  CIO4-  in  aqueous  media.  The  technique  has  the 
potential  to  be  used  as  a  rapid  screening  tool  for  environmental 
analysis  because  portable  Raman  spectrometers  are  readily 
available  and  relatively  inexpensive. 

We  further  analyzed  two  contaminated  groundwater  samples 
obtained  from  a  field  site  in  Northern  California.  The 
groundwater  GW-1  contained  a  C104-  concentration  of  8.3  X 
10-6  M,  which  is  about  three  orders  of  magnitude  lower  than 
the  concentration  of  competing  ions  listed  in  Table  I.  The  other 
sample  (GW-2)  had  a  CIO4-  concentration  of  1  X  10-8  M, 
which  is  five  to  six  orders  of  magnitude  lower  than  the 
concentration  of  competing  ions  in  the  water.  These  samples 
were  analyzed  as  is  or  diluted  10  times  with  deionized  water, 
and  the  results  are  shown  in  Fig.  4.  Using  Fig.  3B  as  the 
standard  calibration  curve,  the  calculated  CIO4-  concentrations 
were  7.86  X  10-6  and  1.02  X  10-8  M  for  undiluted  GW-1  and 
GW-2  samples,  respectively. 

These  data  are  in  good  agreement  with  those  obtained  using 
ion  chromatography,  which  were  8.3  X  10-6  and  1  X  10-8  M 
(Table  I).  However,  for  10X  diluted  samples,  the  SERS 
analysis  substantially  overestimated  the  CIO4  concentrations, 
which  were  3.43  X  10-5  and  1.15  X  10-8  M  for  the  GW-1  and 
GW-2  samples.  These  observations  are  not  surprising  because 
the  background  electrolyte  concentrations  in  diluted  samples 
were  substantially  lower  than  those  used  in  the  calibration 
“standards”  (Fig.  3B).  As  a  result,  an  increased  SERS  signal 
was  observed  for  CIO4-  because  of  fewer  matrix  interferences 
in  the  diluted  samples.  However,  by  using  the  calibration  curve 
in  Fig.  IB  (in  deionized  water),  the  calculated  CIO4- 
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Fig.  4.  SERS  spectra  of  two  contaminated  groundwater  samples  (GW-1  and 
GW-2)  {a)  without  dilution  or  ( b )  with  a  10X  dilution.  The  CIO4- 
concentrations  in  undiluted  GW-1  and  GW-2  were  8.3  X  10-6  and  1  X  10-8 
M  (Table  I). 


concentration  in  GW-1  was  1.08  X  10“ 1 2 3 4  5  M,  which  is  close  to 
its  true  value  measured  using  ion  chromatography. 

These  results  thus  emphasize  the  need  to  prepare  samples 
and  reference  standards  in  the  same  or  similar  matrices,  as  a 
common  practice  used  in  any  quantitative  analysis.  For 
practical  applications,  future  studies  and  validation  will  be 
needed  in  order  to  cover  a  wide  variety  of  environmental 
conditions  for  perchlorate  detection;  standard  addition  tech¬ 
niques  may  be  used  to  correct  matrix  interferences  and  thus  to 
ensure  good  reproducibility  in  quantitative  analysis. 
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ABSTRACT  We  describe  plasmonic  interactions  in  suspended  gold  bowtie  nanoantenna  leading  to  strong  electromagnetic  field  (£) 
enhancements.  Surface-enhanced  Raman  scattering  (SERS)  was  used  to  demonstrate  the  performance  of  the  nanoantenna.  In  addition 
to  the  well-known  gap  size  dependence,  up  to  2  orders  of  magnitude  additional  enhancement  is  observed  with  elevated  bowties.  The 
overall  behavior  is  described  by  a  SERS  enhancement  factor  exceeding  1  O' 1  along  with  an  anomalously  weak  power  law  dependence 
of  E  on  the  gap  size  in  a  range  from  8  to  50  nm  that  is  attributed  to  a  plasmonic  nanocavity  effect  occurring  when  the  plasmonic 
interactions  enter  a  strongly  coupled  regime. 

KEYWORDS  Electron  beam  lithography,  FDTD  simulation,  optical  nanoantenna,  single  molecule  SERS,  collective  photonic  effect 


It  is  now  widely  recognized  that  the  extreme  sensitivity 
of  SERS  is  dominated  by  the  electromagnetic  enhance¬ 
ment,  referring  to  the  intense,  spatially  varying  E  fields 
produced  by  plasmonic  coupling  between  closely  spaced 
metal  nanoparticles.1-15  A  particularly  intriguing  feature  of 
the  electromagnetic  enhancement  is  associated  with  the 
presence  of  the  so-called  “nanogap”  effect  where  local  SERS 
enhancement  factors  (EF)  sufficient  for  detection  of  single 
molecules  have  been  observed. 1 ,2  Theoretical  analysis  using 
model  systems  consisting  of  closely  spaced  metal  nano¬ 
structures  have  identified  the  size,  shape,  gap  distance,  the 
wavelength  and  polarization  of  the  incident  light  as  key 
factors  that  govern  the  overall  EF  within  the  nanogap. 1-5,1 6-1 8 
These  advances  in  understanding  the  nanogap  effect  moti¬ 
vated  new  experimental  approaches  that,  instead  of  search¬ 
ing  for  isolated  hot  spots  or  nanogaps  in  random  nanopar¬ 
ticle  aggregates,19'20  use  electron  beam  lithography  (EBL) 
fabricated  periodic  nanostructures. 3,5,21  EBL  is  the  ideal  tool 
for  fabricating  SERS  substrates  with  precisely  defined  shape 
and  systematically  variable  nanogap  size  necessary  for 
gaining  insight  into  the  underlying  enhancement  mecha¬ 
nisms  and  for  achieving  maximal  enhancement.  Recent 
compelling  examples  include  the  demonstration  of  a  strong 
polarization  and  gap  size  dependent  response  from  single 
gold  nanobowties  fabricated  by  EBL,3,7  and  the  high- 
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harmonic  generation  by  resonant  plasmon  field  enhance¬ 
ment  from  a  closely  packed  gold  bowtie  arrays.22  However, 
the  large  enhancement  factors  expected  to  occur  for  gap 
sizes  on  the  order  of  a  few  nanometers  remain  difficult  to 
confirm3-5,7,23  primarily  because  the  resolution  necessary 
for  generating  such  features  is  beyond  the  capabilities  of 
conventional  EBL.  ’  7,15  Overcoming  these  technical  hurdles 
promises  advances  in  fundamental  understanding  of  gap- 
dependent  E  field  coupling  that  enable  design  and  fabrica¬ 
tion  of  a  new  generation  of  nanostructures  that  are  capable 
of  reliably  and  reproducibly  performing  single  molecule 
detection  and  spectroscopy,  and  advanced  optoelectronic 
functionality.5,14,15 

Here  we  demonstrate  large  SERS  enhancement  factors 
exceeding  1011  resulting  from  a  new  configuration  of  el¬ 
evated  gold  bowtie  nanoanatenna  arrays  with  optimized 
array  periodicity.  Figure  1  a  shows  a  schematic  illustration 
of  these  structures,  together  with  a  scanning  electron  mi¬ 
croscope  (SEM)  image  of  the  actual  structures  in  Figure  lb, 
and  the  spatial  distribution  of  the  E  field  intensity  calculated 
by  finite  difference  time  domain  (FDTD)  simulations  shown 
in  Figure  lc.  A  process  combining  nanofabrication  steps  of 
pattern  definition  by  EBL,  metal  deposition,  liftoff,  and 
reactive  ion  etching  (R1E)  arranged  in  a  particular  sequence 
was  used  to  fabricate  the  elevated  gold  bowtie  arrays  on  Si 
wafers  according  to  details  given  in  Supporting  Information. 
A  precisely  controlled  deposition  of  40  nm  gold  on  a  Cr 
adhesion  layer  located  on  top  of  200  nm  tall  Si  posts  was 
used  to  close  the  20  nm  gap  size  defined  by  EBL  to  8  ±  1 
nm.  This  step  also  produces  the  characteristic  overhang  that 
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FIGURE  1 .  (a)  Schematic  illustration  of  elevated  gold  bowties  on  top  of  Si  posts  etched  into  a  Si  wafer  with  a  magenta  colored  Cr  adhesion 
layer  between  the  gold  layer  and  the  Si  post,  (b)  Side  view  SEM  image  of  a  three-dimensional  gold  bowtie  nanoantenna  with  a  gap  of  8  ±  1 
nm.  (c)  The  spatial  distribution  of  the  E  field  intensity  calculated  by  FDTD  simulations  for  bowtie  equilateral  triangle  sides  of  1 00  nm,  gap  size 
of  10  nm,  Si  posts  of  40  nm  in  diameter  and  200  nm  in  height,  and  an  apex  width  of  10  nm  (see  Supporting  Information  Figure  S3).  The 
intensity  is  given  by  a  logarithmic  scale  color  bar.  (d)  Comparison  of  SERS  spectra  ofp-mercaptoaniline  from  elevated  and  nonelevated  bowtie 
array  substrates. 


along  with  the  post  defines  the  three-dimensional  nanoan¬ 
tenna  (Figure  lb)  and  distinguishes  these  structures  from 
gold  bowties  that  remain  attached  to  the  substrate.3,7,21,22 
The  contrast  in  SEM  backscattered  electron  images  (Sup¬ 
porting  Information  Figure  SI)  shows  that  only  the  bowties 
and  not  the  posts  are  coated  with  gold.  A  comparison  of 
SERS  spectra  of  elevated  bowties  with  that  of  bowties 
attached  to  the  substrate  is  shown  in  Figure  1  d.  The  elevated 
bowties  allow  manifestation  of  intrinsic  plasmonic  coupling 
effects  in  suspended  nanocavities,  or  the  tip-to-tip  nanogaps, 
from  structures  that  are  not  in  physical  contact  with  a 
substrate.  This  configuration  results  in  up  to  2  orders  of 
magnitude  additional  enhancement  in  SERS  response  com¬ 
pared  to  that  of  nonelevated  bowtie  arrays  (Figure  1  d).  The 
influence  of  the  post  heights  on  the  SERS  response  is 
confirmed  by  and  qualitatively  agrees  with  FDTD  simulation 
results  illustrated  in  Supporting  Information  Figure  S4. 
Experimental  studies  of  SERS  dependence  on  the  post  height 
are  the  subject  of  ongoing  work  and  will  be  described  in  a 
future  publication. 

Different  density  arrays  shown  in  Figure  2a  were  fabri¬ 
cated  by  changing  the  center-to-center  distance  (ccd)  in  rows 
along  the  bowtie  axis,  and  the  row-to-row  distance  (rrd).  The 
isolated  bowtie  arrays  shown  in  image  II  of  Figure  2a  have 
a  dimension  of  ccd  =  rrd  =  2  pm  that  is  close  to  the  laser 
spot  size,  which  ensures  that  the  SERS  measurements 
represent  local  response  from  a  single  bowtie.  We  next 


compare  the  SERS  response  of  isolated  bowties  with  that 
from  high-density  (III)  and  low-density  (I)  arrays  in  Figure 
2a  with  specific  periodicity  of  ccd  =  rrd  =  300  nm,  and  ccd 
=  785  nm,  rrd  =  2  pm,  respectively.  The  Raman  EF  for  these 
arrays  shown  in  Figure  2b  was  determined  from  the  SERS 
intensity  of  a  probing  molecule,  p-mercaptoaniline  (pMA).6,24 
Exposure  of  the  bowties  to  a  pMA  solution  (1 0-5  M)  results 
in  the  chemisorption  and  uniform  coating  of  the  gold  surface 
by  a  monolayer  of  pMA  molecules  that  ensures  unambiguous 
determination  of  the  SERS  enhancement  and  good  repro¬ 
ducibility  (Supporting  Information  Figure  S2).  The  EF  was 
determined  following  a  procedure  established  in  the  liter¬ 
ature3,6,24-26  and  is  described  in  Supporting  Information. 
Here  the  EF  represents  the  ratio  of  the  SERS  signal  to  the 
nonenhanced  bulk  Raman  signal  measured  and  normalized 
per  molecule  for  the  1588  crrT1  Raman  band. 

For  all  arrays,  the  EF  increases  with  decreasing  gap  size 
and  reaches  2  x  1 01 1  and  7  x  1 0"  at  the  smallest  gap  of  8 
±  1  nm  for  the  isolated  and  low-density  bowtie  arrays 
(Figure  2b).  These  values  match  the  largest  enhancements 
reported  for  nanoshells  and  nanoparticle  aggregates  that 
typically  contain  a  number  of  randomly  distributed  hot 
spots.6,19,20,24  In  addition  to  the  distinct  gap  size  dependence 
that  dominates  the  response  of  isolated  bowties,  we  dem¬ 
onstrate  that  the  bowtie  arrays  are  also  subject  to  collective 
interactions  that  either  degrade  or  further  enhance  the 
overall  SERS  response.  The  trends  in  Figure  2b  identify  the 
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FIGURE  2.  Determination  of  the  gap  size  dependence  and  the  long- 
range  collective  plasmonic  effects  in  SERS  enhancement  using 
elevated  gold  bowtie  nanoantenna  arrays,  (a)  SEM  images  of  the 
elevated  gold  bowtie  arrays  with  varying  center-to-center  distance 
in  rows  along  the  bowtie  axis,  and  row-to-row  distance,  (b)  A  log— log 
plot  of  SERS  enhancement  factors  as  a  function  of  bowtie  nanogap 
size  in  arrays  I,  II,  and  III  with  different  bowtie  spacing.  The  slope  is 
determined  by  fitting  the  power-law  relationship  of  EF  °c  Adm  to  the 
experimental  data. 

array  periodicity  as  the  critical  factor  that  determines  the  EF 
change.  The  maximal  enhancement  is  achieved  when  the 
periodicity  of  the  arrays  matches  the  laser  wavelength.  In 
particular,  we  note  that  the  EF  from  the  high-density  bowtie 
array  with  ccd  =  rrd  =  300  nm  (Ill  in  Figure  2)  was  about  1 
order  of  magnitude  lower  than  that  for  the  isolated  bowties. 
In  contrast,  the  low-density  arrays  with  optimized  periodicity 
of  ccd  =  785  nm  (I  in  Figure  2)  that  matches  the  Raman  laser 
wavelength,  produced  an  EF  with  nearly  an  order  of  mag¬ 
nitude  additional  increase  above  that  for  isolated  bowties. 
These  observations  represent  the  first  definitive  experimen¬ 
tal  confirmation  of  the  theoretically  predicted  long-range 
collective  photonic  effect. 16,1 7,27  This  important  finding 
suggests  that  even  greater  enhancements  might  have  been 
realized  in  previous  experiments12,22  had  the  bowtie  or 
nanoparticle  arrays  been  more  sparsely  distributed. 

The  FDTD  simulations  identify  the  shape  and  sharpness 
(w)  of  the  triangle’s  apex  (Supporting  Information  Figure  S3) 
as  factors  that  affect  efficient  coupling  of  the  incident  optical 
radiation  into  the  bowtie  gap.  The  spatial  distribution  plot 
of  the  E  field  intensity  in  Figure  1  c  shows  that  for  elevated 
bowties  the  nanogap  effect  is  strongly  localized  in  the 
volume  between  the  tips  of  the  triangles.  In  addition,  Figure 


FIGURE  3.  Comparison  of  the  FDTD  calculated  maximum  field  |E|4 
enhancement  (dashed  lines  with  open  symbols)  for  apex  widths  w 
=  1,  5,  and  20  nm  with  the  experimentally  determined  SERS 
enhancement  (solid  line  with  solid  diamonds)  as  a  function  of 
nanogap  size  for  elevated  bowtie  arrays  with  ccd  =  rrd  =  300  nm 
(III  in  Figure  2).  The  slope  is  determined  by  fitting  the  power-law 
relationship  of  EF  =  E|4  =  Adm  to  the  data. 

3  illustrates  that  the  nanogap  effect  and  the  resulting  SERS 
response  become  stronger  with  the  apex  sharpness  (w) 
increasing  from  20  to  1  nm. 

The  elevated  gold  bowtie  arrays  reveal  another  important 
feature  of  the  EF.  A  log— log  plot  of  the  EF  against  the  gap 
size,  d,  gives  a  straight  line  with  a  slope  (m)  near  —2.2  ±  0. 1 
for  the  bowtie  arrays  (Figure  2b).  Similar  magnitude  and 
slope  are  obtained  using  FDTD  simulations  for  the  high- 
density  bowtie  arrays  with  apex  width  near  1  nm  (Figure 
3).  On  the  basis  of  the  general  relationship  of  the  EF  «  |£|4 
=  Adm,  this  behavior  is  equivalent  to  a  weak  power  law 
dependence  of  E  on  the  gap  size  given  by  E  ~  dr0  56,  that  is 
even  weaker  than  the  decay  of  a  monopole  field  according 
to  Coulomb’s  law  of  E  ~  cT2.  These  findings  suggest  that 
narrowing  the  gap  separation  between  the  two  prisms  below 
~50  nm  the  bowties  enter  into  a  regime  characterized  by 
exceptionally  strong  E  field  within  the  gap  region.  In  this 
strongly  coupled  regime,  the  E  field  shows  little  attenuation 
possibly  due  to  resonant  nanocavity  effects28  supported  by 
both  experimental  observations  and  the  FDTD  simulation 
(Supporting  Information  Figure  S5).  However,  the  weak 
power  law  dependence  may  also  include  a  component 
resulting  from  red  shifting  of  the  plasmon  resonant  fre¬ 
quency  with  decreasing  gap  size. 17,29,30  According  to  the 
plasmon  ruler  equation31,32  the  plasmon  wavelength  shift 
reaches  maximum  for  very  small  gap  sizes  and  decays 
exponentially  with  the  gap  size.  Nevertheless,  an  important 
technological  significance  of  this  weak  attenuation  comes 
with  the  realization  that  in  the  strong  coupling  regime  the 
arrays  can  tolerate  a  certain  degree  of  gap  size  nonunifor¬ 
mity  and  geometrical  imperfection  without  losing  their 
ability  for  large  field  enhancement.  The  spatial  localization 
of  a  free-standing,  finite  plasmonic  volume  enabled  by  the 
three-dimensional  suspended  bowtie  nanoantenna  substan¬ 
tially  expands  the  versatility  of  utilizing  £-field  enhancement 


2010  American  Chemical  Society 


4954 


DOI:  10.1021/nll02963g  I  Nano  Lett.  2010,  10,  4952-4955 


NANCU™j) 


that  has  numerous  applications  in  chemistry  and  physics 
including  single  molecule  spectroscopy,  and  a  variety  of 
advanced  optical  characterization,  manipulation,  and  optical 
information  processing  using  periodic  metallic  nano¬ 
structures. 
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Detection  and  analysis 
of  cydotrimethylenetrinitramine  (RDX) 
in  environmental  samples  by  surface-enhanced 
Raman  spectroscopy 

Nahla  A.  Hatab,a*  Gyula  Eres,b  Paul  B.  Hatzingerc  and  Baohua  Gua 


Techniques  for  rapid  and  sensitive  detection  of  energetics  such  as  cydotrimethylenetrinitramine  (RDX)  are  needed  both  for 
environmental  and  security  screening  applications.  Here  we  report  the  use  of  surface-enhanced  Raman  scattering  (SERS) 
spectroscopy  to  detect  traces  of  RDX  with  good  sensitivity  and  reproducibility.  Using  gold  (Au)  nanoparticles  (~90- 1 00  nm  in 
diameter)  as  SERS  substrates,  RDX  was  detectable  at  concentrations  as  low  as  0.1 5  mg/I  in  a  contaminated  groundwater  sample. 
This  detection  limit  is  about  two  orders  of  magnitude  lower  than  those  reported  previously  using  SERS  techniques.  A  surface 
enhancement  factor  of  ~6  x  1 04  was  obtained.  This  research  further  demonstrates  the  potential  for  using  SERS  as  a  rapid,  in  situ 
field  screening  tool  for  energetics  detection  when  coupled  with  a  portable  Raman  spectrometer.  Copyright  ©2010  John  Wiley 
&  Sons,  Ltd. 
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Introduction 

The  real-time  detection  of  explosive  compounds  for  environ¬ 
mental  monitoring  and  security  screening  is  a  rapidly  evolving 
field  and  is  important  for  both  environmental  safety  and  na¬ 
tional  security.  Cydotrimethylenetrinitramine  (RDX)  is  one  of  the 
most  commonly  used  explosives,  and  it  is  frequently  detected  in 
soils  and  groundwater  at  or  near  military  installations  because 
of  its  long  persistence  and  high  mobility.11-51  For  example,  the 
U.S.  Army  is  reported  to  have  583  sites  at  82  installations  with 
explosives  in  groundwater  and  87  additional  locations  with  sus¬ 
pected  groundwater  contamination.151  In  addition,  studies  have 
shown  that  munition  compounds  on  ranges  and  other  military 
testing  sites  are  often  heterogeneously  distributed  in  surface  soils, 
with  RDX  concentrations  ranging  from  less  than  0.5  mg/kg  up  to 
10  000  mg/kg  for  samples  collected  only  a  few  feet  from  each 
other.11,21  Currently,  the  detection  and  analysis  of  RDX  is  con¬ 
ducted  primarily  via  high-performance  liquid  chromatography 
(HPLC)  (USEPA  Method  8330),  which  requires  expensive  capital 
equipment  and  significant  costs  for  sample  collection  and  ship¬ 
ping  as  well  as  for  laboratory  extraction  and  analysis.  Moreover, 
typical  turnaround  times  for  explosives  analysis  by  commercial 
laboratories  are  2  weeks  or  longer.  Rapid,  in  situ  field  detection 
and  screening  technologies  are  therefore  desirable  to  perform 
cost-effective  assessments  within  military  testing  and  training 
ranges  to  identify  potential  areas  of  groundwater  contamination 
with  explosives  such  as  RDX. 

Surface-enhanced  Raman  scattering  (SERS)  spectroscopy  has 
the  potential  to  serve  as  a  rapid  screening  tool  for  detecting 
many  different  chemical  and  biological  agents.  For  example, 
SERS  has  been  demonstrated  to  be  a  useful  technique  for  the 
identification  of  explosives,16-101  chemical  warfare  agents,111,121 
and  bacteria.113-151  The  vibrational  spectrum  generated  using  this 


technique  provides  a  'fingerprint'  of  the  chemical  composition 
of  each  agent.  In  addition,  SERS  is  often  more  sensitive  than 
traditional  Raman  spectroscopy  because  the  vibrational  modes 
of  the  analyte  can  be  easily  enhanced  1 02  —  1 09  times  when  the 
analyte  is  adsorbed  on  noble-metal  surfaces.  This  is  due  to  the 
high  effective  SERS  cross  section  per  molecule,  which  allows 
for  detection  of  up  to  only  a  few  molecules.  Two  mechanisms 
have  been  known  to  account  for  the  SERS  effect.116,171  The 
electromagnetic  mechanism  is  believed  to  be  responsible  for 
the  main  enhancement  that  occurs  as  a  result  of  the  excitation 
of  surface  plasmons  localized  on  roughened  metal  surfaces.  The 
second  mechanism  is  related  to  an  increased  polarizability  of 
adsorbed  molecules  due  to  specific  interactions  or  coupling 
effects  between  the  metal  surface  and  the  adsorbed  molecule, 
although  this  mechanism  has  a  much  smaller  contribution  to  the 
overall  enhancement.  Also,  the  SERS  technique  requires  little  or  no 
sample  preparation  or  pretreatment  and  a  small  sample  volume 
(usually  tens  of  microliters).  Moreover,  it  is  rapid  and  virtually 
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nondestructive,  and  most  analytes  can  be  analyzed  directly  in 
water.  The  availability  of  portable  Raman  spectrometers  also 
makes  it  possible  to  interface  it  with  an  SERS  probe,  permitting 
rapid,  in  situ  field  detection  and  screening.1181  Therefore,  the  SERS- 
based  methods  have  the  potential  to  reduce  time,  operational 
costs,  and  waste  generated  during  the  analysis  while  providing 
discriminative  quantification  of  analytes  in  a  single  measurement. 

The  potential  of  SERS  for  trace  analysis  of  explosives  has  been 
explored  in  recent  years.17,8-1 1,191  In  an  early  study,  Kneipp  efo/.171 
reported  a  minimum  detection  limit  of  1 0~7  M  for  trinitrotoluene 
(TNT)  adsorbed  on  gold  and  silver  nanoparticles  in  laboratory- 
prepared  solutions.  More  recently,  a  detection  limit  of  10“12  M  for 
TNT  was  achieved  by  using  synthesized  Ag  nanoparticles  as  SERS 
substrates  and  by  adjusting  the  pH  of  the  TNT  aqueous  solution.11 11 
SERS  was  also  found  to  be  applicable  for  detecting  the  chemical 
vapor  signature  emanating  from  buried  TNT-based  landmines 
at  a  concentration  level  of  5  pg/l  using  a  flow-through  probe 
head  design  and  electrochemically  etched  gold  substrates.181 
Gold  substrates  produced  by  a  nanosphere  imprinting  technique 
were  recently  shown  to  be  applicable  not  only  for  SERS  detection 
of  TNT  but  also  for  detection  of  RDX  and  cyclotetra-methylene- 
tetranitramine  (HMX)  at  4.5  x  1CT4  M  for  both  nitramines.1191 
While  the  SERS  technique  shows  great  promise  for  detection 
of  explosives,  most  of  these  previous  studies  were  performed 
in  laboratory-prepared  solutions  rather  than  in  environmental 
samples.  Trace  detection  by  SERS  is  known  to  face  potential  com¬ 
plications  from  environmental  matrixes,  which  can  compromise 
the  performance  and  accuracy  of  the  analysis.  In  addition,  to  the 
best  of  our  knowledge,  there  have  been  no  SERS  studies  to  detect 
RDX  in  realistic  environmental  groundwater  samples. 

In  this  work,  we  report  on  the  synthesis  and  use  of  Au 
nanoparticles  as  sensitive  SERS  substrates  for  detecting  RDX 
explosive  at  concentrations  as  low  as  about  1  x  10-6  M  in  a 
contaminated  groundwater.  The  substrates  were  evaluated  in 
terms  of  both  sensitivity  and  reproducibility  for  detecting  RDX.  An 
SERS  enhancement  factor  of  about  6  x  104  was  obtained,  and  the 
technique  was  validated  by  detecting  RDX  in  an  environmental 
sample  using  the  standard  addition  method. 

Experimental 

RDX  reference  standard  (1  mg/ml  in  acetonitrile)  was  purchased 
from  AccuStandard,  Inc.  Thionine,  HAuCI4,  cetyltrimethylammo- 
nium  bromide  (CTAB),  trisodium  citrate  hydrate,  and  sodium 
borohydride  were  obtained  from  Aldrich.  Deionized  (Dl)  water 
with  resistivity  higher  than  18.2  Mf2-cm  (Barnstead  E-pure)  was 
used  when  preparing  aqueous  solutions.  The  gold  nanoparticles 
were  prepared  by  a  seed-mediated  growth  approach120,211  involv¬ 
ing  the  reduction  of  HAuCI4  with  borohydride  in  the  presence  of 
trisodium  citrate.  Au  seeds  were  first  prepared  and  used  to  grow 
larger  nanoparticles  in  the  presence  of  CTAB,  additional  HAuCU, 
and  ascorbic  acid  as  a  reducing  agent.  Briefly,  2.0  ml  of  ice-cold 
0.1  M  NaBH4  was  added  to  a  40  ml  aqueous  solution  containing 
2.5  x  10~3  M  HAuCI4  and  2.5  x  10-4  M  trisodium  citrate  with 
vigorous  stirring.  The  solution  immediately  turned  orange,  indi¬ 
cating  the  formation  of  gold  nanoparticles.  Citrate  serves  as  a 
capping  agent  in  this  solution,  and  the  gold  seeds  were  observed 
to  be  stable  for  at  least  1  month.  Larger  gold  nanoparticles  were 
subsequently  synthesized  as  follows.  A  1 00-ml  vial  and  four  45-ml 
vials  were  labeled  '1'  through  '5'.  To  each  of  these  vials,  8  ml  of 
2.5  x  10~3  M  HAuCI4  and  0.5  ml  1  x  10~3  M  CTAB  were  added. 


followed  by  the  addition  of  70  pi  of  0.10  M  of  freshly  prepared 
ascorbic  acid  solution  under  gentle  stirring.  The  seed  solution 
(3  ml)  was  then  added  to  sample  1  and,  after  1  min,  the  sample 
1  suspension  (11.5  ml)  was  drawn  and  added  to  sample  2  with 
gentle  stirring.  This  procedure  was  repeated  from  sample  2  to 
sample  5,  and  the  ending  Au  nanoparticle  suspension  (sample  5) 
was  stored  in  a  refrigerator  for  48  h  before  use.  Excess  CTAB  was 
removed  by  centrifugation  and  washing  with  Dl  water  three  times. 

The  extinction  spectra  of  as-synthesized  Au  nanoparticles  were 
recorded  using  an  HP  UV-VIS  8453  spectrophotometer  (Agilent 
Technologies)  after  diluting  5  pi  of  the  Au  suspension  in  6  ml  of  Dl 
water.  Scanning  electron  microscopy  (SEM)  images  were  obtained 
using  a  Hitachi  S4800  FEG-SEM  scanning  electron  microscope 
operated  at  4  kV.  SERS  spectra  were  obtained  using  a  Renishaw 
micro-Raman  system  (Renishaw  Inc.)  equipped  with  a  300  mW 
near-infrared  diode  laser  for  excitation  at  a  wavelength  of  785  nm. 
The  laser  beam  was  set  in  position  with  a  50x,  0.5  NA  (numerical 
aperture)  Leica  microscope  objective  at  a  lateral  spatial  resolution 
of  ~2  pm.  A  charge-coupled  device  array  detector  was  used  to 
achieve  signal  detection  from  a  1200  groove/mm  grating  light 
path  controlled  by  Renishaw  WiRE  software  and  analyzed  by 
ThermoGalactic  GRAMS  software. 

RDX  working  standard  solutions  of  1 0-4  to  1 0-7  M  were  prepared 
from  a  stock  solution  of  8  x  10-4  M  by  diluting  the  reference 
standard  in  Dl  water.  SERS  samples  were  prepared  by  mixing 
0.5  ml  of  the  Au  nanoparticle  suspension  with  250  pi  of  RDX 
standard  solutions  at  different  concentrations.  This  mixed  RDX 
and  Au  nanoparticle  suspension  (50  pi)  was  then  placed  on  a 
glass  slide  for  SERS  analysis  after  the  droplet  was  air-dried.  The 
calibration  curves  and  the  reproducibility  studies  were  performed 
on  the  same  day  to  minimize  error  associated  with  instrument 
variability. 

To  evaluate  the  applicability  of  SERS  technique  to  detect 
RDX  in  the  environment,  a  contaminated  groundwater  sample 
was  obtained  from  a  U.S.  Navy  facility  in  Virginia  and  used 
as  received.  This  sample  is  characterized  with  a  low  pH  and 
contained  18  mg/I  of  total  organic  carbon  (TOC).  Major  cations 
and  anions  included  sulfate  (21.5  mg/I),  chloride  (18.0  mg/I), 
sodium  (39.7  mg/I),  magnesium  (7.65  mg/I),  calcium  (19.7  mg/I), 
and  potassium  (7.5  mg/I).  The  analysis  was  performed  by  the 
standard  addition  method,  in  which  15  ml  of  the  groundwater 
sample  (with  an  unknown  concentration  of  RDX)  were  spiked  with 
0,  50,  70,  1 75,  or  300  pi  of  a  stock  solution  of  RDX  (at  1 77.7  mg/I). 
The  final  volume  was  made  up  to  25  ml  with  Dl  water.  The 
characteristic  Raman  band  intensity  at  874  cm'1  for  RDX  for  each 
sample  was  plotted  against  the  final  added  concentration  of  RDX, 
and  a  linear  regression  routine  was  used  to  calculate  the  absolute 
value  of  the  X-intercept,  which  is  equal  to  the  concentration  of 
RDX  in  groundwater. 

Results  and  Discussion 

The  as-synthesized  Au  nanoparticles  were  first  characterized  for 
their  absorption  spectra  by  UV-vis  spectroscopy  and  for  their  size 
and  morphology  by  SEM  (Fig.  1(A)  and  (B)).  Both  spectra  of  Au 
nanoparticles  and  Au  seeds  (Fig.  1  (A))  showed  a  broad  absorption 
band  which  has  been  referred  to  as  the  plasmon  resonance 
absorption  band  and  is  ascribed  to  a  collective  oscillation  of 
the  conduction  electrons  in  response  to  optical  excitation.122-241 
Absorption  bands  are  centered  at  528  nm  for  Au  seeds  and 
635  nm  for  Au  nanoparticles;  the  position  of  the  plasmon  band 
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Figure  1.  (A)  UV-visible  spectra  of  the  Au  seeds  and  Au  nanoparticles  in 
water.  (B)  SERS  spectra  of  (1  x  10  6  M  thionine)  from  Au  seeds  and  Au 
nanoparticles.  Inset  is  a  scanning  electron  micrograph  of  synthesized  Au 
nanoparticles  with  an  average  diameter  of  90  nm. 


thus  red-shifted  from  Au  seeds  to  Au  nanoparticles  due  to 
increased  particle  size  (confirmed  by  SEM  measurements  shown  in 
Fig.  1  (B)).  Au  nanoparticles  had  an  average  diameter  of  90±  1 0  nm, 
and  exhibited  spherical  to  diamond  shaped  morphologies 
when  compared  with  spherical  Au  seeds  (~3.5  nm).1201  These 
observations  are  consistent  with  previous  studies,  in  which  the 
absorption  maximum  of  Au  nanoparticles  was  found  to  depend 
on  the  size  and  shape  of  the  particles.125-271  For  spherical  Au 
nanoparticles,  the  plasmon  band  maximum  typically  falls  between 
520  and  530  nm. 

The  synthesized  Au  nanoparticles  were  observed  to  give  a  good 
SERS  response  when  thionine  was  used  as  the  probing  molecule 
(Fig.  1  (B)).  At  the  concentration  of  1 0~6  M,  SERS  spectral  intensity 
using  Au  nanoparticles  was  found  to  be  ~80%  greater  than 
that  using  the  Au  seeds.  This  result  is  consistent  with  previously 
reported  data  by  Ruan  efa/.1281  It  has  been  empirically  established 
that  strong  SERS  effects  are  obtained  when  the  laser  excitation 
is  within  the  long-wavelength  absorption  band  corresponding  to 
the  collective  plasmon  oscillations.129,301  Because  the  absorption 
spectra  of  the  Au  nanoparticles  show  a  single  resonance  at  about 
635  nm  (Fig.  1(A)),  either  the  red  (633  nm)  or  near-IR  (785  nm) 
laser  excitation  should  be  in  resonance  with  surface  plasmon  of 
the  Au  surface  and  thus  suitable  for  the  analysis.  For  example, 
Kwon  efa/.1201  reported  that  gold  nanoparticles  with  an  average 
size  of  60-70  nm  showed  the  most  intense  SERS  response  when 
excited  at  650  nm.  Wei  efa/.1311  found  an  optimum  Au  particle 
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M  to  5  x  10-5  M.  Laser  power  was  ~1  mW  at  the  exit  of  the  microscope 
objective,  and  the  scan  time  was  ~10  s.  (B)  Peak  area  at  873  cm  -1  as  a 
function  of  RDX  concentration. 


size  of  roughly  90  nm  for  excitation  at  785  nm.  The  785-nm  laser 
excitation  was  used  in  this  study  partly  because  the  use  of  near-IR 
excitation  appears  to  give  higher  SERS  enhancement  and  produce 
the  lowest  fluorescence  background  from  samples.128’32-35'  This 
property  is  particularly  advantageous  in  detecting  complex 
organic  molecules  such  as  pyridine,1341  adenine,1351  thionine,1281 
and  RDX,  as  shown  in  this  study.  For  example,  Chase  and 
Parkinson1341  found  that  the  SERS  enhancement  factor  for  pyridine 
on  Au  is  higher  by  using  the  near-IR  rather  than  visible  laser 
excitation.  Kneipp  efa/.1351  showed  a  large  SERS  enhancement 
factor  for  adenine  when  near-IR  excitation  was  used. 

The  Au  nanoparticles  were  subsequently  used  to  investigate 
the  detection  of  RDX  explosive  at  varying  concentrations  ranging 
from  10-4  to  10-6  M,  and  the  resulting  SERS  spectra  are  shown 
in  Fig.  2(A).  All  spectra  were  collected  in  the  range  from  300  to 
2000  cm-1  to  cover  most  Raman  bands  of  RDX  along  with  the 
conventional  Raman  spectrum  of  pure  RDX  for  comparison.1361 
Since  only  the  vibrational  modes  of  analyte  moieties  adsorbed 
on  the  Au  surface  are  enhanced,  there  are  typically  fewer  peaks 
in  the  SERS  spectrum  than  in  the  conventional  Raman  spectrum 
(without  using  gold  as  an  SERS  substrate).  This  observation  is 
consistent  with  those  reported  in  the  literature.119’37’381  The  typical 
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Raman  bands  assignments  of  RDX  are  as  follows:  the  band  at 
874  cm”1  is  attributed  to  the  symmetric  ring-breathing  mode; 
the  band  at  930cm”1  is  assigned  to  ring  stretching  and  N-0 
deformation;  the  band  at  1258  cm”1  is  due  to  CH2  scissoring 
and  N-N  stretch  vibration;1371  the  band  at  1312  cm”1  results 
from  CH2  wagging;  the  band  at  1370  cm”1  is  uN02  symmetric 
stretching  vibration  and  f1CH2  scissoring;  finally,  the  band  at 
1560  cm"1  is  attributed  to  the  uN02  asymmetric  stretch  in  nitro 
amines.137,381 

The  strongest  SERS  Raman  band  for  RDX  occurred  at  874  cm”1 
and  its  intensity  increased  with  an  increase  of  the  RDX  concen¬ 
tration  in  solution  (Fig.  2(A)).  SERS  spectra  of  RDX  at  different 
concentrations  showed  that  most  of  the  bands  could  be  identified 
at  the  lowest  concentration  of  1  x  10”6  M  RDX  with  negligible 
background.  On  the  basis  of  previously  established  techniques, 
the  enhancement  factor  (EF)  can  be  estimated  using  the  following 
equation:128, 391 

^/AWsersA  (1) 

\  Wsurf'norm  / 

where  /sers  and  lnorm  are  the  measured  peak  areas  at  874  cm”1 
from  the  SERS  spectra  and  the  normal  Raman  spectra  of  RDX, 
respectively.  A/bUik  and  A/surf  are  the  estimated  number  of  RDX 
molecules  in  the  reference  sample  (normal  Raman  without  Au 
nanoparticles)  and  the  SERS  enhanced  sample,  respectively.  These 
measurements  were  performed  under  the  same  experimental 
conditions  for  direct  comparisons  of  data  and  calculations  of 
EF.  The  maximum  number  of  adsorbed  RDX  molecules  was 
calculated  following  the  method  developed  by  Ding  eta/.1401 
and  found  to  be  approximately  4.65  x  106  per  Au  particle.1281 
The  calculated  EF  for  SERS  detection  of  RDX  explosive  was 
therefore  about  6  x  1 04,  which  is  higher  than  the  EF  previously 
observed  for  thionine  in  our  group.1281  This  enhancement,  which 
can  be  attributed  to  an  enhanced  electromagnetic  field  upon  laser 
excitation,  is  consistent  with  many  theoretical  and  experimental 
studies  showing  that  a  large  SERS  enhancement  occurs  when  the 
analyte  is  situated  at  the  junction  or  nanoneck  of  two  adjacent  Au 
nanoparticles.141  _441 

Quantitative  SERS  analysis  of  RDX  at  different  concentrations 
was  also  evaluated  (Fig.  2(B)).  The  characteristic  peak  area  at 
874  cm”1  was  integrated  through  the  instrument  software  and 
plotted  as  a  function  of  the  RDX  concentration.  The  linear 
dynamic  range  for  SERS  analysis  of  RDX  was  found  from  the 
lower  detection  limit  of  1  x  1 0”6  M  to  5  x  1 0”5  M  (Fig.  2(B)).  The 
band  area  increased  linearly  with  RDX  concentration  throughout 
this  range,  but  linearity  was  lost  when  the  RDX  concentration 
exceeded  5  x  10”5  M.  This  detection  limit  (1  x  10”6  M  or 
0.22  mg/I)  is  more  than  two  orders  of  magnitude  lower  than  that 
previously  reported  in  the  literature  (4.5  x  10”4  M  or  100  mg/I) 
using  SERS  analysis.1191  Flowever,  we  note  that  the  previous 
study1191  used  a  gold-coated  polystyrene  nanosphere  film  as 
the  SERS  substrate  and  data  were  recorded  using  a  portable 
Raman  spectrometer.  The  reported  differences  in  sensitivity  are 
partially  attributed  to  the  use  of  different  SERS  substrates  and 
instrumentation. 

The  reproducibility  of  SERS  measurements  of  RDX  from  a  given 
substrate  is  important  especially  for  sensitive  and  trace  level 
detections.  We  thus  evaluated  the  sample-to-sample  variations 
using  different  batches  of  Au  nanoparticles  at  a  fixed  concentration 
of  5  x  10“5  M  RDX  (Fig.  3).  The  results  indicate  that  all  spectra 
overlap  with  a  standard  deviation  of  about  21%  for  the  band 
area  centered  at  874  cm”1 .  This  standard  deviation  is  considered 
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Figure  3.  SERS  spectra  of  5  x  10  5  M  RDX  using  different  batches  of  Au 
nanoparticles  as  SERS  substrates  for  reproducibility  evaluation. 

reasonableforSERS  measurements  and  suggests  that  our  synthesis 
approach  resulted  in  the  production  of  Au  nanoparticles  of 
consistent  size  and  shape  among  replicate  batches.  The  data 
also  suggest  that  the  SERS  technique  presented  herein  holds 
promise  as  a  quantitative  and  qualitative  tool  for  rapid  screening 
of  RDX. 

The  SERS  technique  for  detecting  RDX  was  further  validated 
using  a  contaminated  groundwater  sample  obtained  form  a 
U.S.  Navy  site  (Fig.  4(A)  and  (B)).  Rapid  detection  and  screen¬ 
ing  of  RDX  explosives  in  the  environment  represent  a  significant 
challenge  because  current  analytical  techniques  involve  lengthy 
laboratory  preparations  and  the  use  of  expensive  instrumenta¬ 
tion  (e.g.  EPA  Method  83  30). 145,461  Moreover,  groundwater  can 
contain  organic  impurities  which  can  interfere  with  the  detec¬ 
tion  and  identification  of  explosives  such  as  RDX,  since  the  EPA 
method  relies  on  HPLC  with  analyte  detection  via  retention  time 
only,  which  is  potentially  susceptible  to  false  positives.  The  SERS 
Raman  technique  holds  promise  because  the  vibrational  mode 
of  the  SERS  spectrum  of  a  given  molecule  is  specific  and  can 
provide  unique  fingerprinting  for  various  organic  or  inorganic 
molecules.  Flere  we  showed  that  SERS  can  be  used  for  sensitive 
detection  of  RDX  in  environmental  samples  and  could  poten¬ 
tially  offer  a  valuable  tool  for  rapid  screening  and  characterization 
of  energetics  in  the  environment  (Fig.  4(A)  and  (B)).  Using  the 
standard  addition  technique,  SERS  analysis  revealed  that  the  site 
groundwater  contains  about  0.15  ±  0.12  mg/I  RDX.  The  con¬ 
centration  determined  by  SERS  compared  favorably  with  that 
determined  by  HPLC  via  EPA  Method  8330  (i.e.  0.12  =E  0.4  mg/I) 
for  the  same  sample.  The  standard  addition  technique  was  used 
to  correct  for  matrix  interferences  because  of  the  presence  of 
unknown  constituents  in  the  groundwater.  Results  showed  that 
the  peak  intensity  at  about  874  cm”1  increased  consistently  by 
spiking  the  groundwater  sample  with  increasing  concentrations 
of  RDX.  The  error  reported  in  the  RDX  concentration  represents 
the  standard  deviation  determined  using  the  method  by  Skoog 
eta/.1471 

Our  results  represent  the  first  use  of  SERS  to  detect  RDX  in 
a  contaminated  groundwater  at  an  environmentally  relevant 
concentration,  although  the  SERS  technique  has  been  previously 
demonstrated  to  detect  a  range  of  pollutants  such  as  TNT, 
perchlorate,  pertechnetate,  and  uranium  in  groundwater  at  low 
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Figure  4.  (A)  SERS  spectra  of  a  contaminated  groundwater  sample  using 
the  standard  addition  method.  (B)  Standard  addition  curve  for  determining 
the  RDX  concentration  in  groundwater. 

concentrations. [48_50]  Ourworkfurtherdemonstrates  the  potential 
for  developing  a  field  SERS  detector  coupled  with  a  portable 
Raman  spectrometer.  The  tool  would  provide  environmental  and 
national  security  professionals  with  the  ability  to  rapidly  screen 
samples  and  potentially  identify  a  range  of  compounds  including 
pollutants,  explosives,  and  other  relevant  chemical  and  biological 
materials. 
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An  integrated  portable  Raman  sensor  with  nanofabricated  gold  bowtie  array 
substrates  for  energetics  detection 
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An  integrated  field-portable  surface  enhanced  Raman  scattering  (SERS)  sensing  system  has  been 
developed  and  evaluated  for  quantitative  analysis  of  energetics  such  as  perchlorate  (C104)  and 
trinitrotoluene  (TNT)  at  environmentally  relevant  concentrations  and  conditions.  The  detection  system 
consists  of  a  portable  Raman  spectrometer  equipped  with  an  optical  fiber  probe  that  is  coupled  with 
novel  elevated  gold  bowtie  nanostructural  arrays  as  a  sensitive  and  reproducible  SERS  substrate.  Using 
the  standard  addition  technique,  we  show  that  C104-  and  TNT  can  be  quantified  at  concentrations  as 
low  as  0.66  mg  L-1  (or  ~6.6  pM)  and  0.20  mg  L-1  (~0.9  pM),  respectively,  in  groundwater  samples 
collected  from  selected  military  sites.  This  research  represents  the  first  step  toward  the  development  of 
a  field  SERS  sensor  which  may  permit  rapid,  in  situ  screening  and  analysis  for  various  applications 
including  national  security,  chemical,  biological  and  environmental  detection. 


Introduction 

Real-time  analytical  methods  for  environmental  monitoring,1,2 
including  chemical  and  biological  detection,3-5  are  currently 
being  developed.  In  particular,  there  is  a  significant  need  for 
compact  and  portable  instruments  that  can  perform  on-site, 
rapid,  sensitive,  and  accurate  detection  and  identification  of  toxic 
chemicals,  hazardous  materials  and  energetic  chemicals,  such  as 
perchlorate,  trinitrotoluene  (TNT),  chemical  warfare  agents, 
pollutants,  and  related  chemicals.4,6-8  Currently,  the  standard 
protocol  entails  collecting  samples  in  the  field  and  transporting 
them  to  a  designated  laboratory  for  analysis.  This  process  is 
often  expensive,  requires  significant  sample  preparation  and 
chemical  handling,  and  may  take  several  days  to  weeks  before 
results  are  available.  A  portable  Raman  scattering  sensor  can  be 
a  powerful  alternative  to  traditional  analytical  approaches  if  the 
sensitivity  of  conventional  Raman  can  be  improved,  for  example, 
by  the  surface  enhanced  Raman  scattering  (SERS)  technique. 
SERS  has  been  developed  into  a  highly  sensitive  technique  for 
detecting  a  number  of  chemical  and  biological  agents  when 
a  target  molecule  is  adsorbed  or  in  close  proximity  to  roughened 
metallic  nanostructural  surfaces,  where  the  Raman  signal  is 
enhanced  by  106  or  greater.9,10  Details  about  mechanisms  of 
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SERS  enhancement  and  factors  that  affect  SERS  are  provided  in 
several  recent  reviews  and  publications.11-13 

One  of  the  key  challenges  for  SERS,  however,  is  the  fabrica¬ 
tion  of  noble  metallic  nanostructures  that  are  highly  reproducible 
and  sensitive  to  target  molecules.  Unfortunately,  the  high 
enhancement  (up  to  single  molecule  detection  sensitivity)  is 
usually  observed  with  randomly  oriented  metallic  nanoparticles, 
from  which  only  a  minute  fraction  exhibits  SERS  activity 
(referred  to  as  “hot  spots”)  at  the  nanogap  regions  of  nano¬ 
particles.14-16  Additionally,  these  substrates,  which  are  usually 
prepared  by  wet-chemical  techniques,  often  have  high  sample  to 
sample  variability,  and  it  is  difficult  to  achieve  acceptable 
reproducibility  for  materials  prepared  from  different  batches  or 
by  different  laboratories.  For  practical  applications,  it  is  thus 
imperative  to  develop  SERS  active  substrates  with  reproducible 
and  controllable  SERS  enhancement.  To  this  end,  substrates 
that  show  better  reproducibility  are  prepared  by  physical  means 
such  as  nanosphere  lithography,17  laser  ablation,18  dip  pen 
nanolithography,19  and  atomic  force  microscopy.20  As  a  result, 
advanced  lithographic  techniques  such  as  focused  ion  beam21 
and  electron  beam  lithography22,23  have  been  applied  for 
precision  nanofabrication.  However,  these  techniques  also 
suffer  from  an  inability  to  controllably  fabricate  the  small  gap 
sizes  (e.g.,  <20  nm)  that  are  necessary  to  achieve  maximal 
SERS  enhancement  or  sensitivity.  We  have  recently  demon¬ 
strated  a  new  nanofabrication  approach  combining  electron 
beam  lithography,  metal  deposition,  lift-off,  and  reactive  ion 
etching  to  produce  highly  ordered  and  elevated  gold  bowtie 
array  substrates  with  controllable  gap  sizes  to  less  than  8  nm. 
These  ordered  SERS  arrays  have  shown  superior  reproduc¬ 
ibility  and  high  sensitivity  with  an  enhancement  factor  on  the 
order  of  10". 24 
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In  this  report,  we  integrate  this  novel  nanofabricated  bowtie 
array  substrate  as  a  probe  with  a  portable  Raman  spectrometer 
and  evaluate  its  performance  for  the  detection  and  analysis  of 
environmental  pollutants  such  as  perchlorate  and  TNT  in  actual 
groundwater  samples.  Perchlorate  is  a  widespread  contaminant 
found  in  groundwater  and  surface  water  and  is  a  key  component 
of  solid  rocket  fuel,  explosives,  fireworks,  road  flares  and  other 
products.6,25  Perchlorate  can  also  form  naturally26,27  and  is 
known  to  affect  human  thyroid  function  by  inhibiting  iodide 
intake.  TNT  is  a  common  contaminant  found  in  soils  and 
groundwater  at  military  sites  and  is  a  toxin  to  humans  and 
aquatic  organisms.28,29  Standard  methods  to  detect  perchlorate 
and  TNT  are  ion  chromatography  (IC)  and  high-performance 
liquid  chromatography  (HPLC), 30,31  respectively,  each  of  which 
requires  significant  sample  preparation  and  analytical  time.  Here 
we  show  that,  without  any  sample  pretreatment,  the  integrated 
SERS  probe  is  capable  of  detecting  C104~  and  TNT  at  concen¬ 
trations  as  low  as  0.66  mg  L_1  (or  ~6.6  pM)  and  0.20  mg  L  1 
(~0.9  pM),  respectively,  in  groundwater  samples  collected  from 
selected  military  sites. 

Results  and  discussion 

The  elevated  gold  bowtie  arrays  were  first  fabricated  and  used  as 
sensitive  SERS  substrates  for  detecting  energetics  by  the  portable 
Raman  sensor.  Fig.  1A  shows  a  typical  scanning  electron 
microscope  (SEM)  image  of  the  actual  structures,  in  which  the 
characteristic  overhang  gold  bowties  are  located  on  top  of  200 
nm  tall  silicon  posts.  A  precisely  controlled  deposition  of  40  nm 
thick  gold  film  was  used  to  close  the  tip-to-tip  gap  size  of  the 
bowtie  to  8  ±  1  nm.  Aside  from  improved  reproducibility  (due  to 
the  structural  uniformity),  one  of  the  advantages  of  using  such 


Fig.  1  (A)  Top-view  of  a  typical  SEM  image  of  the  elevated  gold  bowtie 

arrays  used  as  surface  enhanced  Raman  scattering  (SERS)  substrates. 
The  inset  is  an  enlarged,  tilted  view  of  a  gold  bowtie  array  sitting  on  the 
top  of  silicon  posts.  (B)  Illustration  of  a  portable  Raman  sensor  coupled 
with  a  fiber-optic  Raman  probe  and  a  miniaturized  XYZ  stage. 


elevated  structures  is  that  they  are  decoupled  from  substrate 
interactions.  This  improves  the  quality  factor  and  the  plasmonic 
coupling  efficiency  in  the  structures,  leading  to  large  SERS 
enhancement  factors  as  demonstrated  in  our  previous  studies.24 
The  enhancement  was  also  found  to  increase  with  decreasing  gap 
size,  with  the  highest  enhancement  observed  at  the  gap  size  of  ~8 
nm  (the  smallest  gap  fabricated  by  EBL).24  For  the  first  time, 
these  structures  are  used  throughout  this  study  for  detecting 
perchlorate  and  TNT  in  both  laboratory  simulated  and  real 
groundwater  samples.  SERS  spectra  were  collected  with 
a  portable  EZRaman  M  system  (Fig.  IB)  as  detailed  in  the 
Experimental  section. 

We  subsequently  performed  a  series  of  tests  of  our  sensing 
system  by  collecting  SERS  spectra  of  standard  perchlorate 
solutions  at  concentrations  ranging  from  ICE3  M  to  ICR6  M  in 
water.  Fig.  2  shows  the  spectra  of  perchlorate,  which  are  offset 
for  clarity.  The  strongest  SERS  peak  occurred  at  about  947  cnr1 
as  a  result  of  the  symmetric  stretching  vibration  of  the  perchlo¬ 
rate  molecule.  This  peak  location  is  in  close  agreement  with  what 
has  been  previously  reported  in  the  literature.32,33  The  lowest 


Fig.  2  (A)  Detection  and  spectral  analysis  of  perchlorate  (C10<r)  at 
varying  concentrations  using  a  portable  Raman  sensor.  (B)  A  log-log 
plot  of  the  peak  intensity  at  947  cm4  as  a  function  of  the  OCR- 
concentration. 
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Fig.  3  Reproducibility  evaluation  of  the  SERS  sensor:  (A)  SERS  spectra 
of  C104-  (1  x  10-4  M)  obtained  from  five  different  gold  bowtie  array 
substrates  and  (B)  spectra  of  C104~  (5  x  10~3  M)  obtained  from  five 
different  spots  on  a  single  gold  bowtie  array  substrate. 

perchlorate  concentration  detected  was  about  5  x  10-6  M  with 
a  notable  SERS  peak.  This  detection  is  equivalent  to  an 
enhancement  factor  of  104  to  105  by  SERS  due  to  enhanced 
electromagnetic  fields  generated  at  or  near  the  surface  of  the 
elevated  gold  bowtie  arrays.  The  detection  limit  is  comparable  to 
or  better  than  those  reported  in  several  previous  studies, 6,25,32-36 
but  it  is  about  two  orders  of  magnitude  higher  than  detection 
limits  reported  recently  using  surface  modified  gold  nano¬ 
particles.32,33  Our  study  represents  the  first  reported  case  of 
perchlorate  being  detected  using  a  portable  Raman  spectrometer 
on  elevated  gold  bowtie  array  substrates.  We  also  note  that  many 
of  the  previous  studies  reported  the  use  of  organic  modifiers  such 
as  cystamine,33  polyethyleneimine  fragments  containing  primary 
amino  and  amide  functional  groups,37  and  dimethylaminoetha- 
nethiol34  in  order  to  increase  the  sorption  or  surface  concentra¬ 
tion  of  perchlorate,  leading  to  improved  detection.  One  of  the 
disadvantages  of  using  these  organic  modifiers  is  the  relatively 
high  background  scattering  resulting  from  complicated  molec¬ 
ular  structures  of  the  modifiers  (e.g.,  cystamine  and  poly¬ 
ethyleneimine),33,37  which  could  potentially  interfere  with 
detection  particularly  at  relatively  high  concentrations. 

A  log-log  plot  of  the  peak  intensity  of  the  primary  Raman 
scattering  band  at  947  cm-1  indicates  that,  at  relatively  low 
perchlorate  concentrations  (1  x  10-6  M  to  1  x  10-5  M),  the  peak 


intensity  increases  linearly  with  the  perchlorate  concentration  (R2 
=  0.998),  but  it  levels  off  at  higher  concentrations  (5  x  10-5  M  to 
1  x  10-4  M)  (Fig.  2B).  This  nonlinear  correlation  between  peak 
intensity  and  perchlorate  concentration  is  common  when  using 
vibrational  spectroscopic  techniques  such  as  SERS.34,38  The 
observation  is  partially  attributed  to  limited  sorption  sites  within 
the  gap  region  of  the  gold  bowtie  arrays  and  also  a  wide 
perchlorate  concentration  range  used  in  the  study.  Nonetheless 
these  results  suggest  that  the  technique  can  be  used  for  quanti¬ 
tative  or  semi-quantitative  analysis  of  perchlorate  within  a  given 
concentration  range. 

Reproducible  substrates  are  important  for  SERS  to  become 
a  valuable  tool  for  quantitative  analysis.  Fig.  3  shows  the  SERS 
spectra  collected  from  five  different  1  mm2  substrate  arrays  (A)  or 
from  five  different  spots  within  a  given  substrate  array  (B)  in 
order  to  evaluate  the  reproducibility  of  the  new  bowtie  substrates 
and  the  portable  Raman  system.  Results  indicate  that,  at  a  given 
perchlorate  concentration  (1  x  10-4  M),  the  substrate-to- 
substrate  variation  for  the  peak  intensity  at  947  cm-1  is  about 
18%  (Fig.  3A),  whereas  the  spot-to-spot  reproducibility  is  about 
10%  across  five  randomly  selected  spots  (Fig.  3B).  These  obser¬ 
vations  are  attributed  to  the  fact  that  EBL  is  capable  of  fabri¬ 
cating  highly  uniform  or  evenly  distributed  nanogaps  with 
spatial  resolution  of  nanometers  serving  as  “hot  spots”  for 
perchlorate  detection.  On  the  other  hand,  although  high 
enhancement  has  also  been  observed  on  substrates  such  as 
metallic  colloids  and  roughened  electrode  surfaces,  reproduc¬ 
ibility  is  an  issue  because  it  is  difficult  to  achieve  uniform  parti¬ 
cles,  particle  aggregates  or  nanogap  sizes  across  a  large 
measuring  area  for  SERS.  Nie  and  Emery  reported  that  with 
silver  colloids  there  are  only  a  minute  fraction  of  colloid  nano¬ 
particles  that  are  likely  to  be  SERS  active  or  considered  to  be 
“hot”.15  This  has  been  a  major  challenge  for  the  use  of  SERS  as 
a  routine  analytical  tool.  Therefore,  the  use  of  elevated  gold 
bowtie  arrays  as  SERS  substrates  shows  clear  advantages  with 
respect  to  sensitivity  and  reproducibility  for  SERS  applications. 

To  evaluate  the  applicability  of  the  SERS  sensing  system  for 
potential  field  applications,  we  collected  and  analyzed  a  number 
of  realistic  contaminated  groundwater  samples  from  US 
Department  of  Defense  sites  (Table  1).  As  with  many  other 
techniques,  analysis  of  realistic  environmental  samples  by  SERS 
presents  a  challenge  because  samples  often  have  multiple 
contaminants  and  complex  geochemistry,  resulting  in  interfer¬ 
ence  with  the  analysis  or  false  positive  responses.  This  is  further 
complicated  by  the  fact  that  concentrations  of  the  analytes  of 
interest  (perchlorate  and  TNT  in  this  case)  are  usually  orders  of 
magnitude  lower  than  organic  and  inorganic  interfering  ions 


Table  1  General  geochemical  properties  of  groundwater  samples 


Sample  name 

Chloride/mg  1% 

Sulfate/mg  1% 

Nitrate/mg  L-1 

Phosphate/mg  L-1 

TOC/mg  L1 

PH 

Site  1 

GWOBOD02 

8.4 

9.5 

1.2 

<0.1 

5 

5.2 

GWOBOD03 

6.7 

6.4 

0.9 

<0.1 

3.4 

5.45 

Site  2 

MW01 

77.4 

1.7 

<0.1 

<0.1 

20.3 

5.91 

MW04 

193.0 

13.5 

1.6 

<0.1 

12.6 

6.32 

Site  3 

MW38 

23.8 

94.8 

8.8 

<0.1 

4.8 

7.39 
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such  as  total  organic  carbon  (TOC),  chloride  and  sulfate  (Table 
1 ).  As  a  result,  we  used  the  standard  addition  technique  to  correct 
for  matrix  interferences.39"41  Results  are  shown  in  Fig.  4  and  5  as 
examples,  and  all  additional  data  are  summarized  in  Table  2 
along  with  the  concentration  data  determined  by  standard  EPA 
Method  314  for  perchlorate  and  EPA  Method  8330  for  TNT  for 
comparison.  For  groundwater  sample  GWOBOD03,  the  major 
contaminant  is  perchlorate.  Results  reveal  that  the  peak  intensity 
for  perchlorate  at  947  cm"1  increased  consistently  with  increasing 
concentration  of  the  added  perchlorate  in  solution  (Fig.  4).  The 
measured  concentration  by  SERS,  which  was  0.66  ±  0.20  mg  L"1 
(~6.6  pM),  compared  favorably  with  that  determined  by  IC  via 
EPA  Method  314  (i.e. ,  0.59  mg  L"1).  The  errors  reported  in  the 
SERS  perchlorate  concentration  data  represent  the  standard 
deviation  determined  using  the  method  by  Skoog  et  al .39^“  For 
all  groundwater  samples,  data  analyzed  by  SERS  are  in  general 
agreement  with  those  analyzed  by  IC,  again  indicating  that  the 
portable  Raman  system  can  potentially  be  used  for  rapid,  in  situ 
analysis  of  environmental  samples.  Flowever,  further  increasing 
the  sensitivity  of  the  portable  Raman  system  is  desirable. 
Previous  studies  reported  the  use  of  2-dimethylaminoethanethiol 
as  a  surface  modifier  so  that  perchlorate  can  be  attracted  and 


Fig.  4  SERS  determination  of  C104~  in  a  contaminated  groundwater 
sample  (GWOBOD03)  by  the  standard  addition  method.  (A)  SERS 
spectra  with  the  addition  of  varying  concentrations  of  CIO4"  at  (a)  0,  (b) 
0.01,  (c)  0.03,  (d)  0.04,  (e)  0.07,  and  (f)  0.12  mM.  (B)  The  calibration  curve 
for  determining  the  actual  CIO4"  concentration  in  groundwater. 


Fig.  5  SERS  determination  of  TNT  in  a  contaminated  groundwater 
sample  (MW38)  by  the  standard  addition  method.  (A)  SERS  spectra  with 
the  addition  of  varying  concentrations  of  TNT  standard  at  (a)  0,  (b)  1.6, 
(c)  2.3,  (d)  5.5,  (e)  9.3,  and  (f)  14.0  pM,  and  (B)  the  calibration  curve  for 
determining  the  actual  TNT  concentration  in  groundwater. 

concentrated  onto  gold  surfaces  for  improved  detection,  and  this 
approach  is  currently  being  investigated  in  our  laboratory. 

An  additional  advantage  of  SERS  is  its  versatility  for  detecting 
different  contaminants  or  compounds  either  individually  or 
simultaneously  based  upon  the  characteristic  vibrational 
frequencies  of  the  molecules.10,42  We  have  previously  reported  the 
use  of  SERS  for  detecting  the  explosive  cyclo- 
trimethylenetrinitramine  (RDX).40  Here  we  also  show  the  use  of 
a  SERS  sensor  for  detecting  TNT  in  contaminated  groundwater 
from  a  military  site.  The  groundwater  (sample  MW38)  is 
contaminated  with  TNT  at  0.26  mg  L"1  based  on  HPLC  analysis 
using  EPA  Method  8330,  but  perchlorate  was  below  detection  by 
EPA  Method  314  (<0.001  mg  L"1)  (Table  2).  Similarly,  using  the 
standard  addition  technique,  we  observe  that  the  TNT  peak 
intensity  at  1367  cm"1  increased  consistently  with  increasing 
concentration  of  TNT  in  solution  (Fig.  5).  The  measured 
concentration  by  SERS  was  0.20  ±  0.11  mg  L"1  (~0.9  pM), 
which  agrees  well  with  that  determined  by  HPLC  (Table  2).  Our 
detection  limit  for  TNT  by  SERS  is  comparable  to  that  reported 
by  Kneipp  et  al.  for  the  detection  of  TNT  (10  7  M)  using  silver 
and  gold  nanoparticles  in  laboratory  prepared  solutions.43 
However,  it  is  much  higher  than  the  detection  limit  of  10"12 
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Table  2  Analysis  of  groundwater  samples  by  the  SERS  sensor  and 
comparisons  of  the  analytical  results  with  those  determined  by  EPA 
Methods  314  and  8330  for  CICU-  and  TNT,  respectively 


Sample 

Perchlorate/mg  L  1 

TNT/mg  L-1 

IC 

SERS 

HPLC 

SERS 

GWOBOD02 

0.26 

0.85 

ND 

ND 

GWOBOD03 

0.59 

0.66 

ND 

ND 

MW01 

18.4 

11.5 

ND 

ND 

MW04 

14.7 

6.15 

ND 

ND 

MW38 

ND 

ND 

0.26 

0.20 

M  recently  reported  using  cysteine  modified  gold  nanoparticles.44 
This  is  not  completely  surprising,  because,  in  addition  to  the  use 
of  modifiers,  their  analyses  were  performed  in  pure  laboratory 
prepared  solutions  using  a  desktop  Raman  spectrometer. 

Conclusions 

Our  results  represent  the  first  step  in  developing  a  SERS-based 
field  sensing  system  that  combines  a  portable  Raman  spec¬ 
trometer  with  novel  elevated  gold  bowtie  arrays  for  the  detection 
and  analysis  of  perchlorate  and  TNT  in  environmental  samples. 
When  mature,  this  SERS  technology  is  expected  to  provide  a  tool 
for  rapid,  in  situ  screening  and  analysis  of  energetics  that  are  both 
important  for  environmental  monitoring  and  of  interest  for 
national  security. 

Experimental 

Substrate  preparation  and  characterization 

Gold  bowtie  nanostructural  array  substrates  were  fabricated  by 
electron  beam  lithography  (EBL)  using  a  JEOL  JBX-9300FS 
EBL  system  (JEOL,  Japan).  In  brief,  a  300  nm  thick  layer  of 
ZEP520A  e-beam  resist  (ZEON  Chemical,  Japan)  was  spun  on 
a  4  in  silicon  wafer  that  was  subsequently  baked  at  180  °C  for  2 
minutes  to  harden  the  resist.  The  resist  was  then  patterned  at  an 
acceleration  voltage  of  100  kV  and  exposed  to  a  dose  of  450  pC 
cmT  After  exposure,  the  resist  was  developed  in  xylene  for  30  s, 
rinsed  in  isopropyl  alcohol  for  another  30  s  and  then  dried  under 
a  stream  of  pure  nitrogen.  Following  the  development,  the 
sample  was  exposed  to  oxygen  plasma  for  6  s  at  100  W  (Technics 
Reactive  Ion  Etching  System)  to  remove  residual  resists  on  the 
arrays.  For  the  lift-off  process,  an  8  nm  Cr  layer  was  first 
deposited  using  an  electron-beam  dual  gun  evaporation  chamber 
(VE-240,  Thermionics  Laboratory,  Port  Townsend,  WA) 
equipped  with  a  quartz  crystal  monitor  to  measure  the  thickness; 
the  excess  resist  and  Cr  were  removed  via  lift-off  using  an  acetone 
bath  followed  by  an  isopropyl  alcohol  rinse.  Following  the  lift¬ 
off  process,  the  wafer  was  dried  under  a  stream  of  nitrogen.  An 
Oxford  Reactive  Ion  Etching  (RIE)  instrument  (Oxfordshire, 
UK)  was  subsequently  used  at  a  rate  of  100  nm  min1  for  1.5 
minutes  to  create  the  silicon  post  with  the  Cr  metal  pattern  on  the 
top  and  to  generate  elevated  bowtie  arrays. 

A  40  nm  thick  gold  film  was  subsequently  deposited  using  the 
same  evaporation  chamber  to  generate  the  SERS  active 
substrate.  All  bowtie  arrays  were  made  with  pairs  of  triangular 


prisms  (100  nm  in  size)  with  a  tip-to-tip  gap  distance  of  about  8 
nm  and  a  center-to-center  distance  of  300  nm,  respectively 
(Fig.  1A).  The  array  size  is  1  x  1  mm,  and  each  wafer  (4  in 
diameter)  contains  24  identical  arrays  for  sample  analysis. 
Scanning  electron  micrographs  (SEM)  of  these  arrays  were 
collected  either  with  a  JEOL  JSM-7400F  (JEOL,  Tokyo,  Japan) 
or  a  FEI  Nova  600  scanning  electron  microscope  (FEI  Oregon, 
USA)  with  a  field  emission  gun  operated  at  10  kV. 

All  SERS  spectra  were  collected  with  a  portable  EZRaman-M 
system  equipped  with  an  InPhotonics  fiber  optic  Raman  probe 
and  a  miniaturized  camera  stage  attached  to  it  (Fig.  IB).  A  diode 
laser  operating  at  785  nm  is  used  as  the  excitation  source  with 
a  high  Rayleigh  rejection  fiber  optic  probe,  which  serves  three 
purposes:  (1)  transmission  of  the  incident  laser  to  the  sample,  (2) 
collection  of  the  scattered  Raman  signal  to  the  spectrograph,  and 
(3)  removal  of  unwanted  background  signals  through  an  optical 
filtering  device.  For  sample  analysis,  the  Au  bowtie  array 
substrates  were  mounted  on  the  XYZ  stage  to  allow  precise 
focusing  and  mapping  of  the  entire  surface.  The  incident  laser  is 
then  focused  onto  the  array  substrates,  and  the  scattered  SERS 
signals  are  collected  by  the  spectrograph/detector  system.  Each 
spectrum  was  accumulated  over  a  period  of  60  s  and  analyzed  by 
ThermoGalactic  GRAMS  software. 

Analyte  samples  and  data  acquisition 

Sodium  perchlorate  (NaC104H20)  was  purchased  from  EM 
Science  (Cherry  Hill,  NJ).  TNT  reference  standard  ( 1  mg  mL~‘  in 
MeOH  :  ACCN  1:1)  was  purchased  from  AccuStandard,  Inc. 
(New  Haven,  CT).  Deionized  (DI)  water  with  resistivity  greater 
than  18.2  mQ  cm  (Barnstead  E-pure)  was  used  throughout  the 
experiment.  Standard  solutions  of  perchlorate  in  the  concentra¬ 
tion  range  of  10-3  M  to  5  x  10-6  were  prepared  from  a  stock 
solution  of  1  x  1CF2  M.  The  calibration  curves  and  reproduc¬ 
ibility  studies  were  performed  on  the  same  day  and  from  the  same 
wafer  to  reduce  errors  associated  with  instrument  variation.  A 
small  droplet  of  standards  or  samples  (~20  pL)  were  placed  on 
the  array  substrate  and  subsequently  analyzed  after  air  drying. 

To  evaluate  the  applicability  of  the  SERS  probe  for  field 
analysis,  contaminated  groundwater  samples  were  collected  from 
several  US  Department  of  Defense  facilities  and  were  used  as 
received.  The  general  characteristics  and  ionic  compositions  of 
these  samples  are  shown  in  Table  1.  To  avoid  potential  matrix 
interferences  due  to  unknown  background  organic  or  inorganic 
ions  in  the  groundwater,  the  standard  addition  method  was  used 
whereby  varying  amounts  of  the  perchlorate  or  TNT  standard 
solution  were  added  to  a  fixed  amount  of  the  groundwater.  The 
final  volumes  were  made  up  to  25  rnL  using  DI  water.  The  sample 
was  then  analyzed,  and  the  characteristic  Raman  intensities  at 
947  cm~'  for  perchlorate  and  1367  cnr1  for  TNT  were  plotted 
against  the  final  concentration  of  perchlorate  or  TNT.  A  linear 
regression  was  used  to  calculate  the  absolute  value  of  the  x- 
intercept,  which  corresponds  to  the  true  concentrations  of 
perchlorate  or  TNT  in  the  groundwater. 
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Abstract:  The  discovery  of  single-molecule  sensitivity  via  surface- 
enhanced  Raman  scattering  on  resonantly  excited  noble  metal  nanoparticles 
has  brought  an  increasing  interest  in  its  applications  to  the  molecule 
detection  and  identification.  Periodic  gold  bowtie  nanostructures  have 
recently  been  shown  to  give  a  large  enhancement  factor  sufficient  for  single 
molecule  detection.  In  this  work,  we  simulate  the  plasmon  resonance  for 
periodic  gold  bowtie  nanostructures.  The  difference  between  the  dipole  and 
the  quadrupole  resonances  is  described  by  examining  the  magnitude  and 
phase  of  electric  field,  the  bound  surface  charge,  and  the  polarization.  The 
gap  size  dependence  of  the  field  enhancement  can  be  interpreted  by 
considering  cavity  field  enhancement.  Also,  additional  enhancement  is 
obtained  through  the  long-range  collective  photonic  effect  when  the  bowtie 
array  periodicity  matches  the  resonance  wavelength. 

©201 1  Optical  Society  of  America 

OCIS  codes:  (240.6680)  Surface  plasmons;  (310.6628)  Subwavelength  structures, 
nanostructures;  (260.5740)  Resonance;  (260.5430)  Polarization;  (350.5030)  Phase. 
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1.  Introduction 

It  has  been  shown  that  a  bowtie-shaped  nanoantenna,  where  two  metallic  triangular  prisms 
facing  tip-to-tip  and  separated  by  a  small  gap,  produces  a  large  electromagnetic  field  confined 
to  the  gap  region  [1-5].  This  field  enhancement  enables  the  detection  of  single  molecule  via 
surface-enhanced  Raman  scattering  (SERS)  [6-11].  While  the  fabrication  of  a  nanoantenna 
can  be  achieved  using  electron  beam  lithography  and  lift-off  techniques,  it  is  fruitful  to  have 
simulation  results  to  provide  guidelines  in  choosing  the  geometry  of  the  nanostructure,  the 
wavelength  and  polarization  of  the  incident  light,  and  the  dielectric  properties  of  the 
constituents  of  the  system  to  obtain  the  optimum  field  enhancement.  The  purpose  of  the 
present  study  is  to  perform  simulations  on  a  model  system  to  examine  the  different  resonance 
modes  and  to  provide  the  essential  trends  of  how  the  plasmon  resonance  is  influenced  by  the 
geometric  parameters.  Specifically,  the  effects  of  the  gap  size  and  the  periodicity  of  bowtie 
arrays  on  the  plasmon  resonance  of  the  periodic  gold  bowtie  nanostructures  are  studied. 

2.  Finite-difference  time-domain  simulations 

A  model  system  of  the  periodic  gold  bowtie  nanostructures  is  used  for  simulations.  The  side 
length  of  the  equilateral  triangle  is  100  nm  and  the  thickness  of  the  Au  bowtie  is  40  nm  with  a 
0.5  nm  thick  analyte,  p-aminothiolphenol  (p-ATP),  on  the  top  surface  of  the  bowtie.  At  the 
bottom  surface  of  the  bowtie,  an  8  nm  thick  Cr  is  used  to  bond  the  Au  bowtie  to  Si  substrate. 
A  schematic  drawing  of  the  top  view  of  the  bowtie  structure  on  the  x-y  plane  is  shown  in  Fig. 
1(a)  and  the  side  view  on  the  x-z  plane  is  shown  in  Fig.  1(b).  While  a  perfectly  sharp  tip  at  the 
apex  of  the  triangle  cannot  be  achieved  because  of  limitations  by  using  the  electron  beam 
lithography  followed  by  the  vapor  deposition  of  gold,  simulations  of  imperfect  bowtie 
structures  have  been  performed  by  either  truncating  the  tips  of  the  triangle  [12,13]  or 
assuming  a  curvature  at  the  apex  [3].  In  the  present  study,  the  truncated  bowtie  shown  in  Fig. 
1(a)  is  adopted  as  a  simplified  structure  in  simulations  such  that  other  parameters  (e.g.,  gap 
between  apexes  and  inter-bowtie  distance)  can  be  changed  systematically  to  elucidate  the 
essential  trends  of  how  other  parameters  affect  plasmon  resonances.  First,  the  difference 
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between  the  dipole  and  the  quadrupole  resonances  is  examined.  Then,  the  mechanism  of  the 
gap  size  dependence  of  the  field  enhancement  is  explored.  Finally,  the  effect  of  the  bowtie 
array  periodicity  on  the  field  enhancement  is  studied. 


Fig.  1 .  Schematics  showing  (a)  a  truncated  bowtie  on  the  x-y  plane  and  (b)  the  cross-section  of 
Si/Cr/Au  bowtie//?-aminothiolphenol  nanostructure  on  the  x-z  plane.  A  polarized  plane  wave  is 
illuminated  from  the  bowtie  side. 

Lumerical  FDTD  Solutions  [14],  a  commercial  electromagnetic  software  based  on  the 
finite-difference  time-domain  method,  is  used  to  perform  the  simulation.  Considering  the 
periodic  structure,  the  unit  cell  adopted  in  simulations  has  a  dimension  corresponding  to  the 
inter-bowtie  distance  on  the  x-y  plane.  Unless  noted  otherwise,  the  unit  cell  of  400  nm  x  300 
nm  on  the  x-y  plane  is  adopted  in  simulations.  The  dielectric  properties  of  Au,  Cr,  and  Si  used 
in  simulations  are  taken  from  Palik’s  handbook  [15]  and  the  dielectric  constant  of  p-ATP  is  7 
[16].  A  plane  wave  (500  to  1000  nm  wavelength)  polarized  across  the  junctions  between  the 
triangles  (i.e.,  along  the  .r-direction)  is  illuminated  from  the  bowtie  side  (i.e.,  in  the  negative  z- 
direction).  The  mesh  sizes  in  the  bowtie  region  (including  analyte,  gap,  and  Cr  layer)  vary 
from  0.25  to  1  nm,  and  an  automatic  graded  mesh  is  used  in  the  region  outside  the  bowtie. 

3.  Results 

The  simulation  results  of  both  the  near-field  (local  field)  and  the  far-field  (reflectance)  are 
recorded.  For  the  local  field,  E  intensity  (i.e.,  IEI2)  is  the  largest  on  the  plane  containing  the 
bowtie  surface  among  all  the  constant-z  planes,  and  it  is  located  at  the  opposing  apexes. 

3.1  Maximum  E  intensity  enhancement  and  minimum  reflectance 

For  an  apex  width,  w,  of  20  nm,  the  maximum  E  intensity  enhancement  (i.e.,  l/d2/l£ol2  where 
E0  is  the  electric  field  of  the  illumination  wave)  and  the  reflectance  are  shown  in  Figs.  2(a) 
and  2(b),  respectively,  as  functions  of  the  illumination  wavelength,  1,  at  different  gap  sizes,  d. 
There  are  two  peaks  in  each  curve  in  Fig.  2(a).  These  two  plasmon  resonances  have  also  been 
obtained  elsewhere  using  discrete  dipole  approximation  and  the  peaks  at  the  longer  and  the 
shorter  wavelengths  have  been  qualitatively  described  as  dipole  and  quadrupole  resonances, 
respectively  [17,18].  When  the  two  truncated  triangles  are  sufficiently  apart,  the  dipole  and 
the  quadrupole  resonances  occur,  respectively,  at  1  =  -640  nm  and  -530  nm  and  red  shift 
occurs  for  both  resonances  as  d  decreases.  It  should  be  noted  that  red  shift  of  the  dipole  peak 
becomes  more  evident  as  d  becomes  smaller.  This  is  in  agreement  with  the  plasmon  ruler 
equation  that  the  plasmon  wavelength  shift  for  polarization  along  the  interparticle  axis  decays 
nearly  exponentially  with  the  interparticle  gap  [19-21].  It  is  shown  in  Fig.  2(a)  that  the 
quadrupole  peak  is  less  sensitive  to  the  gap  size  and  is  higher  than  the  dipole  peak  when  d  is 
greater  than  10  nm.  The  dipole  peak  increases  as  d  decreases.  It  has  also  been  reported 
elsewhere  for  Ag  nanoparticles  that  the  quadrupole  resonance  is  much  less  sensitive  to  the 
interparticle  interactions  than  the  dipole  resonance  [22]. 

The  minimum  reflectance  corresponds  to  the  maximum  scattering  and  absorption  of  the 
system.  There  are  two  valleys  in  each  curve  in  Fig.  2(b)  for  the  reflectance  and  both  valleys 
show  red  shift  as  d  decreases.  The  far-field  resonance  can  occur  at  a  different  wavelength 
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compared  to  the  near-field  resonance  because  far-field  is  dictated  by  the  average  behavior  of 
the  entire  bowtie.  While  the  magnitude  of  local  intensity  enhancement  strongly  depends  on 
the  gap  size  as  shown  in  Fig.  2(a),  Fig.  2(b)  shows  that  the  magnitude  of  minimum  reflectance 
is  relatively  insensitive  to  the  gap  size. 


Fig.  2.  (a)  Maximum  E  intensity  enhancement  at  the  apex  and  on  the  bowtie  surface  and  (b)  the 
reflectance  as  functions  of  the  illumination  wavelength,  2,  at  different  gap  sizes.  The  width  of 
the  truncated  apex,  w,  is  20  nm. 


For  the  gap  size  d  =  10  nm,  the  dipole  and  the  quadrupole  resonances  occur,  respectively, 
at  1  =  655  and  540  nm.  The  E  intensity  enhancement  profiles  on  the  plane  containing  the 
bowtie  surface  are  shown  in  Figs.  3(a)  and  3(b),  respectively,  for  1  =  655  and  540  nm.  The 
maximum  enhancement  is  always  at  the  apexes.  However,  compared  to  the  dipole  resonance, 
the  quadrupole  resonance  has  more  significant  enhancement  at  the  sides.  This  is  in  agreement 
with  the  results  obtained  elsewhere  [17].  While  the  E  intensity  enhancement  is  highly 
confined  to  the  gap  region  for  dipole  resonance,  it  spreads  to  the  bowtie  surface  for 
quadrupole  resonance. 

3.2  Phase  of  electric  field  and  bound  surface  charge 

It  is  instructive  to  examine  the  phase  of  the  electric  field  and  the  bound  surface  charge  on  the 
bowtie  surface  to  distinct  the  quadrupole  resonance  from  the  dipole  resonance.  The  dominant 
component  of  the  electric  field  is  Ex  in  most  regions  because  of  the  polarization  direction.  The 
field  has  a  harmonic  time  dependence  and  the  solution  of  the  time-independent  component, 
Ex,  from  FDTD  simulations  is  a  complex  number,  such  that 

Ex  =  Re[£i]  +  ilm[£x]  =  |Ex|exp(i^),  (1) 

where  \EX\  and  (j)  are  the  magnitude  and  the  phase  of  Ex,  respectively,  and 


\E*\  =  ylME*]2+HE*f’ 

(2a) 

^  =  taW1(lm[£’J/Re[X]),. 

(2b) 

While  the  E  intensity;  i.e.,  LEI2,  enhancement  profiles  are  shown  in  Figs.  3(a)  and  3(b),  the 
corresponding  phase  profiles  of  the  dominate  component  of  the  electric  field  Ex,  cj),  are  shown 
in  Figs.  3(c)  and  3(d).  Only  Ex  is  discussed  here  to  avoid  the  complexity  of  the  three 
components  of  the  electric  field.  Fori  =  655  nm  (i.e.,  dipole  resonance),  the  phase  is  — n  in 
both  the  opposing  apex  and  the  end  of  bowtie  regions,  and  it  is  ~n  in  between  those  two 
regions.  However,  it  should  be  noted  that  -n  and  n  are  the  same  in  terms  of  the  trigonometric 
functions.  Hence,  the  phase  is  relatively  uniform  on  the  bowtie  surface  for  dipole  resonance. 
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For  2  =  540  nm  (i.e.,  quadrupole  resonance),  the  phase  is  about  zero  in  the  opposing  apexes 
region  and  progressively  shifts  toward  tc/2  as  the  position  moves  toward  the  ends  of  the 
bowtie. 


A  =  655  nm  A  =  540  nm 


Fig.  3.  The  E  intensity  enhancement  profiles  on  the  plane  containing  the  bowtie  surface  for  (a) 

A  =  655  nm  with  dipole  resonance  and  (b)  A  =  540  nm  with  quadrupole  resonance.  The  color 
bar  is  logarithmic-scale  and  limited  to  -1  to  3.  The  corresponding  phase  profiles  of  Ex  for  (c)  A 
=  655  nm  and  (d)  A  =  540  nm,  and  schematics  showing  the  bound  surface  charge  distribution 
on  the  bowtie  surface  and  the  major  polarizations  for  (e)  A  =  655  nm  and  (f)  A  =  540  nm.  The 
apex  is  truncated  with  w  =  20  nm  and  the  gap  size,  d,  is  10  nm. 

The  bound  surface  charge  density  can  be  derived  from  the  electric  field.  In  the  presence  of 
an  electric  field,  E,  the  polarization  of  the  material,  P,  is 

P  =  (*.,-*o)E,  (3) 

where  snt  and  e0  are  the  electric  permittivities  of  the  material  and  vacuum,  respectively.  This 
polarization  results  from  the  alignment  of  dipoles  with  the  electric  field  and  is  related  to  the 
bound  surface  charge  density,  pb,  via 

pb=  P  n,  (4) 

where  n  is  the  unit  vector  normal  to  the  surface.  Combination  of  Eqs.  (3)  and  (4)  yields 

Pt  ={**-£ o)E'n-  (3) 
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Hence,  using  the  electric  field  solutions  obtained  from  FDTD  simulations,  pb  can  be  obtained 
from  Eq.  (5),  and  the  sign  of  pb  is  related  to  the  phase  of  E.  On  the  bowtie  surface,  the 
permittivity  of  Au,  eAu,  is  used  to  calculate  pb  from  Eq.  (5). 

Taking  the  left  triangle  in  Fig.  1(a)  as  an  example,  the  normal  vectors  n  at  the  opposing 
apex  and  the  end  of  bowtie  are  x  and  -  x  ,  respectively,  and  pb  becomes 

Pb  =  (^au  “  £o )  Ex  (at  opposing  apex)  (6a) 

Pb  =-{s An  ~£o)  Ex  (at  end  of  bowtie)  (6b) 

For  X  =  655  nm,  (f>  — ji  and  Ex  is  negative  in  both  the  opposing  apex  and  the  end  of  bowtie 
regions.  Also,  because  Au  has  small  dielectric  loss;  i.e.,  Im[eAu]  is  small,  and  Re[eAu]  is 
negative,  eAu-eo  is  negative.  As  a  result,  ph  is  positive  in  the  opposing  apex  region  but  is 
negative  in  the  end  of  bowtie  region.  For  X  =  540  nm,  (f>  approaches  0  and  ji/2  (i.e.,  Ex  is 
positive  and  positive  but  very  small),  respectively,  in  the  opposing  apex  and  the  end  of  bowtie 
regions.  As  a  result,  pb  is  negative  in  the  opposing  apex  region  but  is  slightly  positive  in  the 
end  of  bowtie  region.  To  satisfy  the  charge  balance  condition,  some  positive  charges  should 
exist  at  the  side  edge  of  the  bowtie.  The  bound  surface  charges  on  the  other  sides  and  the 
corners  of  the  bowtie  can  also  be  calculated  by  considering  E„  Ey,  and  the  unit  vector  normal 
to  the  corner.  Since  the  field  enhancement  for  X  =  655  nm  is  more  confined  in  the  gap  region 
as  shown  in  Fig.  3(a),  the  bound  surface  charges  are  most  likely  to  exist  in  the  opposing  apex 
region  and  in  the  end  of  bowtie  region.  The  field  enhancement  for  X  =  540  nm  has  more 
significant  enhancement  at  the  sides  in  Fig.  3(b),  and  the  bound  surface  charges  around  the 
corners  need  to  be  considered  in  describing  the  physical  mechanism.  The  schematic  drawings 
of  the  charge  distribution  fori  =  655  and  540  nm  at  a  specific  time  are  shown,  respectively,  in 
Figs.  3(e)  and  3(f).  Like  the  field,  the  charges  have  a  harmonic  time-dependence  and  it  is 
much  more  complicated  than  Figs.  3(e)  and  3(f);  however,  the  dipole  plasmon  resonance  and 
quadrupole  plasmon  resonance  can  be  seen  in  Figs.  3(e)  and  3(f).  The  polarizations  P,  which 
can  be  calculated  from  Eq.  (3),  can  also  be  described  by  the  interactions  between  positive  and 
negative  bound  surface  charges.  For  simplicity,  only  the  polarizations  in  large  amplitude  at  a 
specific  time  are  plotted  as  the  arrow  symbols  in  Figs.  3(e)  and  3(f).  For  1  =  655  nm,  the 
polarization  gives  the  dipole  moments  in  each  triangular  prism  and  most  of  the  polarizations 
are  in  the  opposing  apex  regions.  This  concludes  that  the  dipole  plasmon  resonance  occurs  for 
1  =  655  nm  case.  For  1  =  540  nm,  it  has  not  only  the  similar  dipole  moments  and  plasmon 
resonance  as  described  for  X  =  655  nm  case,  but  also  the  quadrupole  plasmon  resonance  for 
the  opposite  polarizations  in  the  two  corners  of  the  end  of  the  bowtie  regions.  This  concludes 
that  the  dipole  plasmon  resonance  that  is  mostly  in  the  opposing  apex  regions  and  the 
quadrupole  plasmon  resonance  that  is  in  each  triangular  prism  both  occur  for  X  =  540  nm  case. 

3.3  Cavity  field  enhancement 

The  FDTD  simulation  results  of  the  maximum  E  intensity  enhancement  as  a  function  of  the 
gap  size,  d,  are  shown  in  Fig.  4(a)  at  different  apex  widths.  For  d  >  50  nm  (not  shown  in 
figure),  the  maximum  l£l2  enhancement  is  insensitive  to  the  gap  size  (i.e.,  the  two  prisms  are 
sufficiently  far  apart  to  mostly  eliminate  near-field  coupling  between  prisms).  However,  for 
d  <  50  nm,  the  maximum  l£l2  enhancement  versus  d  relation  can  be  fitted  by  a  power  law, 
such  that 

\Ef=Ad"\  (7) 

where  A  and  m  are  fitting  parameters  with  A  being  the  intercept  of  the  fitting  line  with  the 
ordinate  and  m  being  the  slope  in  the  log-log  plot.  It  can  be  seen  in  Fig.  4(a)  that  the 
maximum  l£l2  enhancement  decreases  with  both  the  increasing  gap  size  and  the  increasing 
apex  width. 
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It  is  of  interest  to  explore  the  above  power-law  dependence.  The  E  field  intensity  in  a 
plasmonic  cavity,  which  can  be  formed  by  the  junction  between  two  closely  spaced  metal 
nanoparticles,  is  related  to  the  cavity  geometry  and  quality  factor,  the  coupling  efficiency,  and 
the  absorption  and  radiation  loss  [23].  A  general  equation  to  describe  this  field  intensity  for  all 
plasmonic  cavity  structures  is  unattainable  and  a  semi-quantitative  approach  is  used  in  the 
present  study  to  describe  the  cavity  field  enhancement.  For  a  bowtie  cavity,  the  field  intensity 
is  inversely  proportional  to  the  effective  volume,  proportional  to  the  square  of  the  cavity 
quality  factor,  and  affected  by  the  absorption  and  radiation  loss.  For  a  small  gap  size,  the  field 
is  highly  confined  in  the  gap  region  at  its  resonant  wavelength  and  the  absorption  loss  for  the 
bowtie  cavity  varies  with  the  gap  size.  According  to  [23],  the  absorption  loss  for  a  metallic 
cavity  is  inversely  proportional  to  its  quality  factor.  Because  the  quality  factor  of  a  plasmonic 
cavity  increases  slightly  as  the  cavity  becomes  smaller,  the  effects  of  the  absorption  loss  and 
the  quality  factor  are  not  significant.  The  radiation  loss  also  varies  with  the  gap  size;  however, 
it  is  neglected  for  simplicity  in  analyses  because  the  field  is  always  highly  confined  at  the 
resonant  wavelength.  While  the  effective  volume  of  the  bowtie  cavity  is  proportional  to  the 
true  volume  of  the  bowtie  cavity  which  is  the  product  of  the  apex  width,  w,  the  gap  size,  d, 
and  the  height  of  the  bowtie,  the  E  field  intensity  should  be  approximately  inverse- 
proportional  to  the  product  of  w  and  d  when  the  height  is  fixed.  Hence,  for  a  fixed  bowtie 
height,  the  ITT  enhancement  should  be  approximately  proportional  to  (wdf1.  This  dependence 
is  modified  by  other  factors  such  as  the  difference  between  the  effective  volume  and  the  true 
volume  of  the  cavity,  the  quality  factor,  and  the  absorption  and  radiation  loss.  The  FDTD  data 
shown  in  Fig.  4(a)  for  three  different  apex  widths  are  re-plotted  in  Fig.  4(b)  as  a  function  of 
wd.  The  three  data  sets  can  be  fitted  by  a  power  law  with  a  slope  of  -1.08  in  a  log-log  plot 
which  is  in  good  agreement  with  the  predicted  value  of-1. 


Fig.  4.  The  maximum  E  intensity  enhancement  at  plasmon  resonance  as  a  function  of  (a)  the 
gap  size,  d,  for  apex  widths  w  of  5,  10,  and  20  nm  and  (b)  the  product  of  the  apex  width  and  the 
gap  size,  wd.  (symbols:  FDTD  data;  lines:  power-law  fitting! 


3.4  Long-range  collective  photonic  effect 

While  the  gap  size  dictates  the  short-range  interaction  between  the  two  triangular  prisms  of 
the  bowtie  structure,  the  inter-bowtie  distance  controls  the  long-range  interaction  between 
neighboring  bowties.  Using  the  T-matrix  method,  the  long-range  collective  photonic  effect 
has  been  concluded  such  that  additional  enhancement  can  be  achieved  when  the  periodicity  of 
the  arrays  of  nanostructures  matches  the  plasmon  resonance  wavelength  of  the  nanostructures 
[24,25].  To  study  this  collective  photonic  effect,  truncated  bowties  with  apex  width  of  10  nm 
and  gap  size  of  10  nm  are  considered  in  FDTD  simulations.  Because  the  polarization  of  the 
incident  light  is  in  the  .r-direction,  the  inter-bowtie  distance  controlling  this  long-range 
interaction  is  the  one  in  the  .r-direction.  Fixing  the  (center-to-center)  inter-bowtie  distance  in 
the  y-direction  at  300  nm,  the  maximum  E  intensity  enhancement  is  plotted  as  a  function  of 
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the  inter-bowtie  distance  in  the  x-direction,  c,  in  Fig.  5.  A  major  peak  occurs  at  c  =  650  nm 
that  coincides  with  the  resonance  wavelength  which,  in  turn,  confirms  the  long-range 
collective  photonic  effect.  A  secondary  peak  occurs  at  c  =  340  nm  that  is  slightly  longer  than 
the  half  resonance  wavelength,  325  nm.  This  secondary  peak  could  result  from  the  long-range 
interaction  between  the  second  neighboring  bowties  with  a  modification  from  the  presence  of 
the  first  neighboring  bowties. 


Fig.  5.  The  maximum  E  intensity  enhancement  at  plasmon  resonance  as  a  function  of  the  inter- 
bowtie  distance  along  the  polarization  direction,  c,  for  fixing  the  inter-bowtie  distance  along 
the  direction  normal  to  the  polarization  as  300  nm  and  truncated  apex  with  w  =  10  nm  and  d  = 

10  nm. 

4.  Conclusion 

In  conclusion,  we  use  FDTD  to  simulate  the  plasmon  resonance  of  periodic  gold  bowtie 
nanostructures  with  truncated  apexes.  The  illumination  light  is  polarized  along  the  direction 
connecting  the  two  opposing  apexes  of  the  two  triangles  of  a  bowtie.  Bowties  with  different 
gap  sizes  are  considered  to  systematically  examine  how  the  gap  size  affects  the  near-field  E 
intensity  and  the  far-field  reflectance  of  periodic  gold  bowtie  nanostructures.  Both  dipole  and 
quadrupole  resonances  are  evident  in  the  simulation  results  and  both  resonances  show  red 
shift  with  decreasing  gap  size.  While  the  E  intensity  enhancement  is  highly  confined  to  the 
gap  region  for  dipole  resonance,  it  has  more  significant  enhancement  at  the  sides  for 
quadrupole  resonance.  Also,  these  two  resonances  are  different  in  the  phase  of  electric  field, 
the  bound  surface  charge  distribution  on  the  bowtie  surface,  and  the  polarization.  Both 
resonances  show  red  shift  with  decreasing  apex  width.  We  found  that  the  peak  at  a  longer 
wavelength  is  caused  by  the  dipole  resonance  between  two  triangular  prisms,  while  the  other 
peak  at  a  shorter  wavelength  has  the  quadrupole  resonance  in  each  triangular  prism  in 
addition  to  the  dipole  resonance  between  two  triangular  prisms.  A  log-log  plot  of  the  field 
enhancement  versus  the  product  of  apex  width  and  gap  size  can  be  fitted  by  a  straight  line 
with  a  slope  of  -1.08  for  the  periodic  bowtie  arrays.  This  is  in  good  agreement  with  the 
predicted  value  of  -1  based  on  plasmon  resonance  cavity.  When  the  periodicity  of  the 
periodic  bowtie  structures  matches  the  resonance  wavelength,  a  major  peak  is  observed  in  the 
maximum  E  intensity  enhancement  versus  the  inter-bowtie  distance  relation.  This  confirms 
the  long-range  collective  photonic  effect.  In  addition,  when  the  periodicity  is  about  the  half 
resonance  wavelength,  a  secondary  peak  is  observed.  This  could  be  attributed  to  the  long- 
range  interaction  between  the  second  neighboring  bowties. 
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